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Abstract
Microfluidics is deemed a field with great opportunities, especially for applications
in medical diagnostics. The vision is to miniaturize processes typically performed
in a central clinical lab into small, simple to use devices – so called lab-on-a-chip
(LOC) systems. A wide variety of concepts for liquid actuation have been devel-
oped, including pressure driven flow, electro osmotic actuation or capillary driven
methods.
This work is based on the centrifugal platform (lab-on-a-disc). Fluid actuation is
performed by the forces induced due to the rotation of the disc, thus eliminating the
need for external pumps since only a spindle motor is necessary to rotate the disc
and propel the liquids inside of the micro structures. Lab-on-a-disc systems are espe-
cially promising for point-of-care applications involving particles or cells due to the
centrifugal force present in a rotating system. Capturing, assaying and identifica-
tion of biological cells and microparticles are important operations for lab-on-a-disc
platforms, and the focus of this work is to provide novel building blocks towards an
integrated system for cell and particle based assays.
As a main outcome of my work, a novel particle capturing and manipulation scheme
on a centrifugal microfluidic platform has been developed. To capture particles
(biological cells or micro-beads) I designed an array of V-shaped micro cups and
characterized it. Particles sediment under stagnant flow conditions into the array
where they are then mechanically trapped in spatially well-defined locations. Due
to the absence of flow during the capturing process, i.e. particle sedimentation
is driven by the artificial gravity field on the centrifugal platform, the capture effi-
ciency of this approach is close to 100% which is notably higher than values reported
for typical pressure driven systems. After capturing the particles, the surrounding
medium can easily be exchanged to expose them to various conditions such as stain-
ing solutions or washing buffers, and thus perform assays on the captured particles.
By scale matching the size of the capturing elements to the size of the particles,
sharply peaked single occupancy can be achieved. Since all particles are arrayed in
the same focal plane in spatially well defined locations, operations such as counting
or fluorescent detection can be performed easily. The application of this platform
to perform multiplexed bead-based immuno-assays as well as the discrimination of
various cell types based on intra cellular and membrane based markers using fluo-
rescently tagged antibodies is demonstrated. Additionally, methods to manipulate
captured particles either in batch mode or on an individual particle level have been
developed and characterized. Batch release of captured particles is performed by a
novel magnetic actuator which is solely controlled by the rotation frequency of the
disc. Furthermore, the application of this actuator to rapidly mix liquids is shown.
Manipulation of individual particles is performed using an optical tweezers setup
which has been developed as part of this work. Additionally, this optical module
also provides fluorescence detection capabilities. This is the first time that optical
ii
tweezers have been combined with a centrifugal microfluidic system.
This work presents the core technology for an integrated centrifugal platform to
perform cell and particle based assays for fundamental research as well as for point-
of-care applications.
The key outputs of my specific work are:
1. Design, fabrication and characterization of a novel particle capturing scheme
on a centrifugal microfluidic platform (V-cups) with very high capture effi-
ciency (close to 100%) and sharply peaked single occupancy (up to 99.7%
single occupancy).
2. A novel rotation frequency controlled magnetic actuator for releasing captured
particles as well as for rapidly mixing liquids has been developed, manufactured
and characterized.
3. The V-cup platform has successfully been employed to capture cells and per-
form multi-step antibody staining assays for cell discrimination.
4. An optical tweezers setup has been built and integrated into a centrifugal
teststand, and successful manipulation of individual particles trapped in the
V-cup array is demonstrated.
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1.1 Overview
In the past number of decades, miniaturization had a dramatic impact on virtually
every aspect of life. The development of the first transistor by Shockley, Bardeen
and Brattain at the Bell Labs at the end of the 1940s paved the way to modern
microprocessors which enable personal computers capable of performing millions
of operations per second. In much the same way as miniaturization in microelec-
tronics brought the computing power of room-sized computer to typical laptops,
microfluidics holds the promise to enable highly integrated lab-on-a-chip (LOC) de-
vices which integrate all the steps typically performed in a central lab into a small
cartridge. Of particular interest are so called point-of-care (POC) devices which
allow testing close to the patient. Application scenarios include self-testing at home
(e.g. for the monitoring of chronic diseases), in a general practitioners office or in
emergency settings.
There are several motivations to develop POC systems:
1. de-centralized testing (i.e. no need for central laboratories).
2. Applications in resource poor regions such as developing countries where in-
frastructure is poor and sample transport to centralized facilities is not feasible.
3. Short sample-to-answer time, allowing faster treatment of patients
4. Low sample and reagent consumption.
5. Improved reliability due to automation.
6. Overall cost reduction.
One of the most successful POC diagnostic products today are glucose test strips
to measure the glucose level in blood. This rather simple test drastically improves
the quality of life for diabetic patients since it enables them to monitor their glucose
level and administer the appropriate dose of insulin. Another very successful POC
device is the i-STAT system by Abbott [1, 2]. i-STAT is comprised of a hand-
held reader and disposable cartridges to measure parameters such as electrolytes,
blood gases or cardiac markers. Another commercially successful POC system is
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the GeneXpert analyzer developed by Cepheid which offers tests for MRSA, C.
difficile and tuberculosis. A lab-on-a-disc based platform for veterinary as well as
for medical diagnostic applications has been developed by Abaxis [3]. Fig. 1.1
shows the i-STAT and Abaxis systems. Furthermore start-up companies such as
Radisens [4] and Biosurfit [5] are currently developing lab-on-a-disc based tests.
Figure 1.1: a) shows the i-STAT hand held POC analyzer [6]. b) shows the Piccolo express reader
developed by Abaxis [3]
This is only a small section of the current activities in the point-of-care mar-
ket, and according to a recent review by Chin and colleagues there are at least 32
companies currently active in this field [7].
1.2 Towards an Integrated Point-of-Care System for Cell
Analysis
There is a clear need for automated POC systems to perform cell based analysis
for applications in medical diagnostics as well as for research settings. In order to
develop an integrated POC system, several fluidic ”building blocks” are necessary
which need to be compatible with each other. The work presented in this thesis is
part of an ongoing effort in the Biomedical Diagnostics Institute (BDI) to develop
next generation POC systems. In particular research currently focuses on three
aspects:
1. Cell separation, concentration and purification
3
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2. Novel valving schemes
3. Cell capture, assaying and counting
1.2.1 Cell Separation, Concentration and Purification
Separating target cells from a background population is a common first step in
the cell analysis process chain. Differences in cell-densities are routinely used to
separate cell populations. For example, Ficoll density gradient medium is used to
separate lymphocytes from erythrocytes using standard centrifuges. One of the cell
separation methods currently being developed in our group uses a density gradient
based separation method in a microfluidic disc to separate white blood cells from
whole blood and provide purified and concentrated cells for subsequent analysis
steps [8] Another method uses magnetic micro beads coated with antibodies to
specifically label target cells and separate them under stagnant flow conditions using
an on-disc magnet [9] (this method is described in more detail in Appendix C.1.
1.2.2 Valving Schemes
Valving is one of the most fundamental operations necessary to integrate complex
assays on a fluidic platform. Samples and reagents typically have to be pro-loaded
on the disc and sequentially released in a controlled manner without user interac-
tion. The fact that on a centrifugal platform all liquid volumes on the disc are
simultaneously exposed to the same artificial gravity field generated by the rotation
of the disc makes valving more challenging than in typical pressure driven systems.
An ideal valving technology for centrifugal platforms should be actuated without
adding complexity to the instrumental setup, in best case being solely controlled by
the rotation frequency of the disc and work over a wide range of rotation frequencies,
while at the same time yielding at sharply defined burst frequencies.
Very common and simple to implement valving schemes on centrifugal platforms are
so-called hydrophobic or hydrophilic valves (passive valves). Hydrophobic valves
consist of a constriction of a microchannel which exhibits a hydrophobic surface,
thus preventing the liquid from entering the constriction. Hydrophilic valves, on
the other hand, consist of a sudden expansion of the channel and the capillary pres-
4
Chapter 1 Section 1.2.2
sure prevents the liquid from advancing into the expansion common to both valving
schemes is that the liquid flow resumes once a certain threshold frequency is ex-
ceeded [10].
Siphon based valves are also very commonly used on centrifugal platforms due to
their robust working principle and ease of fabrication [11, 12]. Compared to the
previous valving methods, siphon valves are closed at high rotation frequencies and
open when the disc is stopped or spinning below a certain threshold frequency. Com-
mon valving concepts are shown in Fig. 1.2
Our group recently developed a novel centrifguo-pneumatic valving scheme. Here
Figure 1.2: Valving schemes for centrifugal microfluidic platforms. a) shows a hydrophobic valve.
A hydrophobic constriction in the channel stops the liquid from advancing. To overcome the valve
a critical ”burst frequency” needs to be exceeded. b) shows a hydrophilic or geometic valve. The
advancing liquid stops at a sudden expansion of the channel and only passes when the disc is
accelerated beyond the ”burst frequency”. c – e) depicts the working principle of a siphon based
valve. While the disc is spinning, the liquid level in the reservoir and the siphon channel are equal
(c). When the disc is stopped, the liquid in the siphon channel advances due to capillary forces (e).
Once the liquid passed the crest point of the siphon, the disk is accelerated again and all liquid is
transferred to the second chamber via the siphon channel (f)
liquid is pumped at high rotation frequencies into a chamber connected to an outlet
siphon and a dead-end air compression chamber. Due to the high rotation speed
the air in the dead-end chamber is compressed. Lowering the rotation frequency
below a certain threshold leads to expansion of the previously compressed air, which
pushes the liquid past the crest point of the siphon and thus opens the valve. The
advantage of this implementation is that no hydrophilic surface is necessary since
priming of the siphon does not rely on capillary action. [13] see also Chapter C.2
The major disadvantage of the valving methods discussed so far is that none of them
provides a barrier for gases. To overcome this limitation sacrificial valves which are
actuated by light, a laser, or heat have been introduced. Benito-Lopez and col-
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leagues developed a valving scheme based on ionogels which block liquid flow when
not exposed to light, while exposure to light results in shrinking of the gel, thus per-
mitting liquid to pass [14]. Another commonly used sacrificial valving method uses
wax barriers to stop liquid. These valves are opened by exposure to infrared light
which melts the wax and thus opens the flow path [15, 16]. Additionally, Garcia-
Cordero and co-workers used an infra-red laser to connect channels separated by a
polymer film [17].
A valving scheme based on water dissolvable films (DF) has recently been developed
in our group by Gorkin, Nwankire and co-workers [18] (see also Appendix C.3 ).
The DF valves act as single-use, normally-closed valves as well as vapour barriers.
Two channels are separated by a barrier of DF, creating a dead end pocket. At low
rotation frequencies the dead end channel is primed, resulting in an inverted gas-
liquid stack radially inwards from the DF. Below a threshold speed of rotation, the
entrapped air prevents the liquid from reaching and thus dissolving the DF. Above
the threshold frequency, the entrapped air is displaced by the liquid which results
in wetting and subsequent dissolution of the DF. This in turn opens a barrier-free
passage for the liquid. The threshold frequencies can be determined by the design
of the fluidic network, especially the volume of the dead-end pocket. The working
principle is shown in Fig. 1.3. This valving method has been applied to successfully
integrate a multi-step immunoassay on a centrifugal platform, and the dissolution
products of the DF had no measurable impact on the outcome of the assay. This
valving method is very promising since it does not require any external actuators
(such as lasers or heat sources), and in this sense is similar to the previously men-
tioned passive valves while at the same time providing a barrier for vapor and gases.
The fact that the valve dissolves completely and thus provides a barrier-free passage
is especially valuable for applications in cell analysis to minimize the risk of cell-loss
during transfer.
1.2.3 Cell Capture, Assaying and Counting
Besides separating target cells and gating liquids, another very important operation
is to capture, assay and count cells. The development of a novel method to capture
6
Chapter 1 Section 1.3.0
Figure 1.3: Working principle of the dissolvable film (DF) based valving scheme. The design of a
valve is shown in (a). A radially inwards loading chamber is connected to a radially outwards waste
chamber via a channel blocked by the DF. By adjusting the volume of the pneumatic chamber, the
burst frequency of the valve can be set. Sequence (b - d) shows the operation of the valve: (a) valve
is closed, compressed air prevents liquid from entering; (b) above the burst frequency, liquid enters
the chamber and displaces the gas, thus dissolving the DF; (d) liquid passed through the valve.
The relationship between pneumatic chamber volume and burst frequency is shown in (e), whereas
(f) shows the relationship between radial distance of the valve and burst frequency for a constant
chamber volume.(a-d) Adapted from [18]
cells and particles, expose them to various reagents and washing steps and subse-
quently perform a readout comprising of classification and counting of the cells is
the main focus of this work. A detailed overview of the state-of-the-art methods for
particle analysis on centrifugal platforms is provided in Chapter 2 and Appendix
A, while the V-Cup based method for cell and particle capturing, which has been
developed during the course of this work, is described in detail in Chapters 4, 5 and
6.
1.3 Aim of This Thesis
The aim of this thesis is to develop novel methods for the handling of liquids and
particles (i.e. biological cells or micro-beads) on centrifugal microfluidic systems to
enable the design of integrated point-of-care devices. The ultimate goal is the devel-
opment of a platform to perform an automated differential cell count. Applications
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of this platform could be to perform a differential lymphocyte count from whole
blood, or to count cancer cells in a suspension of cells. In particular this work is
focuses on:
1. Developing a method for capturing cells and particles in spatially well defined
locations within a centrifugal microfluidic system. The capture efficiency is
desired to be high in order to allow capturing of small cell numbers and / or
to enable a total particle count.
2. Enable the exchange of the medium surrounding the captured particles, so as
to expose them to various reagents such as antibodies.
3. Methods to manipulate captured particles either in batch or on a single particle
level.
1.4 Thesis Outline
This thesis is structured as follows:
Chapter 2
This chapter reviews the current state-of-the-art in particle handling on centrifu-
gal microfluidc platforms and summarizes the recent advances in operations such
as cell removal, filtering, lysis, separation, sorting, encapsulation, trapping, assay-
ing, cytometry and detection; including methods derived from low-cost conventional
optical disc drive technologies such as CDs and DVDs.
Chapter 3
In this chapter the fabrication technologies to manufacture the microfluidic struc-
tures used in this work are introduced (SU8 lithography and replication in PDMS or
PMMA). Furthermore, during the course of this work two generations of centrifugal
test stands have been designed and built. Both generations are described in detail
in this chapter.
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Chapter 4
This chapter introduces the novel V-Cup based particle capturing scheme. The
capturing efficiency of this method is close to 100%. Besides the working principle,
the application of this platform to perform mulitplexed bead based immuno assays
is demonstrated.
Chapter 5
In order to be able to recover captured particle from the V-Cup array, a novel
magnetic actuator has been designed. This actuator is solely controlled by the
rotation frequency of the disc. At high-speed rotation the actuator is disabled, thus
allowing particle capturing. Below a certain threshold frequency the actuator is
activated, thus releasing the previously captured beads. Furthermore the application
of this actuator for mixing liquids is demonstrated.
Chapter 6
This chapter demonstrates the application of the V-Cup array to capture mixed
populations of cells (MCF7, RPMI 8226 and HeLa) and discriminate between dif-
ferent types based on intracellular markers (ESR-1) and membrane based markers
(EpCAM).
Chapter 7
In this chapter the manipulation of individual particles trapped in the V-Cup array
using a custom built optical tweezers setup is demonstrated. Furthermore, the
fluorescence detection capabilities of the optical module are shown. This is the first
time that optical tweezers have been combined with centrifugal microfluidics.
Chapter 8
Finally, the conclusion and outlook summarizes the work presented here and outlines
the challenges and opportunities lying ahead.
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Appendix A
Appendix A contains another own review paper on cell handling on centrifugal
platforms which has been published in Current Opinion in Chemical Biology
Appendix B
Appendix B contains own publications currently under review.
Appendix C
Co-authored journal publications either already published or currently under review
are shown in Appendix C.
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Chapter 2
Handling and Analysis of Cells
and Bioparticles on Centrifugal
Microfluidic Platforms
This Chapter has been published in:
Robert Burger and Jens Ducre´e, Handling and analysis of cells and
bioparticles on centrifugal microfluidic platforms, Expert Reviews in
Molecular Diagnostics 2012
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Microfluidic systems for cell separation and analysis have attracted increasing re-
search activity over the past decades. In particular, the prospect of integrating
all steps from sample preparation to assay readout in a single microfluidic car-
tridge, which is inserted into a compact, portable and potentially low-cost instru-
ment, bears great promise to leverage next-generation diagnostic products and to
advance life-science research with novel cell and particle manipulation, and analysis
tools. Within the range of microfluidic actuation principles available, the centrifu-
gal force is exceptionally well suited for cell handling due to its rotationally induced
artificial gravity field, which can be varied over several orders of magnitude and
which can manipulate bioparticles even in the absence of flow. We will survey how
the base centrifugal force has been combined with the hydrodynamic Stokes drag,
magnetic, dielectrophoretic and other forces to enable multidimensional separation
and manipulation. The same centrifugal microfluidic toolbox has also been applied
to investigate particles such as biofunctionalized beads, bacteria and multicellular
microorganisms. This review summarizes the significant progress in modular unit
operations such as cell removal, filtering, lysis, separation, sorting, encapsulation,
trapping, assaying, sensing, cytometry and detection, even derived from low-cost
conventional optical disc drive technology (e.g., CD and DVD), towards integrated
and automated centrifugal microfluidic platforms for the handling and analysis of
cells and bioparticles.
2.1 Introduction
In the past decade, in particular, considerable effort in the microfluidics commu-
nity has been focused on developing cell and particle handling, and analysis systems
for applications in cell research and clinical diagnostics. One main motivation to
use microfluidic systems is the potential to reduce costs by integrating a full set
of functional modules in cost-efficient (polymer) cartridges, the portability of the
instrumentation and the unique capability to create well-defined microhabitats for
the cells [19,20]. The number of excellent reviews on different aspects of microfluidic
and microfabrication techniques for cell and particle handling convincingly under-
pins the high relevance of this topic within the scientific community. Manz et al.
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published a series of reviews dealing with various aspects such as the history, theory
and fabrication of micro total analysis systems [21, 22], as well as reviewing stan-
dard operations and applications [22, 23]. Whitesides and coworkers reviewed the
application of soft lithographic techniques for studying microorganisms [24]. Mi-
crofluidic systems for cellomics were reviewed by Andersson and van den Berg [25]
while Huh et al. reported on microfabricated flow cytometers (FCs) [26]. Erickson
and Li covered a wide range of integrated microfluidic devices including systems for
cell handling and counting [27]. Andersson-Svahn and van den Berg discussed the
potential of performing experiments on single cells as opposed to large cell popula-
tions [28]. El-Ali and coworkers also reviewed microsystems for performing cell-based
experiments [29]. In their recent work, Lindstrom and Andersson-Svahn surveyed
the application of microfluidics for single-cell analysis [30], whereas the review of
Yang and coworkers described cell handling and analysis using microfluidic systems
in general [31] . Microfluidic solutions for cell separation have been highlighted in
the review by Bhagat and colleagues [32]. This work for the first time specifically
addresses centrifugal microfluidic systems for particle and especially cell handling
utilizing the rotationally induced forces [33,34]. Centrifugal platforms offer many in-
trinsic advantages for cell handling as compared with typical pump-driven systems.
Rotational actuation is simply implemented by controlling the frequency of a spindle
motor to rotate the substrate. As the spinning frequency can easily be controlled
over more than three orders of magnitude, the range of forces covers approximately
six orders of magnitude, which is far superior to common, pressure-driven lab-on-
a-chip systems. Another advantage of the centrifugal technology is the far-ranging
independence of the fluid actuation from parameters such as viscosity, conductivity
and pH. Furthermore, due to the inertia of the disc, the spinning motion is self-
stabilizing, thus eliminating jittering known from reciprocating or syringe pumps.
This system-intrinsic robustness of centrifugal liquid handling proves to be a major
benefit for biological or in vitro diagnostic applications where one of the challenges
is the wide variety of fluidic properties. The rotational actuation, which is driven by
a basic, low-cost spindle motor also obviates the need for external, pressure- gener-
ating pumps and their world-to-chip interfacing. Moreover, the modular nature of
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the centrifugal platform fluidically completely separates the instrument-based driv-
ing and detection units from the liquid sample and reagents, which are exclusively
handled by the microstructured, typically disposable disc. The latter aspects are
beneficial for bioanalytical applications since all (potentially infectious) samples can
be processed in a fluidically encapsulated system, thus minimizing the risks of sample
contamination as well as release of potential, for example blood-borne, biohazards.
Centrifugal particle sedimentation has actually been known for centuries; for exam-
ple, for splitting a blood sample into a cellular pellet and a supernatant for plasma
extraction. It is also well known how to separate different cell bands by density
gradient media and how to optimize the separation by the Boycott effect in radi-
ally inclined vessels. Starting as early as the 1960s, the liquid-handling capabilities
have been extended and commercial centrifugal analyzers were even developed by
Anderson and coworkers at Oak Ridge National Labs (TN, USA) [35–37]. With the
advent of microfabrication, the originally very crude liquid-handling options have
been substantially advanced by adding capillary action and high-flow resistances
to the microfluidic plumbers toolbox. Mainly in the past decade, a wide range of
fluidic structures have been developed in various groups to perform laboratory unit
operations such as valving [12,16,38–40], metering [41,42] and mixing [43–47], thus
providing a comprehensive toolbox for efficient design of functionally integrated sys-
tems. By orchestrating the interplay of capillary and rotationally induced forces
and resulting flows via a designated frequency protocol (i.e., frequency as a function
of time), a higher level of control and parallelization of liquid handling could be
achieved. By now, several academic groups and companies have even succeeded in
demonstrating full-fledged, centrifugal microfluidic sample-to-answer systems that
include the full scope of the liquid- handling protocol starting at upstream sam-
ple preconditioning to downstream detection. Madou et al., as well as Ducre`e and
coworkers, comprehensively surveyed centrifugal microfluidic unit operations as well
as their applications for biomedical applications [33, 34, 48]. This work for the first
time specifically reviews a surge of recent developments on the unique particle-
handling capability of centrifugal microfluidic platforms. These specific capabilities
make use of stopped-flow batch as well as continuous flow techniques. Also, the
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particle-handling capabilities could be significantly enhanced by making use of (lam-
inar) microfluidic conditions and the scale-matching of microstructures with cellular
length scales. To keep the focus of this review, we chose to exclude centrifugal par-
ticle handling implemented by rapid, merely pressure-driven flow through curved
channels [49–56]. We first introduce the basic forces governing the flow of liquids
and suspended particles. In the following section, we will report on plasma extrac-
tion methods from whole blood. Next, centrifugal systems to determine the total
cell concentration are described. The subsequent section covers classical, miniatur-
ized and disc-based versions of flow-based counting, sorting and manipulation of
individual bioparticles. We then present centrifugally enabled capturing, assaying,
transport, counting and sensing with localized bioparticles before we survey readout
methods derived from conventional optical disc drives. Finally, we provide an expert
commentary and 5-year view on the anticipated development of the field.
2.2 Centrifugal Hydrodynamics
The cell manipulation presented in this review primarily relies on the three rota-
tionally induced (pseudo) forces acting in the plane of rotation of the disc [33, 34].
A particle or fluid volume density, ρ, on a planar substrate rotating at a distance, r,
from a central axis experiences the radially directed centrifugal force density (Fig.
2.1 ):
fω = ρrω
2 (2.1)
which scales with the square of the (angular) rotational frequency, ω. Secondary
effects, which are induced by the spinning frame of reference (i.e., the disc), are the
Euler force density:
fE = ρr
dω
dt
(2.2)
which is directed against a change in fluid velocity and results in swirling currents
propelled by rotational acceleration, and the Coriolis force density:
fc = 2ρων (2.3)
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Figure 2.1: Forces acting on a liquid plug with length l and width d, situated between r< and
r>. The plug is traveling at speed v and is exposed to the centrifugal force density fω, the Euler
force density fE and the Corriolis force density fC . (Adapted from [34], this figure is not part of
the published review paper)
which deflects objects perpendicular to their direction of motion at the velocity, ν,
in the plane of rotation.
Sedimentation of particles in the centrifugally induced field is propelled by the buoy-
ancy force:
Fm = ∆mrω
2 (2.4)
which depends on the mass difference, ∆m, between the particle and the liquid
volume it displaces in the suspending medium. The radial motion of the particle
driven by Fm is counteracted by the viscous (Stokes) drag:
Fd = 6piηRν. (2.5)
where R and h denote the radius of the (spherical) particle and the viscosity of the
fluid, respectively. Due to the proportionality of Fd to the relative speed, ν, of the
particle with respect to the suspending medium, a constant speed of sedimentation
will establish over time for a given frequency of rotation w, corresponding to the
equilibrium of Fd and Fm.
The so-called shock interface delineates the interface between the particle-free super-
natant and the concentrated suspension. The (radial) speed of the shock interface
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is given by:
νr =
m
f¯
ω2r(1− ρliquid
ρparticle
) (2.6)
where f¯ ∼= 6piηRν denotes the so-called friction coefficient, here approximated for
a sphere of radius R, while ρliquid and ρparticle represent the densities of the liquid
and the particle, respectively.
2.3 Preconditioning of Cell Suspensions
In this section we will survey methods to remove cells (or bioparticles) from a sample,
either by sedimentation or lysis, in order to provide a particle-free supernatant for
subsequent analytical steps.
2.3.1 Cell Removal Based on Centrifugally Induced Sedimentation
As mentioned before, one of the unique advantages of centrifugal microfluidics is the
dynamically tunable artificial gravity field, which readily lends itself to the imple-
mentation of collective, sedimentation-based particle removal. This is comparable
to traditional centrifugation schemes where a cell suspension is compacted into a
cellular pellet to produce a cell-free supernatant by batch-mode centrifugation in
a vial spun by a standard centrifuge. Of particular interest for diagnostic point-
of-care applications is the extraction of cell-free plasma from whole-blood samples
for subsequent analysis. Steigert et al. demonstrated a plasma-metering structure
using siphon-based valving to retain the sample in the separation chamber during
high-speed cell sedimentation [41]. After separation, the disc is decelerated to prime
the hydrophilic siphon by capillary action. Subsequent spinning of the disc transfers
a metered amount of plasma to a second chamber for analysis. A similar system was
presented by Amasia and coworkers [57]. Ha¨berle et al. presented a decanting struc-
ture for cell separation based on an azimuthally inclined throttling channel. Their
technology yielded plasma with less than 0.11% of remaining cells (Fig. 2.2) [58].
Zhan et al. used a curved microchannel on a CD-shaped chip to separate plasma
from blood cells and reported a separation efficiency of 99% for diluted blood ex-
hibiting a hematocrit of 6% [59]. Another separation scheme was demonstrated by
17
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Schembri and coworkers [60]. Burger et al. presented a blood separation structure
based on pressure- driven membrane deflection [61]. Lee and coworkers developed a
fully integrated test for hepatitis B virus and Escherichia coli with a blood separation
structure as a first process step [62].
2.3.2 Cell Lysis
Another very common sample preparation task is cell lysis; for example, for a sub-
sequent content analysis (e.g., DNA, RNA, proteins and metabolome). The choice
of method to be applied primarily depends on the challenge to disrupt the cell
membrane. Many cells, for example erythrocytes in whole blood, may be lysed by
batch-mode mixing of the cell suspension with the conventional lysis agents using
scaled-down volumes as demonstrated by Lutz and colleagues [63]. However, some
bacteria are much harder to lyse and typically require harsher conditions.
Kellogg et al., for instance, used a combination of alkaline solution and heat to lyse
E. coli bacteria [64], while Klepa´rn´ık and Horky used alkaline-based lysis of cells
followed by electrophoretic detection of DNA fragments [65].
Kido and coworkers [66] developed a mechanical cell lysis method using on-disc mag-
netic actuators akin to the system presented by Grumann and colleagues [45] for
the lysis of E. coli and S. cerevisiae bacteria cells. This concept was later improved
by Siegrist et al., who used an on-disc magnet and additional silica particles for
bacteria lysis and sample homogenization (Figure 2.2) [67]. In this work, lysis and
subsequent PCR-based detection of Bacillus subtilis from clinical samples has been
shown. In another work from the same research group, mechanical cell lysis was
performed by using microbeads to lyse mammalian (CHO-K1), bacterial (E. coli)
and yeast (S. cerevisiae) cells on a disc in 57 min [68].
2.4 Measuring Total Cell Volumes
While the aim of the previously described methods is to remove or lyse cells, in
many cases the volume fraction of cell populations present in a given sample volume
is an important indicator. Riegger et al. presented a very simple-to-use device to
determine the hematocrit that delineates the percentage of erythrocytes in a sample
18
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Figure 2.2: Cell removal and lysis. (A) The decanting structure by Ha¨berle et al. [58] uses
a long azimuthal channel for blood separation. (B & C) The magnetically actuated cell lysis
structure by Siegrist et al [67]. (C) 1: sample inlet; 2: lysis chamber; 3: magnetic lysis disc;
4: hydraulic capillary valve; 5: clarification (upper) and capture (lower) chambers; 6: volume
definition channel; 7: siphon capillary valve; 8: siphon; 9: collection chamber; 10: waste chamber;
11: self-venting channels; and 12: sample collection port. (D) The siphon-based blood separation
scheme by Steigert et al. performs separation in a reservoir followed by extraction of the plasma
via a siphon channel [41]. Fν : Centrifugal force; Pν : Centrifugal pressure; PΘ: Capillary pressure;
Udcc: Velocity of the counter current.
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of whole blood using a standard CD drive [69]. The hematocrit was determined by
measuring the filling height of the cellular pellet in the sedimentation chamber.
A similar method has also been used to measure the concentration of somatic cells
as well as the cream content of milk [70]. Cells were collected in a funnel structure
and, subsequently, the volume of the pellet containing somatic cells was recorded by
a custom-made reader. This device is intended for mobile veterinary point-of-use
detection of bovine mastitis.
Schaff and coworkers used a density gradient-based approach to perform a differential
white blood cell count. To this end, cultured white blood cells were fluorescently
labeled and then separated in two bands under stagnant flow conditions using density
gradient media. Subsequently, the fluorescent signal of each cell band was recorded
and correlated with the cell concentration [71].
2.5 Flow-Based Counting, Sorting & Manipulation of
Individual Bioparticles
While the previously shown methods have been developed to measure the concen-
tration or total number of all cells in a given sample, in many real diagnostic or
life-science applications the identification and sorting/counting of target cells in a
mixed population is of more relevance and will be covered in the following flow-based
schemes.
2.5.1 Conventional Flow Cytometry
Flow cytometry is the work horse for cell counting in life-science and clinical ap-
plications; for example, for monitoring the CD4 level of HIV patients. Classical
FCs align the flow of a cell suspension by two sheath flows in order to present each
suspended cell to a stationary detector. Modern FCs are capable of counting and
identifying thousands of cells per second based on a variety of characteristics such
as fluorescent markers, scattering and impedance. Although FCs are very versatile
and fast, disadvantages such as high cost, large footprint, weight and the need for a
trained operator render them unsuitable for applications in areas such as point-of-
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care/patient self-testing or global diagnostics.
2.5.2 Flow-Based Cell Counting & Sorting on Miniaturized Devices
In order to address these needs, a plethora of research groups have advanced chip-
based FCs [26], some with fluorescence-activated [72], dielectrophoretic [73–75] or
magnetically activated cell-sorting [76] capability. In order not to lose the focus
of this specific review, we will not discuss these in detail. Another way to achieve
cell sorting is to take advantage of specific microfluidic effects. For instance, inertia
in combination with microhydrodynamic lift forces [53, 77–79]has been applied to
achieve particle focusing without the need for sheath flow. For more information,
please consult the reviews mentioned earlier.
2.5.3 Density Gradient Centrifugation
As mentioned before, density gradient centrifugation is a standard method for the
separation of cells into subpopulations and commercial products with densities ad-
justed to specific cells are readily available. Shiono and colleagues presented a cen-
trifugal device for the continuous separation of cells using up to six parallel streams
of media with different densities. They demonstrated the separation of cells from
whole blood [80,81] as well as the separation of a suspension containing human mast
cells and fibroblasts [82]. A separation time of 100 min for a sample volume of 30
ml was reported.
Centrifugal Pinched-Flow Fractionation Another effect used for microfluidic
particle sorting is pinched- flow fractionation in a pressure-driven system [83]. A
centrifugal implementation of pinched-flow fractionation has recently been shown by
Morijiri and coworkers [84]. In this work they demonstrated the size- and density-
based separation of a suspension containing polystyrene beads with diameters of 3
and 5 µm as well as 5 µm silica particles into different outlets (Figure 2.3).
Centrifugal Counterflow Elutriation Centrifugal counterflow elutriation is a
technique that has been successfully used to separate cells using conventional cen-
trifugal setups [85,86]. A microfluidic implementation of the centrifugal counterflow
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elutriation principle using density gradient media has been developed by Seki and
coworkers (Figure 2.3 ) [87]. The group demonstrated the separation of a mixture
of polystyrene particles with diameters of 3 and 9.9 µm, followed by the retrieval of
the particle-containing fractions [87].
Smaller size / lower density
Larger size / higher
density
Curved channel
Sedimentation force Sedimentation forceSedimentation
force
Inlet 1
Particle suspension
Inlet 2
Fluid without particles Pinched segment
Pinched segment
Fluid drag
force Fluid dragforce
D
en
si
ty
Size
Outlet number
100
80
60
40
20
0
PS 3 µm
PS 5 µm
PS 5 µm
4 5 6 7 8 9 10 11 12
750 rpm 1500 rpm 3000 rpm
P
ar
tic
le
 re
co
ve
ry
 (%
)
Outlet number
100
80
60
40
20
0
4 5 6 7 8 9 10 11 12
P
ar
tic
le
 re
co
ve
ry
 (%
)
Outlet number
100
80
60
40
20
0
4 5 6 7 8 9 10 11 12
PS 3 µm
PS 5 µm
PS 5 µm
PS 3 µm
PS 5 µm
PS 5 µm
8 min
12 min
3.0 µm
3.0 µm
9.9 µm
9.9 µm
CsCl 2 min
CsCl 8 min
CsCl 8 min outlet20 min 20 min outlet
1 mm
1 mm
1 mm
1 mm
1 mm 200 µm 200 µm
II
II
I
I
P
ar
tic
le
 re
co
ve
ry
 (%
)
Figure 2.3: Size- and density-based particle separation schemes. Centrifugal pinched-flow
particle separation scheme developed by Morijiri et al. is shown on the top [84]. (A) The working
principle. (B) Separation results for PS and silica beads; error bars show the standard deviation for
the particle recovery. (C) A microfluidic counterflow elutriation structure developed by the same
group [87]. PS: Polystyrene; rpm: Rotations per min.
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Multiforce Sorting in Flow-Based Centrifugal Schemes
While pinched-flow fractionation and centrifugal counterflow elutriation rely on pa-
rameters such as size and density of particles, other important parameters to dis-
criminate cells are their morphology and markers expressed on the cell membrane.
Centrifugal Dielectrophoresis Dielectrophoretic cell sorting takes advantage of
the difference in dielectric properties between cells, which results from parameters
such as size and membrane morphology. Martinez-Duarte et al. successfully demon-
strated the separation of yeast cells using an array of carbon electrodes on a cen-
trifugal platform [88]. Another dielectrophoretic-based cell separation and routing
system using metal electrodes has been presented by Boettcher and co-workers [89].
Centrifugo-Magnetophoresis All methods described so far have been label-free,
that is, cells are solely distinguished based on differences in intrinsic physical prop-
erties such as density or dielectric properties. Label-based methods, on the other
hand, rely on the modification of the cells by attaching, for example, magnetic beads
to their surface and hence changing their properties as compared to unlabeled cells.
This principle has been very successfully demonstrated in pressure-driven microflu-
idic systems by Pamme and colleagues [90]. They used this principle to perform
bead-based immunoassays [91] as well as for continuous cell sorting [92].
Siegrist et al. recently introduced a similar method for cell separation and rout-
ing on a centrifugal platform aimed at the detection of circulating tumor cells
(CTCs) [93–95]. The separation principle roots in the sedimentation of param-
agnetic and nonmagnetic particles under stagnant flow conditions in the presence
of a magnetic field perpendicular to the sedimentation direction. While nonmag-
netic particles follow a radial trajectory, paramagnetic particles are deflected to-
wards the magnet and can thus be separated. By coating paramagnetic beads with
anti-EpCAM IgG (a marker expressed on certain types of cancer cells), the so-
functionalized beads bind to the cells which can then be continuously separated
from the background of nonmagnetic cells by a co-rotating magnetic field (Figure
2.4 ).
Chen et al. presented a centrifugal device for separating MCF7 breast cancer
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Figure 2.4: Centrifugo-magnetic particle separation scheme. (A & B) The working prin-
ciple. Particles sediment due to the centrifugal force and magnetic particles are deflected by the
perpendicular magnetic field, while nonmagnetic particles follow a straight path. This results in a
separation of magnetic and nonmagnetic particles. (C) Magnetically tagged and deflected MCF7
cancer cells and untagged HeLa cells which are not deflected. (D) The separation of magnetic and
nonmagnetic particles. The error bars show the standard deviation of the particles deflected to the
capturing fingers Fm: Magnetic force; Fn: Centrifugal force. [94]
cells from a population of Jurkat cells (Figure 2.5 ) [96]. In their work, a negative
selection process is used to remove the background cells by binding them to IgG-
coated magnetic microparticles. A multistage magnetic setup is then used to retain
the magnetic particles with the attached Jurkat cells, so only the target MCF7 cells
advance to the radially outmost reservoir. A depletion rate of Jurkat cells of 99.96%
and an average yield of cancer cells of 60 ± 10% has been reported.
In a similar setup using positive separation, antibody-coated magnetic beads have
been used to isolate circulating endothelial cells from a population of peripheral
blood mononuclear [97].
2.5.4 Cell Encapsulation
Ha¨berle et al. developed a method for the encapsulation of cells in alginate spheres
[98]. HN25 and PC12 cells were suspended in a solution of alginate and dispensed
through a micronozzle, leading to the generation of droplets containing cells. These
droplets were then collected in a co-rotating vessel containing Ca2+ ions. Upon con-
tact with Ca2+ ions, alginate was cross-linked, which resulted in hardened droplets.
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Figure 2.5: Negative cell separation scheme for cancer cells. (A) Setup comprising of motor,
disc and magnetic rings for particle retention. (B) The schematic separation process. Jurkat cells are
tagged with paramagnetic beads, while MCF7 cancer cells remain unlabeled. Magnetically labeled
cells are then retained by the external magnets and only unlabeled cells (MCF7) can progress to the
collection chamber, which is positioned radially outwards. (I) Sample is loaded and magnetically
labeled Jurkat cells are trapped in the inlet reservoir (A). The chambers are connected by the
capillary valves G1 and G2. (II) Trapping in the second trapping area. (III) Further separation
and sedimentation of MCF7 cells in the outer reservoir (C) and collection bins (D). (IV) Extraction
of liquid into wast reservoir (E). (V) Spreading of MCF7 cells on the bottom for counting. rpm:
Rotations per min. [96].
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Alginate bead diameters ranging from 180 to 800 µm, depending on the nozzle di-
mension and spinning frequency, as well as bead production rates of up to 600 beads
per second, were demonstrated. Cells remained viable in the alginate beads for up
to 7 days.
2.6 Cell Capture & Assaying of Localized Bioparticles
Another important class of devices perform cell assays on disc. These systems ad-
dress a major shortcoming of FCs, namely their inability to observe the (temporal)
response of a given cell upon exposure to environmental conditions or drugs. There-
fore, while a FC can only provide a snap shot of a cell, the capability to resolve
the reaction of a cell to a stimulus is particularly interesting for drug testing or
when only a limited number of cells are available. This is, for example, the case in
stem cell research. To enable time-resolved observation of the same cells, they are
typically captured in well-defined positions and/or biochemical microenvironments
using mechanical traps.
2.6.1 Gravity-Based Trapping & Analysis
Kubo et al. designed a cell-trapping structure on a centrifugal platform and demon-
strated its application to perform viability assays on Jurkat cells. After being cap-
tured in cup-shaped chambers, the cells are stained to assess cell viability [99]. A
system to perform apoptosis and cytotoxicity assays on mechanically retained single
cells was presented by Lee and coworkers [100]. Cells were trapped in pits aligned on
the outer side wall of an inclined microchannel. Each pit was dimensioned to hold
a single cell (Figure 5). A suspension of HEK293 cells was then flown through the
channel and cells were trapped in the pits with a reported capture efficiency of up
to 80%. After trapping, cells were either exposed to UV light to induce apoptosis
or to paraformaldehyde for cytotoxicity studies.
Another, pit-based cell capture system was developed by Furutani et al. to perform
on-disc PCR on single cells (Figure 2.6 ) [101] . The cell occupancy for each well,
which depends on the initial cell concentration, was studied and the selective de-
tection of Salmonella enterica from a mix with E. coli via PCR was demonstrated.
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Chen et al. used spiral channels with trapping holes to capture cells and subse-
quently immobilize them in agarose to create cell arrays [102]. Riegger and cowork-
ers demonstrated the implementation of a multiplexed immunoassay using on-disc
trapped colored beads [103].
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Figure 2.6: Systems for single-cell capturing and assaying. (A) Inclined channel with
cell traps in the side walls, (B) with captured cells and (C) capture efficiency; error bars show
standard deviation of the cell trapping rate. [100] (D) Furutani et al. presented a similar design for
single-cell PCR. (I) The disc contains channels with pockets along the side walls. (II) When a cell
suspension is flown through, cells sediment into the pockets and get trapped. (III) The liquid in
the channel is then replaced with PCR mix and subsequently drained such that the pockets are no
longer connected by liquid but form individual PCR vessels [101].
2.6.2 Capture & Assaying in Arrays of Geometrical Traps
Burger et al. published a method for capturing individual cells in an array of V-
cups [104]. In a dead-end chamber, all cells sediment under the impact of the
centrifugal force into an array of scale-matched V-cups, where they are mechanically
trapped. Cups are dimensioned such that each cup can only accommodate one
cell, which results in a sharply peaked, single-cell occupancy distribution across
the array. The advantage of this system compared to pressure-driven systems is
the very high capture efficiency close to 100% [104] (for more details see chapter
4). The authors first demonstrated the application of this capturing scheme to
perform multiplexed, bead-based immunoassays on disc [105] before implementing
the capture and discrimination of cancer cells based on intracellular and membrane-
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bound immunomarkers (Figure 2.7 ) [106]. Furthermore, a mechanism for collective
retrieval of bioparticles based on magneto-hydrodynamically induced pumping has
been demonstrated [107]. A system for trapping cells and label-free analysis of
secreted proteins using surface-enhanced Raman spectroscopy was demonstrated by
Cho et al [108].
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Figure 2.7: Capturing and staining of single cells. (A & B) V-cup-based cell capturing
structure. Sequence (CE) shows captured MCF7 and HeLa cells. (E) The white circles indicate the
sites where HeLa cells (that do not express ESR1) are trapped. The DNA in all cells has been stained
with propidium iodide (D) and only MCF7 cells, which express estrogen receptor a (ESR1), have
been stained with anti- ESR1 antibodies (green cells in E). Image sequence (FG) shows captured
RPMI 8226 plasma cells and MCF7 cells. DNA has been stained with propidium iodide (G) and
MCF7 cells have been identified based on EpCAM, which is present on the membrane of cancer
cells (cells in H) [106].
2.6.3 Cells as Sensors
Owing to their sensitivity to environmental conditions, modified cells can also be
used as sensors to detect, for example, the presence of toxins such as arsenite.
Rothert and colleagues reported on the development of a centrifugal platform using
E. coli cells that were modified to produce green fluorescence protein upon exposure
to arsenite and antimonite [109]. Later, a spore-based system for the detection of
arsenite and zinc using the same platform was presented [110].
2.6.4 Investigation of Mulitcellular Organisms
An automated platform for the cultivation and observation of (multicellular) Caenorhab-
ditis elegans worms on disc was demonstrated by Kim and coworkers [111]. This
platform performs automatic feeding and waste removal, and up to 20 cultivation
28
Chapter 2 Section 2.7.2
chambers can be integrated on a disc. Furthermore, the breeding of three generations
of C. elegans on disc within 2 weeks has been demonstrated.
2.7 Detection by Optical Disc Drive-Derived Instrumen-
tation
All previously described methods only share the disc shape and a rotation-based
actuation with optical data storage media such as CD-ROMs or DVDs. However,
optical disc drives such as CD drives offer further advantages that make them promis-
ing platforms for point-of-care devices. The most striking advantages are the large
installation base (almost every computer contains an optical disc drive), the very
favorable price due to mass production and the high resolution (data is represented
in submicron features). The application of standard pick-up units from CD-ROM
drives to build an optical profilometer [112,113] as well as the use of pick-ups to build
a cytometer [114] have already been demonstrated (although not in the context of
a centrifugal microfluidic system).
2.7.1 Cell Detection
Imaad and coworkers presented a cytometer based on a standard data CD utilizing
a conventional optical disc drive for readout [115]. To this end, a suspension of cells
or polystyrene particles is introduced into a microchannel close to the data track
of the disk. The data on the disc is then read using a conventional CD drive of
a PC. Since the laser of the CD drive has to pass through the cell suspension, it
is scattered by the cells, which results in readout errors. The amount of readout
errors has proven to be proportional to the concentration of particles in the channel
(Figure 2.8 ).
2.7.2 Other On-Disc Bioassays
The detection of biomolecules such as proteins, DNA or antibodies is also a very
important operation and in many cases follows the separation or stimulation of
cells. Since this review is focused on cell handling we will only briefly describe some
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Figure 2.8: Cell counting using standard optical disc technology. (A) Working principle:
a microfluidic channel is created on top of the polycarbonate layer of a standard CD. Introducing
a cell suspension into the channel results in light scattering, which in turn produces readout errors.
(B & C) The block error rate is directly proportional to the concentration of particles or cells in
the microfluidic channel [115].
noteworthy publications on the integration of bioassays.
Chen et al. used a double-spiral setup to generate DNA arrays on disc [116]. La
Clair and Burkart presented a method to screen the interaction between ligands
immobilized on standard CDs and biomolecules. The data on the CD was then
read out in a PC CD drive and the binding of the biomolecules was assessed by
detecting the error rate induced by the scattering of the laser beam [117]. Morais et
al. also used a standard CD and a modified CD-ROM drive to perform a competitive
immunoassay [118]. Lange and colleagues also used a conventional CD drive to detect
the binding of biomolecules [119]. Barathur et al. reported on the integration of
DNA microarrays in centrifugal systems and readout using standard CD drives [120]
. Methods for the immobilization of biomolecules on standard CD surfaces have been
reviewed by Yu [121]. Bosco and colleagues reported on a centrifugal platform for
label-free detection of biomolecules using cantilever chips and a DVD pick-up for
readout. Binding of the analyte molecules to the cantilever resulted in a deflection,
which was then measured using the DVD pick-up [122].
2.8 Expert Commentary
Centrifugal microfluidic systems have attracted much interest from academia as well
as from industry over the last decades. Early research was overwhelmingly directed
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towards the development of basic liquid-handling operations such as valving, me-
tering and mixing. By now a comprehensive liquid-handling toolbox is available
to solve major challenges of sample preconditioning and integration with (optical)
detection (e.g., for molecular diagnostics or immunoassays).
Cell handling has so far mostly been considered for providing filtered, that is,
particle-free analytes, at the beginning of a process chain; for example, for plasma
extraction from whole blood for subsequent assay steps. Only in recent years has
research on centrifugal systems for the specific investigation of cells started to at-
tract broader interest. We are firmly convinced that cell manipulation and analysis
will significantly grow over the near-term future. This is because centrifugal liquid
handling offers a few unique selling points compared with conventional microfluidic
actuation principles such as pressure-driven flow. These are:
• Force control by simple spindle motor
• Jitter-free force fields and flow propulsion by rotationally stabilized actuation
• Force can be scaled over more than six orders of magnitude
• Option for modular, multipurpose setup due to force transmission without
fluidic interface
• Option for particle sedimentation and band extraction (e.g., for cell subpopu-
lations)
• Option for particle handling in absence of flow
• Option for simple instrumentation including actuation and detection akin to
optical disc drives
Among the challenges specific to the centrifugal microfluidic platforms are:
• The unidirectional nature of the centrifugal field
• The limited realestate available to concatenate liquid-handling operations along
the radial direction
• The simultaneous exposure of all on-board liquids to the same, rotational
actuation
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• The interfacing (e.g., fluidic, electrical or optical) between the rotating sub-
strate and the stationary instrument (e.g., for actuation, transfer of signal and
power and detection)
However, solutions and work-arounds to these issues have been demonstrated by
the various players in the field. Overall, the centrifugal microfluidic platform has
now been taken to a very high level of technological maturity. The platform also
boasts one of the earliest and still ongoing commercial avenues in the lab-on-a-
chip community. As is common in emerging technologies, the road is flanked by
successes as well as failures. A prominent example of a commercial stakeholder is
Abaxis Inc. (CA, USA), who have been providing point-of- care systems for medical
and veterinary diagnostic applications since the mid-1990s [3]. A few years later,
companies such as Tecan (Mannedorf, Switzerland; based on an acquisition of Gam-
era Biosciences) [123], Burstein Technologies (CA, USA), Bayer (Leverkusen, Ger-
many) [124], Boehringer Ingelheim Microparts (Ingelheim, Germany) [125], Roche
Diagnostics (Basel, Switzerland) [126] and SpinX (Geneva, Switerland) have cre-
ated a comprehensive portfolio of intellectual property. Gyros AB (Uppsalas, Swe-
den)presently commercialize an immunoassay platform primarily for the biopharma-
ceutical industry [127]. In Asia, one of the major optical disc drive manufacturers,
Samsung (Seoul, South Korea) [128], have recently launched a centrifugal assay plat-
form. Furthermore, a few start-ups are seeking to enter the market. Examples are
the Portuguese spin-out Biosurfit (Lisbon, Portugal), who are currently developing
a label-free, surface-plasmon-resonance-based point-of-care device for multiparame-
ter blood-based test panels [5], and the Irish start-up Radisens Diagnostics (Cork,
Ireland), who have reached an agreement on licensing Tecans microfluidics patent
portfolio [4].
2.9 Five-Year View
Considering the enormous increase in publications on handling of particles, espe-
cially for the analysis of cells, we believe centrifugal microfluidic cell handling will
pick up significant momentum in the near-term future. One major driving factor
will be the increasing demand to detect rare cells in biological samples such as blood
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with high accuracy. Considerable research effort has been directed at the detection of
CTCs [129–132]. This is a needle-in-a-haystack challenge as the CTCs are extremely
rare and, to be of diagnostic relevance, systems are assumed to require a detection
limit better than five CTCs per several milliliters of blood in a background of bil-
lions of normal blood cells. Some promising technologies to tackle this challenge are
magnetic cell separation [94,96,97], hydrodynamic separation [84,87] or liquid recir-
culation [133]. It will be interesting to benchmark centrifugal systems against state-
of-the-art microfluidic and conventional systems for CTC detection. A particular
benefit of centrifugal systems might be the prospect of full integration into a sample-
to-answer system. In addition, a new generation of powerful research tools for cell
and cancer research - for example, for investigating cell exposure to external stim-
uli, cell embedding into well-defined biochemical microenvironments or intracellular
communication might well be leveraged by the unique selling points of centrifugal
microfluidics. Another major driver for centrifugal cell platforms will be the emerg-
ing demand for very cheap and highly user-friendly diagnostic platforms for counting
cell subpopulations; for example, complete blood counts and CD4 counts in HIV di-
agnostics. While such cell counts can be routinely performed in the well-established
central laboratory infrastructures of the developed world, there is a clear need for ro-
bust, portable and extremely low-cost point- of-use devices in resource-poor, global
diagnostic settings, and possibly also for enabling more frequent routine screening
and companion diagnostics in personalized medicine/theranostics. We believe that
these decentralized applications in particular will benefit from the adoption of ma-
ture optical disc drive technology for readout. A centrifugal point-of-care system
for cell detection, possibly combined with other plasma- or lysate-based parameter
panels, and costing less than US$100 (cost of goods) appears to be within reach. In
5 years, market entry of the first centrifugal sample-to-answer systems performing
decentralized, accurate cell counts and assays (e.g., for white blood cell populations,
CD4 or cell-based drug testing), will have already taken place or will be imminent.
It needs to be seen whether sophisticated, multistage and cell-handling systems will
enable simplified and more accurate rare-cell counting, such as for CTC detection
in cancer patients. Furthermore, the combination with standard cell manipulation
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and analysis tools such as optical tweezers and patch-clamp might be investigated.
From a more technical, liquid-handling point of view, options for counting or allot-
ting absolute cell numbers might also have some promising application. It will also
be interesting to see whether adding centrifugal multiphase microfluidics [134,135] to
the cell-on-a-disc technologies presented here will open further application options.
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Fabrication Methods and
Experimental Setup
This chapter describes the methods used to fabricate the microfluidic discs used
in this work, and also the experimental setup for testing the discs. Masters of the
microfludic disc were fabricated by photo lithography in SU8 and subsequently repli-
cated in Polydimethylsiloxane (PDMS) or in Poly(methyl methacrylate) (PMMA)
by hot embossing. During the course of this work several centrifugal microfluidic test
stands have been developed and built. Design and function of these test stands will
also be described in this chapter. For the first time an optical tweezers / fluorescence
detection module has been integrated in a centrifugal test stand.
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3.1 Fabrication of Microfluidic Discs
3.1.1 Master Fabrication by Lithography
Masters for the microfluidic structures used in this work have been fabricated in SU8
(Microchem, USA) by photolitography. SU8 is a negative tone, epoxy based photo
resist, allowing the creation of thick layers (up to several hundreds of µm) which has
been developed by IBM [136]. SU8 allows the fabrication of permanent structures
with high aspect ratios (10:1) and near vertical side walls. Besides being used as a
structural material to create microfluidic and micromechanical structures [137,138],
SU8 has been widely used for the fabrication of tools to replicate microstructures in
PDMS by casting, or in rigid polymers by hot embossing.
Masters have been manufactured using two different protocols:
1. SU8 and Dry Film Resist (DFR)
2. SU8 only
The advantage of the process using a combination of SU8 and DFR is that it is
faster and easier to generate thick (i.e. > 100 µm) layers which are especially useful
for generating reservoirs. However, the adhesion and resolution of the DFR layer
is inferior compared to the SU8-only process. Therefore the SU8-only process has
been used for generating hot embossing masters.
SU8 and Dry Film Resist
For this process one or more layers of DFR have been laminated on top of a first
layer of SU8. The first level typically containing small features such as V-cups
was manufactured in SU8. The second layer, containing only fluidic reservoirs was
manufactured using WBR 2100 dry film resist (DFR) (DuPont, USA). The process
parameters are summarized in table 3.1.
SU8-Only
The SU8-only process delivers masters with better resolution and durability com-
pared to the previous process, and also allows user-defined thicknesses of the second
layer. The process parameters are shown in table 3.2
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Layer # Step Parameters
1. SU 8 3025 1. Clean Wafer DI water and IPA, dry with N2
2. Spin Coating 2500 RPM, 30 s ⇒ ≈ 25 µm thickness
3. Soft Bake 14 min. @ 95 ◦C on Hot Plate
4. Exposure Level 1 Exposure Engergy: 280 mJ cm−2
5. Post Exposure Bake 3 min @ 95 ◦C
6. Develop 10 min.
7. Rinse Rinse with fresh Developer
8. Rinse IPA, dry with N2
9. Hard Bake 1 min. @ 150 ◦C on Hot Plate
10. UV Plasma Activate Surface in O2 Plasma for 2 min (700 mTorr, 29.6 W).
2. WBR 2100 11. Laminate WBR 2100 (2x) Roll Temperature: 95 ◦C
12. Align 2nd layer and Exposure Exposure Energy: 440 mJ cm−2
13. Post Exposure Bake 55 s @ 100 ◦C
14. Develop 20 min. in 1.6% K2CO3
15. Rinse DI Water
Table 3.1: Process parameters for two level master for PDMS casting
Layer # Step Parameters
1. SU 8 3025 1. Clean Wafer DI water and IPA, dry with N2
2. Spin Coating 2500 RPM, 30 s ⇒ ≈ 25 µm thickness
3. Soft Bake 14 min. @ 95 ◦C on Hot Plate
4. Exposure Level 1 Exposure Energy: 280 mJ cm−2
5. Post Exposure Bake 3 min @ 95 ◦C
6. Develop 10 min. in EC Solvent
7. Rinse Rinse with fresh Developer
8. Rinse IPA, dry with N2
2. SU 8 3050 9. Spin Coating 1500 RPM, 30 s ⇒ ≈ 80 µm thickness
10. Soft Bake 20 min. @ 95 ◦C on Hot Plate
11. Spin Coating Spin Coating @ 1500 RPM, 30 s ⇒ ≈ 80 µm thickness
12. Soft Bake 20 min. @ 95 ◦C on Hot Plate
13. Align 2nd Level and Exposure Exposure Energy: 300 mJ cm−2
14. Post Exposure Bake 6 min @ 95 ◦C
15. Develop 10 min. EC Solvent
16. Rinse Rinse with fresh Developer
17. Rinse IPA, dry with N2
18. Hard Bake 90 min. @ 150 ◦C on Hot Plate
Table 3.2: Process parameters for two level master for PDMS casting or hot embossing
3.1.2 Surface Coating
In order to facilitate demoulding of the PDMS or PMMA from the litographically
structured mould, the surface was treated with a hydrophobic coating. To this end,
the wafer was immersed in a solution of 400 µM Octadecyltrichlorosilane (OTS)
(Sigma Aldrich, Ireland) in anhydrous Heptane (Sigma Aldrich, Ireland) for 2 hours.
Subsequently, the wafer was sonicated for 5 min. in pure Heptane The wafer was
then rinsed with Methanol followed by Isopropanol and dried with N2. Finally the
wafer was baked on a hot plate at 100 ◦C for 20 min. This surface treatment resulted
in a water contact angle > 100 ◦.
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3.1.3 Replication of Microfluidic Chips
Replication in PDMS and Bonding to PMMA Discs
PDMS is a very commonly used material for the fabrication of microfluidic devices
which has been pioneered by the Whitesides group in the late 1990s [139,140]. The
advantage of PDMS is that it is very simple and fast to replicate micro features
from a master. Furthermore PDMS is non-toxic, elastic and can be easily bonded
to PDMS or glass.
Chips were fabricated by mixing PDMS (Dow Corning, USA) in a ratio of 5 : 1, base
to curing agent. The PDMS mixture was then poured onto the mould (Typically
25 g of PDMS mix was used per 4” wafer) and degassed under vacuum for at least
20 min the mould was then placed in a level oven at 70 ◦C for 30 min to cure the
PDMS. Subsequently the PDMS was cut from the mould and access holes were
punched. A second batch of PDMS was then mixed in a ratio of 20 : 1 (base to
curing agent), degassed and spin coated on blank PMMA (Radionics, Ireland) disc
at a rotation speed of 1000 RPM. The spin coated PDMS was cured in the oven at
70 ◦C for 40 min. The disc was then exposed to an O2 plasma (700 mTorr, 29.6 W,
5 min). The structured PDMS part was subsequently aligned to the PMMA base
disc and placed in the oven for at least 3 hours to perform bonding [141]. In order
to enable complete filling of structures such as the V-Cup arrays with liquid, PDMS
discs were kept under vacuum for at least 30 min prior to use [142]. The fabrication
process is illustrated in Fig. 3.1.
Replication in PDMS and Bonding to Glass
Chips for experiments involving particle manipulation using the optical tweezers
setup were manufactured in PDMS and bonded to glass cover slips (25 x 60 mm,
thickness # 1 (130 – 160 µm), VWR, Ireland). This is necessary to enable trapping
using the optical tweezers (see 3.3.2). To this end PDMS was mixed in a ratio of
10 : 1, base to curing agent and processed as described above. After cutting of the
chips and punching of the access holes, chips and glass slips were activated using
O2 plasma (700 mTorr, 29.6 W, 5 min). Following plasma activation chips were
immediately bonded to glass and placed in the oven at 70 ◦C for at least 2 hours.
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Figure 3.1: Summary of fabrication process. Fabrication of mould using SU8 and dry film resist
(1 - 4). PDMS is cast on the mould (5.) and the disc subsequently assembled (6.). [104]
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This method resulted in irreversible bonding of PDMS to glass. The chips where
then attached to a custom made holder to enable mounting in the centrifugal test
stand.
Hot Embossing
Hot embossing enables the rapid replication of microfluidic structures in rigid poly-
mers such as PMMA. To this end, the polymer is heated above its glass transition
temperature (Tg) and then a stamp with the negative of the microstructures is
pressed into the softened polymer. After the pattern has been transferred, stamp
and polymer are cooled below Tg while a constant pressure is applied. After cooling
below Tg, stamp and polymer substrate can be separated. Hot embossing offers a
fast and efficient method for manufacture of small to medium numbers of microflu-
idic chips in typical polymers such as PMMA, Polycarbonate (PC) or Topas. Since
masters can be easily manufactured on silicon wafers by lithography hot emboss-
ing offers much more cost efficient replication (for small numbers of chips) than for
example injection moulding. Embossing has been performed using a Hex-02 hot
embosser (Jenoptik, Germany). The typical process parameters used in this work
are shown in table 3.3.
# Step Parameters
1. Bringing polymer and master in contact F = 300 N
2. Heating above Tg T = 123
◦C
3. Apply embossing force F = 23.5 kN
4. Transfer pattern into PMMA t = 6 min.
5. Cooling below Tg and demoulding T = 96
◦C
Table 3.3: Process parameters for hot embossing in PMMA from a 4” silicon master
The total cycle time of this process is approximately 15 minutes. After embossing
the structured PMMA substrate is cut to disc shape and access holes are created
using a CO2 laser cutter (Epilog, USA). Subsequently, discs are sealed by bonding to
a plain PMMA disc using pressure sensitive adhesive (Adhesive Research, Ireland).
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3.2 The Centrifugal Test Stands
During the course of this work, two generations of centrifugal test stands have been
designed and built. The first test stand provides basic functionality for spinning
discs and observing the movement of particles and liquids within the fluidic network,
while the second generation stand offers additional fluorescence detection and optical
tweezers based particle manipulation capabilities. In this work for the first time,
centifugal microfluidics has been combined with the unique capabilities provided by
optical tweezers. In the next section, the 1st generation version will be described
first, followed by the 2nd gen. test point.
3.2.1 The 1st Generation Centifugal Test Stand
The basic functionality which needs to be offered by a centrifugal test stand is to spin
discs according to a user definable program and observe the behavior of particles
and fluids in the disc. Two 1st generation test stands have been built, whereas
the components are essentially identical except for the cameras used and the strobe
lights. The differences in terms or performance are highlighted in table 3.4. The
test stand comprises of the following main components:
1. Motor with optical encoder (4490H024B, Faulhaber, Germany)
2. Motor controller (MCBL 5004, Faulhaber, Germany)
3. Strobe light illumination (Drelloscope 3244, Drello, Germany / BVS-II, Poly-
tec, Germany)
4. Camera (Sensicam qe (monochrome) / Pixelfly qe (color), PCO, Germany)
5. Motorized zoom lens (12x motorized zoom 1-51188, Navitar, USA)
6. Linear stage for radial positioning (T-LSR150, Zaber Inc, Canada)
7. Delay box for azimuthal positioning (in-house built)
8. Computer for image acquisition and process control
One of the test stands built during the course of this work is shown in Fig. 3.2,
while a schematic representation of all components is shown in Fig. 3.3.
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Figure 3.2: The first generation test stand and its main components
The test stand works as follows; the user sets the rotational frequency of the
motor using software on the control PC (Winmotion, Faulhaber, Germany). When
the motor is spinning, it sends two signals to the delay box (position and reset).
On the position signal line, the motor sends 1000 impulses per revolution, while
sending one pulse per revolution on the reset line. A digital counter in the delay box
counts the impulses on the position line and compares them with a user defined value
between 0 and 999, while the signal on the reset line is used to reset the counter
once per revolution. When the counted impulses are equal to the user defined
position value, the delay box sends a TTL pulse which triggers the strobe light and
camera. The radial position for image acquisition is selected by moving the camera
using a linear drive. This setup allows imaging of any position on the disc, with a
radial position resolution of a few µm and an azimuthal resolution of 0.36 ◦. Images
can then be directly recorded to the hard drive of the control PC. The camera is
attached to a 12x motorized zoom lens, and several lens attachments (0.5x and 1.5x)
and adapters (0.67x and 2x) are available to adjust the magnification of the optical
system. This setup allows the observation of micron-sized objects such as beads or
cells even under high rotation frequencies. Since images are always recorded at the
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Maximum Rotation
Frequency
160 Hz
Maximum torque 191 mNm
Field of view (de-
pending on lens con-
figuration)
72 mm (0.25x lens attachment + 0.67x adapter, min zoom) –
0.52 mm (1.5x lens attachment + 2x adapter, max zoom)
Resolution limit
(theoretical)
33.33 µm – 1.12 µm (for the configuration shown above)
Objective working
distance
341 - 50 mm
Minimum exposure
time
0.5 µs (Sensicam qe), 5 µs (Pixelfly qe)
Maximum frame rate 10 fps
Resolution 1376 x 1040 (Sensicam qe),1392 x 1040 (Pixelfly qe)
Table 3.4: Technical specifications of the centrifugal test stands
same radial and azimuthal position, the images appear steady to the observer. The
key-specifications of this system are summarized in table 3.4
Figure 3.3: Diagram of the centrifugal test stand
3.2.2 The Advanced Centrifugal Test Stand (2nd Generation)
Based on the 1st gen. centrifugal test stand, a more advanced version has been
developed which allows multi-color fluorescence detection and single particle manip-
ulation using an optical tweezers setup. First the setup of the second generation
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test stand will be discussed, followed by an explanation of the working principle of
optical trapping (see 3.3 ).
In addition to the components of the 1st generation test stand, the second generation
incorporates a custom built optical module. The setup used in this work comprises
of a 1064 nm IR laser with a power of 1 W (Roithner Lasertechnik, Austria). The
laser beam is widened by a beam expander comprising of two lenses in order to
fill the back aperture of the microscope objective. The laser beam is then focused
through a 40x oil immersion microscope objective with a high numerical aperture of
NA = 1.3 (CZ Plan Neofluar 40x/1.3 OIL PH3, Zeiss, Germany). A CCD camera
(TXG 14f Mono, Baumer, Germany) is attached such that it allows observation of
the manipulation performed by the optical tweezers as well as fluorescence imaging.
An infrared filter is attached to the camera in order to protect the CCD chip from
reflected laser radiation which would have a negative effect on the imaging qual-
ity. Fluorescence excitation is performed by a 250 W halogen lamp (KL 2500 LCD,
Schott, Germany) with an attached band pass filter (485 ± 10 nm). The second
generation test stand and the optical module are shown in Figs. 3.4 and 3.5.
Figure 3.4: Second generation centrifugal test stand with optical module
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Figure 3.5: Optical module of the second generation test stand which provided optical tweezers
as well as fluorescence detection capabilities
The schematic of the optical module is shown in Fig. 3.6. The complete optical
module is mounted on a computer controlled XY table.
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Microuidic Disc
Exitation Filter (485 ± 10 nm)
Halogen Light Source
IR Laser (1064 nm)
Microscope Objective
40x NA:1.3
Emission Filter Wheel
- 514 ±  7.5 nm
- 617 ± 36.5 nm
- 680 ± 15 nm
Silver Mirror
Dichroic Mirror
(Semrock FF746-SDi01-25x36)
Pieoz Drive
(100 μm travel range)
Beam Expander
CCD Camera
Figure 3.6: Schematic overview of the module providing optical tweezers and fluorescence detection
capabilities
3.3 Particle Manipulation using Optical Tweezers
3.3.1 A Brief History of Optical Particle Manipulation
Optical tweezers employ a tightly focused laser beam to trap and manipulate parti-
cles in the range of a few nanometers up to several micrometers. The use of lasers
to capture and manipulate particles was pioneered by Ashkin at the AT&T Bell
Labs in the 1970s. In his first work he demonstrated that particles can be accel-
erated using a laser, and the stable capturing of particles in a trap comprising of
two counterpropagating laser beams [143]. Later Ashkin and Dziedzic demonstrated
levitation of 20 µm glass beads in air as well as in vacuum using a single laser beam
and gravity as a counteracting force [144]. The first single beam optical tweezers
setup, which didn’t need gravity as a counteracting force but solely relied on light
induced forces, was presented by Ashkin, Chu and co-workers in 1986 [145]. The
invention of the single beam setup was a significant step forward and this is the type
of trap still widely in use today, and is also used in this work.
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Optical tweezers have been used for a wider range of applications, such as stretch-
ing single DNA strands [146], study of molecular motors [147] as well as DNA and
RNA polymerases [148, 149]. The most relevant applications of optical tweezers in
the context of this work is the manipulation of cells and micro beads. The first
work demonstrating the capabilities of optical tweezers to capture living cells was
published by Ashkin and co-workers [150]. Since then optical tweezers have been
employed for various applications in cell sorting and identification [151–153]. A wide
range of excellent reviews has been published over recent years, giving an overview
of the various areas of applications for optical tweezers [154–157]
3.3.2 Working Principle of Optical Tweezers
Depending on the diameter of the particle dParticle, two different models can be
applied to describe the forces acting on the particle. In the case where dParticle
is much smaller than the wavelength λ of the laser used for the optical trap, the
so-called Rayleigh regime, the particles act as dipoles. The force exerted on a dipole
by the laser divides itself in two components, the scattering force which points in
the direction of the incident light and the gradient force, pointing in the direction
of the intensity gradient of the incident light. Chaumet at al. derived an expression
to calculate the total time averaged force exerted by an electromagnetic field on an
dipolar sphere in the Rayleigh regime [158]. In the case where dParticle  λ (Mie
scattering regime) the working principle can be explained using a classical ray optics
model [159]. Since the size of biological cells typically satisfies this requirement, the
working principle will here be described using the ray optics approach. When a
transparent dielectric particle with refractive index np, surrounded by a medium
with refractive index nm (with np > nm ) is hit by a ray of light with power P , a
part of the light is reflected at the interface, while the remaining ray with power
P ′ enters the particle. The reflected component of the light results in a force in
the direction of the propagation of the incoming ray (scattering force, Fs ). Since
np > nm, the ray in the sphere is refracted, resulting in a change of momentum.
Due to the conservation of momentum, the sphere also experiences a change of
momentum of the same magnitude, but in the opposite direction (gradient force
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Fg).
The resulting forces through the center O of the sphere can be calculated by [159]:
FZ = Fs =
nmP
c
(
1 +R cos2θ − T
2[cos(2θ − 2r) +R cos2θ]
1 +R2 + 2R cos2r
)
(3.1)
FY = Fg =
nmP
c
(
1 +R sin2θ − T
2[sin(2θ − 2r) +R sin2θ]
1 +R2 + 2R sin2r
)
(3.2)
where θ and r are the angles of incidence and refraction, respectively. R and T are
the Fresnel coefficients for reflection and transmission. c is the speed of light.
First in the case of transparent sphere which is illuminated by a beam of light,
the intensity of which increases towards the center is considered (Fig. 3.7). If the
center of the sphere is shifted with respect to the maximum intensity of the incoming
beam, the sphere is drawn towards the intensity maximum due to the unbalanced
gradient forces. However, to achieve stable trapping with this configuration, an
external force counteracting the scattering force, e.g. gravity or a second laser, is
necessary.
In order to create a stable trap using only one laser, it is necessary to focus the
laser, thus creating a 3 dimensional intensity gradient. The forces for this configu-
ration are shown in Fig. 3.8.
3.3.3 Practical Considerations for Designing an Optical Tweezers
Setup
After outlining the theory of particle manipulation using optical forces, this section
summarizes some practical considerations for the design of an optical tweezers setup.
From the previous considerations it is apparent that the refractive index of the
particles needs to be higher than the refractive index of the surrounding medium
to create a stable trap. If the refractive index of the medium is higher than the
refractive index of the sphere, the particle will be pushed away from the focus of the
laser. In order to create a stable 3D trap, the gradient forces must dominate over the
scattering forces which pushes the particle away from the focal point of the laser.
This can be achieved by a very steep gradient of the light, produced by focusing
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Figure 3.7: Ray optics description of the forces induced in a dielectric sphere due to a nonhomo-
geneous laser beam. a) A transparent particle is illuminated by a parallel beam of light with an
intensity maximum in the center of the beam. Since the particle is shifted towards the left side of
the intensity maximum, the right side of the bead is exposed to a ray with a higher intensity than
the left side (visualized by the different thicknesses of ray a and b). Since the refractive index np
of the particle is higher than the refractive index nm of the surrounding medium, the beams are
refracted towards the center of the particle, which in turn changes the momentum of the photons.
Due to the conservation of momentum, the particle experiences a change of momentum of equal
magnitude but in the opposite direction. This leads to the gradient forces Fga and Fgb. Since the
intensity of the beam on the left side of the sphere is lower than on the right side ⇒ Fga > Fgb.
Hence the resulting force is directed towards the intensity maximum of the laser beam. In addition,
the reflected light results in a force in Z direction (scattering force Fs). b) Once the center of the
sphere is aligned with the intensity maximum of the laser beam, the resulting force in Y-direction
is 0 and only a force in Z-direction is acting on the sphere.
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Figure 3.8: Working principle of a single beam optical trap using a focused laser. a) In the case
where the center of the particle (O) is located below the focal point f of the laser beam, the resulting
gradient forces ”pull” the bead towards the focal point. b) shows the forces for the case where O is
located above f c) shows the case where the center of the particle is at an arbitrary position with
respect to f . In all cases the resulting force F is oriented such that O is drawn towards f . Fa and
Fb denominate the forces induced by ray a and b, respectively. F is the resulting force. For the
sake of clarity, scattering forces are not considered in this example. Adapted from [159]
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the laser using an objective with a high numerical aperture NA. However, high NA
objectives have some disadvantages. The focal point is typically very close to the
objective which limits the working range in Z-direction. For microfluidic applications
this means that the cover used for sealing the channel must be very thin (this is
the reason for using glass cover slides to bond the chips for the optical tweezers
experiments see section 3.1.3 ). Another disadvantage of these objectives is that
they are comprised of a large number of lenses and transmit only between 32 - 68%
of the laser power [160]. Furthermore, high magnification objectives only provide
a limited field of view which makes observation of the manipulation more difficult.
The configuration selected for this setup results in a field of view of approx. 600 µm
diameter. For biological applications the choice of the laser wavelength is critical
to avoid damaging the biological material. Typically, a wavelength in the near
infrared between ≈ 750 - 1200 nm is selected since this is between the region where
proteins absorb and where the transmittance of water decreases [156]. Neuman and
colleagues examined the photodamage induced for different wavelengths in E. coli
and Chinese hamster ovary (CHO) cells [160].
For the setup used in this work the following components have been selected:
1. Objective: CZ Plan Neofluar 40x NA 1.3 OIL PH3, working distance = 200
µm (Zeiss, Germany)
2. Laser: 1064 nm, 1W DPSS Laser (Roithner, Austria)
3. PIFOC Piezo Nanofocusing Z-Drive, 100 µm (Physik Instrumente, Germany)
The current setup is capable of manipulating a single particle at a time and is
rather bulky due to the laser being mounted on the XY table. In the next revision,
the laser could be coupled in using an optical fiber to achieve a more compact foot-
print. Furthermore, simultaneous multi-particle manipulation could be implemented
using movable mirrors or holographic optical tweezers.
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This chapter presents the fundamental working principle of the V-Cup capturing
scheme, developed during the course of this work. Particles sediment under stag-
nant (i.e. no-flow) conditions into an array of mechanical traps (so called V-Cups)
where they get trapped. By scale matching the size of the V-Cups to the size of
the particles sharply peaked single occupancy distributions can be achieved. Fur-
thermore it is shown that the capture efficiency of this method is close to 100% and
thus much higher than typical pressure driven approaches. This technology offers
unique capabilities for cell and particle based applications on centrifugal microfluidic
platforms. In this chapter also the application of the V-Cup platform to perform
mulitplexed bead based immuno assays is demonstrated.
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We present a novel centrifugal microfluidic platform for the highly efficient ma-
nipulation and analysis of particles for applications in bead-based assays. The plat-
form uses an array of geometrical V-Cup barriers to trap particles using stopped-
flow sedimentation under highly reproducible hydrodynamic conditions. The impact
parameters governing the occupancy distribution and capture efficiency of the ar-
rayed traps are investigated. The unique, nearly 100% capture efficiency paired
with the capability to establish sharply peaked, single occupancy distributions en-
ables a novel, digital readout mode for color-multiplexed, particle-based assays with
low-complexity instrumentation. The presented technology marks an essential step
towards a versatile platform for the integration of bead- and cell-based biological
assays.
4.1 Introduction
Microfluidic systems offer a manifold of advantages such as short diffusion times and
precise control of (laminar) flow and shear rate and therefore have the potential to
leverage innovative tools for biological assays and drug discovery [161] Typical ap-
plications are cell- and bead-based assays where it is mandatory to capture particles
in a well-defined manner and expose them to a variety of conditions [162, 163]. In
bead-based assays, specific capture probes are immobilized on the surface of beads
which are typically labeled by a unique spectroscopic fingerprint or distinguished
by the fluorescent tag of a detection antibody. Using conventional instruments, the
handling of the suspended beads in the assay protocol is rather straightforward.
However, the spectroscopic identification of the beads and the (simultaneous) read-
out of the assay signal originating from their surface constitute major microfluidic,
optical and instrumental challenges. In most cases a complex and expensive appa-
ratus akin to commercial flow cytometry systems is required for detection. Further
issues arise from the miniaturization of bead-based assays. In macroscopic systems,
homogeneous assay conditions can be assured by stirring, and reagents can be read-
ily exchanged by using filters or magnetic beads. In miniaturized systems, micro
particles can be captured using for example hydrodynamic trapping in meander
channels [164, 165]. Furthermore, beads can be embedded in a matrix of a support
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material [166] or they can be aggregated, e.g. in step or weir-structures [103, 167]
and then exposed to a sequence of reagents in flow-based schemes. Such bead aggre-
gates are very difficult to control in three dimensional microcavities and also lead to
a high fluidic resistance. They are commonly prone to display statistical voids and
noticeable fractions of the layers may even be missing, in particular at the ceiling of
microfluidic channels. Due to the interplay of the laminar flow conditions prevailing
in microstructures, the parabolic Poiseuille flow profile and the commonly rather
wide pore size distribution in the bead aggregate, a considerable spread between the
individual assay conditions for each bead is thus very common. This intrinsic lack
of hydrodynamic control severely affects the biochemical assays, e.g. through the
total amount of sample passing across the surface of beads, the binding kinetics and
the efficiency of washing due to uncontrollable, local variations of fluid shear. In the
overall context of (multiplexed) bead- and also cell- based assays, this paper intro-
duces a novel strategy for the capture, retention and treatment of particles which
will also facilitate a digital mode for counting and ID of the particle content in a
given aliquot. Several methods for bead or cell trapping have been reported in the
past. Common methods are dielectrophoretic trapping (DEP) and hydrodynamic
trapping. Yang et al. [168] showed a setup comprising of two parallel channels sep-
arated by a dam structure where cells were trapped due to the flow between the
two channels. Di Carlo et al. [169] presented an array of capture elements using a
pressure driven flow. These capture elements were designed to leave a 2 µm gap in
the vicinity of the eventual capture location to promote liquid flow through the cap-
turing elements. Skelley et al. advanced this approach to retain two different cells
in each capturing site for cell pairing [170]. A similar technique was also used by
Khoury et al. for on-chip culturing of human stem cells [171]. Kim and coworkers
recently published a chip for trapping bacteria from a pressure driven flow [172].
Gravity driven sedimentation approaches to capture cells in microwells have also
been investigated in the past [173,174]. Lee et al. developed a system using the ar-
tificial gravity created in a centrifugal microfluidic system to trap cells [100]. In their
system, a cell suspension was flown through a radially sloped channel with pockets
in the side walls where the cells were trapped under the impact of the centrifugal
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force. Martinez-Duarte et al. showed a DEP filter integrated on a centrifugal mi-
crofluidic platform, using carbon electrodes to filter cells [88]. Another centrifugal
microfluidic structure using DEP for cell separation was presented by Boettcher et
al. [89]. Centrifugal microfluidic systems offer unique solutions for sample prepa-
ration and liquid handling. Various functions such as valving, metering, mixing,
diluting and particle separation have been shown in the past [33, 34, 48]. Further-
more, this technology enables development of low cost point of care devices [69]. In
our novel scheme, suspended particles such as 20 µm polymer beads are captured
in an array of V-Cups under stopped-flow conditions, i.e. by mere sedimentation,
during fast rotation of the disc-shaped substrate. Compared to typical, flow-driven
capture schemes, our new method utilizes microfluidic structures which are easier
to manufacture (e.g. no vertical gaps are necessary to promote flow through the
cups), does not need to connect to periphery such as external pumps, and offers an
unprecedented level of capture efficiency. Furthermore, the scheme presented here
with beads is also applicable to cells. The influence of the ratio between the particle
size and the active capturing zone of the V-Cups on the particle occupancy per cup
and the overall capture efficiency are investigated. We found that the particle count
distributions can be tuned to a sharp peak at a single occupancy per V-Cup. Such
single occupancy distributions introduce highly homogeneous and reproducible as-
say conditions for bead- and cell-based assays. This novel particle capture scheme
is the most critical element towards a comprehensive platform for capturing and
analyzing beads and cell populations on a centrifugal platform.
4.2 Experimental Methods & Materials
4.2.1 Device Fabrication
All devices used in this work have been fabricated in PDMS (Sylgard 184, Dow
Corning GmbH, GERMANY). Molds for PDMS casting have been manufactured
using the method described in chapter 3. To replicate this template, PDMS was
mixed in ratio of 5 : 1 (base to curing agent by weight), poured on the mold and
degassed under vacuum for 20 min. The PDMS was then partially cured in the oven
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at 85 ◦C for 15 min and removed from the mold. Access holes have been punched
into the PDMS slab. The disc was sealed with a blank PMMA disc exhibiting a
spin coated layer of PDMS in a ratio 20 : 1 (base to curing agent by weight) on its
surface which has been cured in the oven for 20 min. The PMMA-PDMS assembly
was eventually baked at 85 ◦C for 3 h to establish irreversible bonding [141]. Fig.
4.1 shows one of the discs used in this work.
Figure 4.1: PDMS disc with four identical fluidic structures used in this work. The position of
one capturing array is marked by the red square.
4.2.2 Preparation of Microfluidic Chip
The microfluidic structures used in this work contain arrays with a density of cap-
turing elements ranging between 180 and 340 elements per mm2, depending on the
size of the V-Cups. Each chamber contains 1350 - 3500 single capture elements. To
assure complete and bubble-free filling, the device is placed in a vacuum prior to
introducing the liquids [142]. A computer controlled motor (Faulhaber Minimotor
SA, SWITZERLAND) sets the spin rate of the disc. Imaging during rotation was
achieved using a highly sensitive camera (Sensicam qe, PCO, GERMANY) attached
to a motorized 12x zoom lens (Navitar, USA) in a setup similar to the one presented
by Grumann et al. [175].
4.3 Working Principle
The system presented in this work is based on the sedimentation of particles in
a suspending medium due to the influence of the centrifugal force and subsequent
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mechanical trapping of the particles in an array of mechanical traps. The array
comprises of a staggered arrangement of v-shaped cups with each subsequent line
shifted by 1/3 of the center-to-center distance λ between two neighboring cups.
This arrangement eliminates free radial pathways between the sample inlet and the
bottom of the chamber. Initially, the array is completely filled with pure liquid.
Beads are then introduced radially inwards from the cup array. Rotating the disc
induces a radially directed sedimentation of the beads which are denser than the
surrounding liquid. The capturing chamber is designed such that there is no flow
of liquid during the capturing process, i.e. capturing is performed under stagnant
flow conditions. When a bead sedimenting into the array hits a cup sufficiently close
to its center, the bead becomes mechanically trapped. The capturing and medium
exchange process is shown in Figs. 4.2 and 4.3, respectively to illustrate the working
principle.
The size of the cups determines the number of beads it can hold and hence the
occupancy can be adjusted ranging from single to multi-bead occupancy depending
on the ratio Rc = dC/dB of the active capturing cross section of the cups dC and
the diameter of the beads dB. Since the particles sediment in a stagnant liquid,
our new method overcomes a major drawback of pressure driven capturing schemes.
This drawback is linked to the continuity of streamlines which diverge around ob-
stacles and hence drag the particles around the capturing elements. This effect has
previously been suppressed in part by introducing small gaps in the capture ele-
ments, e.g. slits or vertical gaps between the top of the trapping structures and
the lid [169, 171, 172]. These sieve-like openings are too narrow for the particles to
pass, but they do add flow components directed through the center of the capturing
elements. However, in particular for small, micron-scale beads, these structures are
rather complex to manufacture and tend to result in only a slightly improvement of
the capture efficiency. In recent experiments on pressure driven cell capturing, Kim
et al. reported maximum capture efficiencies of particles as low as 1% [172], whereas
our system can be readily configured to achieve a theoretical capture efficiency of
100%. Our experimental results come indeed very close to the theoretical limit. To
enable washing, treatment and staining of the captured particles, the medium in the
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Figure 4.2: Bead capturing and procedure for medium exchange. (a) Introduction of a small
volume of liquid to fill the capturing array and to enable particle sedimentation. (b) Particle
suspension is filled in the central reservoir and the disc is spun, resulting in a transfer of the particle
suspension on top of the liquid in the capturing array and the sedimentation of the beads (b, c)
(until this point there is no flow of liquid through the array). The medium in the bead capturing
chamber can be displaced by introducing a second liquid in the reservoir and spinning the disc.
The liquid flows into the capturing chamber, resulting in the rise of the liquid level above the crest
point of the siphon. This leads to a liquid flow into the waste reservoir (d, e). If the volume of
the second liquid is larger than the volume of the capturing chamber, the liquid volume in the
chamber is exchanged (f). This can be repeated successively in order to expose the particles to
different reagents. Image g illustrates the capturing principle and forces acting on the beads while
the sequence h – k shows the capturing of 20 µm PS beads in an array of cups with Rc = 1. The
yellow arrow shows the capturing of a bead in a cup while the red and green arrows show the
sedimentation and deflection of beads along their approach of already occupied cups. A video of
the capturing process is also available as supplementary information. Scale bars are 50 µm.
Figure 4.3: Medium exchange in v-cup chamber. The chamber is completely filled with a first
liquid (red) (a). The disc is then stopped and a second liquid (green) is introduced (b). Subsequent
spinning of the disc transfers the second liquid into the array chamber where the first liquid is
completely replaced (c - d). Scale bars are 1 mm.
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V-Cup chamber is exchanged via a siphon-based mechanism. The radial position of
the crest point of the siphon sets the maximum filling level of the V-Cup chamber.
So adding an amount of liquid corresponding to the dead volume of the array cham-
ber will prime the siphon past its crest point and completely replace the original
medium surrounding the beads under the prevalent laminar flow conditions in our
microfluidic system. While keeping the flow rates during the exchange sufficiently
low, the vast majority of beads remain trapped.
4.3.1 Bead-Based Immunoassays
The particle suspensions used for the immunoassays consisted of 20 µm polystyrene
beads (Microparticles GmbH, GERMANY) diluted in PBS with 5% Bovine Serum
Albumin (BSA) (Sigma-Aldrich, IRELAND) to reduce agglomeration and sticking to
the PDMS. All immunoassay experiments have been carried out using three colors of
20 µm polystyrene beads. Each color corresponds to a different IgG coating: mouse
anti-ERa IgG (sc-8002, Santa Cruz, USA) (white PS beads), human IgG (MS143,
Biomeda corp., USA) (red PS beads) and rabbit Anti-fd Bacteriophage IgG (B2661,
Sigma-Aldrich, IRELAND) (blue PS beads). The analyte for the immunoassay
contained goat-anti-mouse antibodies (Ab, IgG1) labelled with Alexa Fluor 488
(A11001, Invitrogen, USA), goat anti-human Ab (IgG2) labelled with Alexa Fluor
488 (A11013, Invitrogen, USA) and goat anti-rabbit Ab (IgG3) labelled with Atto
488 (A11008, Invitrogen, USA). For the bead-based immunoassays capture array
comprising of cups with an active capture zone diameter of 20 µm have been used in
order to induce distributions which are sharply peaked at single bead occupancy. In
a first step, the array region has been filled with 2 ml of PBS buffer with 5% BSA.
Next 2 ml of bead suspension (2000 beads µl−1) has been filled in the bead reservoir.
The disc was immediately spun at 20 Hz in order to transfer the bead suspension
in the array chamber and capture the beads in the V-Cups. Shake mode capturing
was applied to achieve single bead occupancy per cup. After the capturing step, the
disc was stopped and 8 µl of analyte (containing IgG1, IgG2 or IgG3) was pipetted
into the sample reservoir. The disc was then rotated again at 20 Hz, leading to
a flow of the analyte into the array chamber accompanied by the displacement of
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the initial liquid through the siphon channel into the waste chamber. After the full
substitution of the first liquid, the disc is stopped and incubated at room temperature
for 90 min. Following the incubation step, the array is washed 3 times with 8 µl PBS
buffer containing 0.1% BSA to remove all unbound antibodies. Subsequently, the
fluorescence of the beads is measured using an inverted fluorescence microscope (IX
81, Olympus, Japan) with a FITC-compatible filter.
4.4 Results and Discussion
4.4.1 Characterization of Particle Capture
To characterize the influence of the ratio of the active capturing cross-section of the
V-Cups to the bead diameter on the occupancy distribution of the trapped beads,
discs with three different cup sizes (dc = 14 µm, 20 µm and 32 µm) were prepared
and tested with 10 µm and 20 µm diameter particles, respectively. We observed that
the spinning frequency does not have a decisive impact on the capture efficiency,
but only on the time required for the sedimentation of the particles. Therefore, all
subsequent experiments were run at the same rotational frequency of 20 Hz. It was
also observed that a shake mode step was advantageous to narrow the occupancy
distribution. To this end the following spinning protocol has been used:
1. Bead capturing at 20 Hz
2. Shake mode (acceleration 75 Hz s−1, 40 Hz for 10 s, deceleration 75 Hz s−1, 2
Hz for 10 s, 30 cycles)
The results for 10 µm silica bead experiments show that for a ratio Rc = 1.4, 94%
of all occupied cups contain a single bead, while only 0.8% of all cups remained
empty. Increasing RC to 2 leads to a broader occupancy distribution characterized
by 57% and 26.6% of single and double occupancy, respectively, and only 2.7% of
all cups are left empty. It is to be noted that in particular the number of empty
cups also depends on the absolute number of introduced beads. Moving RC further
up to 3.2 shifts the maximum of the significantly broadened occupancy distribution
to 8 beads per cup. For Rc = 1, 99.5% of all occupied cups contain a single bead.
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Increasing Rc to 1.6 leads to a wider distribution where 48.8% are occupied by one
bead, 27.7% contain 2 beads and 11% contain 3 beads. The results are shown in
Fig. 4.4.
Figure 4.4: Occupancy distribution for different cup sizes with 10 µm silica beads (ac) and 20 µm
PS beads (d and e). a) Capture elements with a 14 µm active capturing area. 94% of all occupied
cups contain a single bead. Only 0.8% of all cups remained empty. b) Increasing the active capturing
area to 20 µm leads to a broader occupancy distribution, and only 2.7% of all cups stayed empty.
c) Occupancy distribution for cups with a 32 µm capturing area. The maximum of the distribution
shifted to 8 beads per cup, leaving 0.9% of all cups empty. d) Rc = 1, 99.7% single occupancy and
only 5% of all cups empty. e) Rc = 1.6, 48.8% are occupied by a single bead and 27% contain 2
beads. Insets show typical bead distributions in the capture array.
These results demonstrate that it is possible to influence the number of trapped
beads per cup by adjusting the ratio between particle diameter and capturing area of
the cups. While the occupancy distribution for increasingRc widens, the distribution
shows a sharp peak for Rc values of 1 and 1.4 with 94% single occupancy. This
demonstrates that a high percentage of single occupancy can be achieved, even if
Rc varies. This is important considering that biological cells are polydisperse, i.e.
a population exhibits a wider size distribution. Capturing single particles in well-
defined locations is an important capability to enable single-cell or bead-based assays
as well as particle counting.
4.4.2 Particle Capture Efficiency
The particle capture efficiency was assessed using 20 µm PS beads and cups with
Rc = 1 to establish a sharp, single-occupancy distribution. Suspensions with vari-
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ous bead concentrations were then introduced into the disc and captured using the
following protocol:
1. Spinning at 20 Hz for 4 s clockwise
2. Spinning at 20 Hz for 1 s counterclockwise
3. Shake mode
The capture efficiency was then determined using the following methodology: the
total number of all beads (bT ) entering the array was counted in each experiment.
Additionally the amount of captured (bc) and by-passing (bB) beads was counted.
The term by-passing beads describes beads which travel along the side wall of the
capturing chamber and cannot be captured due to the absence of V-Cups at the
side wall. Introducing cups on the side wall would result in agglomerates of beads
in their vicinity. Typically, 3-5% of all beads entering the array bypassed the cups.
For applications where high capture efficiency is of paramount importance, bypassing
beads could be largely eliminated by increasing the width of the capture array. The
capture efficiency was then calculated using the following formula:
Capture efficiency = bC/(bT − bB)
Additionally the array occupancy was also calculated:
Array occupancy = bc/nc
Whereas nc is the total number of cups in the array. For all capture efficiency
experiments nc amounts to 1358. These results show the very high capture efficiency
of the stagnant flow scheme. For low bead concentrations, i.e. a ratio of beads to
cups (Rbc)  1, the capture efficiency is close to 100% and even for a ratio of
0.78 the capture efficiency is still above 90%. For Rbc = 0.95, 86.9% of all beads
are captured and 83% of the array are occupied (Fig. 4.5 ). The fact that the
capture efficiency is high for a low bead-to-cup ratio but decreases when the ratio
approaches unity underlines the importance of a homogeneous bead distribution
over the whole extent of the array. This is necessary to assure that all beads are
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trapped because they always encounter an unoccupied cup before leaving the array.
With the here presented setup, a Rbc of 0.46 results in a capture efficiency of 99.1%
which demonstrates the feasibility of performing a full particle count with high
accuracy. Methods to improve the particle distribution are currently investigated
since increasing Rbc while at the same time maintaining a high capture efficiency
would allow to reduce the footprint of the array.
Figure 4.5: Bead capture efficiency and array occupancy depending on the amount of beads
presented to the array. The dashed line indicates the total number of cups in the array.
4.4.3 Multiplexed, Bead-Based Immunoassay
Due to the intrinsic advantages of the sedimentation-based V-Cup array technology
such as highly reproducible hydrodynamic conditions and the arrayed presentation
of beads in a single focal plane, this platform is well suited for bead-based immunoas-
says with low-complexity instrumentation compared to complex, sheath-flow based
commercial flow cytometers. In order to demonstrate this unique capability, a single-
step antibody assay has been chosen. 20 µm polystyrene beads have been coated
with antibodies and the assay has been performed according to the protocol de-
scribed previously. Fig. 4.6 represents the results of the assay, where the beads
have been captured and subsequently exposed to an analyte solution containing one
secondary antibody.
The calibration curve obtained for the assay using beads coated with human IgG
and anti-human Ab in the analyte is shown in Fig. 4.7.
Due to the fact that the beads are individually located in a well-defined array
within the same focal plane, readout of the assay is straight forward and multiplexing
can easily be achieved by using beads of different colors corresponding to the surface-
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Figure 4.6: Image sequence of a multiplexed immunoassay using colored beads. In each case
all beads have been exposed to one secondary IgG (anti-rabbit, anti-human and anti-mouse). a)
and b) Beads exposed to anti-rabbit IgG which only attach to the beads coated with rabbit IgG
(blue beads). c) and d) Analyte contains anti-human IgG which only attaches to beads coated with
human IgG (red beads). e) and f) beads coated with mouse IgG (white) exposed to anti-mouse
IgG.
Figure 4.7: Calibration curve for on-disc immunoassay for goat anti-human IgG.
immobilized antibody. The main constraints are that the color of the beads is well
distinguishable and that none of the dyes used to color the beads is auto fluorescent
at the same wavelength as the fluorophore attached to the detection anti bodies.
With this approach only one fluorescent dye, i.e. only one light source and set of
filters is needed for the detection and hence the cost for the readout instrument can
be notably reduced.
4.5 Conclusion and Outlook
In summary we presented a novel, centrifugal microfluidic platform for highly ef-
ficient trapping, distribution and treatment of beads using sedimentation under
stagnant flow conditions. The experiments show that our platform is capable of
very high capture efficiencies (close to 100%) paired with a high array occupancy.
The maximum as well as the width of the particle occupancy distribution are pri-
marily governed by the ratio between the bead diameters and the characteristic
length scale of the active capture site as well as the protocols of the rotational fre-
quency. The here presented, arrayed alignment of individual particles in the same
64
Chapter 4 Section 4.5.0
focal plane greatly facilitates detection and readout of signals from the particles.
Furthermore, it assures homogeneous assay conditions across the entire bead pop-
ulation. We also demonstrated the capability of our novel platform to perform
color-multiplexed, bead-based immunoassays. Future work will concentrate on ap-
plying these capabilities to clinically relevant, disease-specific test panels featuring
multiplexed immunoassays with integrated sample preparation. Also cell detection
and screening will be implemented (see chapter 6 ).
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This chapter introduces a novel frequency controlled magnetic actuator for releasing
particles captured in the V-Cup array as well as for rapid mixing of liquids. The
actuation is based on the reciprocating motion of an elastomeric (PDMS) membrane
featuring an integrated permanent (on-disc) magnet and a stationary magnet aligned
along the orbit of the disc-based chamber. Upon entering the magnetic field of
the stationary magnet, the on-disc magnet is deflected such that it compresses the
chamber below the on-disc magnet, leading to displacement of the liquid in the
chamber. After leaving the magnetic field the PDMS relaxes, thus restoring the
original volume of the chamber and hence leading to an inversion of the liquid flow.
The magnetic actuator is solely controlled by the rotation frequency of the disc.
Below a certain spin speed the residence time in the external magnetic field is long
enough to displace the on-disc magnet and hence the actuator is active. Towards
higher rotational frequencies the residence time is too short i.e. the actuator is
inactive, thus allowing the capturing of particles in the V-Cup array.
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This work presents a novel magnetic actuation scheme for advanced particle han-
dling on our previously introduced, centrifugal microfluidic platform for array-based
analysis of individual cells and beads. The conceptually simple actuation is based
on the reciprocating motion of an elastomeric membrane featuring an integrated
permanent magnet and a stationary magnet aligned along the orbit of a disc-based
chamber. This compression chamber is placed at the downstream end of the particle
capture chamber to induce centripetally directed, hydrodynamic lift forces on parti-
cles trapped in V-shaped geometrical barriers. Towards high frequencies of rotation,
the on-disc magnet ceases to follow the rapidly oscillating magnetic field, so that
the magnetic actuator is disabled during the initial, sedimentation-based filling of
the trap array. At reduced spin speeds, the residence time of the magnetic actuator
is sufficient to displace the magnetic actuator, resulting in a flow through the V-
Cup array that re-distributes, and eventually fully depletes, the previously trapped
beads from the array. The same magnetic deflection scheme is also demonstrated to
accelerate mixing, e.g. for upstream sample preparation.
5.1 Introduction
Centrifugal microfluidic systems offer many advantages and have attracted consid-
erable interest from academia and industry alike [33, 34, 48]. Advantages of these
systems include the wide-ranging tolerance to fluidic properties, such as viscosity,
pH or surface tension. Furthermore, the centrifugal actuation principle only requires
a spindle motor instead of complex and bulky mechanical displacement pumps. In
addition, the capability to use the artificial gravity on the disc readily allows density-
based particle separation. However, a disadvantage of the centrifugal platform is the
difficulty to integrate on-board actuation. The most convenient approach is to use
contact-free methods, e.g. for valving which is pivotal for centrifugal microfluidics.
Over recent years, valving schemes for centrifugal and non-centrifugal microfluidic
systems employed techniques, such as light switchable polymers [14], heat actuated
wax valves [15,16] , or a laser to connect separate channel pathways [17]. Chen and
colleagues recently published a valving scheme for PDMS-based microfluidic chips
using permanent magnets. The attraction between the magnets and a ferromagnetic
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base plate is used to compress the PDMS, which in turn compresses the microchan-
nels and hence prevents the flow of liquid through the channel [176]. Another very
interesting, contact-free method uses magnetic actuation to speed up on-disc mixing
through the interplay of an external permanent magnet and on-disc paramagnetic
microbeads [45]. Ha¨berle and et al. presented an integrated pump for gas sampling
in centrifugal microfluidic systems [134]. Another interesting combination of cen-
trifugal microfluidics and magnetic actuation for cell lysis has been demonstrated
by Siegrist and co-workers [67].
In this work, we will investigate the combination of on-disc permanent magnets as
actuators and stationary off-disc magnets as driving elements. We will show the use
of this novel actuator for creating hydrodynamic lift forces leading to the retrieval of
previously captured microbeads from an array of V-Cups. The same principle also
lends itself to rapid on-disc mixing, which is often an important step in the process
chain of immunoassays. The advantage of using the same actuation principle for two
different steps of the process (i.e. mixing and particle removal) is that it simplifies
the design of the instrumental setup as well as that of the chip itself.
5.2 Array-Based Capture of Individual Particles in V-
Cups
The here presented magnetic actuation principle enhances the particle redistribution
and retrieval from a previously introduced V-Cup array [104,106]. In brief, particles
sediment into an array of V-shaped cups under stagnant (i.e. no-flow) conditions
(Fig. 5.1 ). The array comprises a staggered arrangement of V-shaped cups with
each subsequent line shifted by 1/3 of the center-to-center distance λ between two
neighboring cups. This arrangement eliminates free radial pathways between the
sample inlet and the bottom of the chamber. Initially, the array is completely filled
with pure liquid.
Beads are then introduced radially inwards from the V-Cup array. Rotating the
disc induces a radially directed sedimentation of the beads which have a higher den-
sity than the surrounding liquid. The capturing chamber is designed to completely
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Figure 5.1: Working principle of the V-Cup-based capturing scheme. Particles sediment in a
stagnant liquid (i.e. VLiquid = 0) due to the centrifugal force Fc into an array of V-Cups. When a
bead impacts near the center of an empty cup, it is likely to get trapped. If a bead encounters an
already occupied cup, it is deflected since each cup can only hold a single particle.
suppress flow during the capturing process, i.e. trapping occurs with mere particle
sedimentation under stagnant conditions. When a bead sedimenting into the array
hits sufficiently close to the center of a cup, the bead is mechanically locked by
the interaction of shape and centrifugal force. Through scale matching the size of
the cups to the size of the particles, the particle distribution can even be adjusted
towards sharply peaked, single occupancy. The working principle of this capturing
scheme is shown in detail elsewhere [104] and chapter 4. The advantage of this
capturing method compared to traditional approaches using pressure-driven flow is
the significantly higher capture efficiency (close to 100 %) due to the absence of flow
lines that would otherwise drag the particles around the capturing elements and
hence reduce the capture efficiency. As shown previously, the liquid in the chamber
surrounding the captured particles can then be exchanged several times to expose
the particles to various reagents (e.g. antibodies, stains or washing buffer), while
retaining the vast majority of the captured particles [104,106].
5.3 Working Principle
5.3.1 Magnetic Actuator
The magneto-hydrodynamic actuation principle is based on the reciprocating motion
of a flexible membrane sealing a compression chamber (Fig. 5.2 ). To this end, a
small disc magnet is attached to the membrane on top of the compression chamber,
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and a second stationary magnet is located at the same radial position along its
orbit. Both magnets are oriented such that attracting poles are facing each other.
During rotation, the on-disc magnet periodically enters the magnetic field of the
stationary magnet, resulting in a transient attraction of the on-disc magnet towards
the stationary magnet which, in turn, deflects the membrane. This deflection propels
a flow from the compression into the array-chamber. After leaving the external field
of the stationary magnet, the flexible membrane relaxes, thus restoring the original
volume of the compression chamber and generating a reversed flow in the direction of
the centrifugal field. The flow generated by the magnetic actuation and (transiently)
counteracting the centrifugal field depends on the frequency and amplitude of the
magnet displacement, which is related to the effective residence time in the external
magnetic field. At quasi-static conditions, i.e. in the regime of low spin rates, the
magnetic deflection induces maximum stroke towards the full (static) equilibrium
between the elastic restoring force of the membrane and the magnetic attraction.
When the rotational frequency is increased, the flow rate initially rises proportional
to the increasing number of actuator strokes per unit time. However the inertia of
the movable parts, which is equivalent to the inductance in an electric network, leads
to an increasing phase lag between the magnetic actuation and deflection. So for
high frequencies, the magnetic interaction interval becomes too short to compress the
chamber and the phase lag becomes too large to deflect the membrane. Hence, the
merely frequency-controlled magnetic actuator is effectively switched off. Essentially,
the actuation principle constitutes a magneto-hydrodynamic low-pass filter.
5.3.2 Particle Capture, Re-Distribution and Retrieval
The here-described rotationally induced magneto-hydrodynamic actuation will be
combined with the centrifugally induced sedimentation to enable the capture, re-
distribution and eventual retrieval of beads in the V-Cup array. By virtue of the
low-pass nature of the magnetic actuation, high-frequency sedimentation for trap-
ping incoming beads under hydrostatic conditions is not affected by the (transiently)
counteracting magneto-hydrodynamic actuator. For particle retrieval, we combine
magnetic actuation and sedimentation. As a consequence of the centripetally di-
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Figure 5.2: The design of the disc used for the bead capturing and release experiments is shown
in image a. A detailed view of one capturing structure containing an array of V-Cups for particle
capturing and adjacent chamber with attached on-disc magnet is shown in b. The image sequence c
- e depicts the working principle of the magnetic actuator. When the on-disc magnet is distant from
the external magnet, the actuator remains inactive and the velocity of the liquid residing in the
chamber is zero (c). Upon entering the field of the external magnet, the on-disc magnet is attracted,
leading to a compression of the chamber which, in turn, results in an essentially centripetal flow
into the chamber exhibiting the V-Cup array (Flowin) (d). After leaving the magnetic field, the
compressed PDMS relaxes and restores the chamber to its original volume, resulting in a flow from
the V-Cup array into the actuator chamber (Flowout) (e). This process repeats periodically as
the disc rotates. If the rotational frequency exceeds a certain threshold, the residence time in the
external magnetic field is too short to compress the actuator chamber and to generate flow.
rected, magneto-hydrodynamically induced flow, beads originally trapped in the
V-Cups are lifted up while the temporarily reversed flow induced by the relaxation
of the membrane drags the beads around the cups and hence prevents re-trapping.
Due to the underlying centrifugal force, sedimentation continuously drives the par-
ticles towards the edge of the disc. Therefore, a certain fraction of the raised beads
will not be able to return to their original trapping position, thus falling through
the V-Cup array. Over the course of magnetic actuation, the center of gravity of
the bead distribution successively moves towards the peripheral end of the V-Cup
array until the beads are retrieved in the outer part of the chamber.
5.3.3 Magnetic Mixer
As a further use of the magneto-hydrodynamic actuation, we implemented an on-
disc mixing scheme (Fig. 5.3 ). The two educts are loaded in separate chambers
positioned radially inwards from the mixing chamber. When the disc is spinning,
the educts are transferred into the mixing chamber on top of which the magnetic
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actuator is mounted. In the presence of external stationary magnet, the on-disc
actuator periodically compresses the mixing chamber, resulting in internal advection
to accelerate mixing.
Figure 5.3: Mixing disc made in PDMS with five independent mixing chambers (a). The config-
uration of the magnets used for the mixing experiments is shown in b. The magnets are oriented
such that equal poles are facing each other and the magnets are on the same side of the disc.
5.4 Materials and Methods
All devices used in this work have been fabricated in PDMS (Sylgard 184, Dow
Corning GmbH, Germany). Molds for PDMS casting have been manufactured us-
ing photolithography. Chips containing V-Cup structures have been manufactured
in SU8 (SU8 3025, Microchem, USA), whereas chips for magnetic mixing were fab-
ricated using dry film resist (WBR 2100, DuPont, USA). The reason for using two
different processes is that SU8 offers higher resolution, which is mandatory for the
replication of the V-Cups, whereas dry film resist (DFR) allows easier fabrication
of thick layers which is beneficial for the mixing structures. The molds for the
V-Cup chips were manufactured by spin coating a 25 µm thick layer of SU-8 on
a silicon wafer followed by lithographic patterning using a mask aligner (MA56,
Su¨ss MicroTec, Germany). The molds for the mixing structures were fabricated by
laminating two layers of WBR 2100 on a silicon wafer in order to achieve a total
thickness of 200 µm. Subsequently, the resist was structured using a mask aligner.
In both cases, following removal of the un-exposed areas, the molds were treated
with a hydrophobic coating to facilitate the removal of the PDMS from the mold.
This was achieved by immersing the wafer in 400 µM octadecyltrichlorosilane (OTS)
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(Sigma Aldrich, Ireland) in heptane for 2 h. Subsequently, the wafer was sonicated
for 5 min in pure heptane followed by rinsing with methanol. The wafer was then
baked on a hot plate for 30 min at 100 ◦C. This resulted in a coating with a water
contact angle > 108 ◦.
PDMS was mixed in a ratio of 5:1 (base to curing agent by weight), poured on the
mold and degassed under vacuum for 20 min. Subsequently, the PDMS was partially
cured in an oven at 70 ◦C for 15 min, removed from the mold and access holes have
been punched. The disc was sealed by placing it on a PMMA disc with a spin-coated
layer of PDMS in a ratio 20:1 (base to curing agent by weight) which had been cured
in the oven for 20 min. The microfluidic structure was bonded to the spin-coated
PDMS layer by baking in an oven at 70 ◦C for at least 3 h [141]. This process resulted
in an irreversible bond. The magnetic discs (Supermagnete.de, Germany) for the
actuators where subsequently placed on the discs and fixed with PDMS. Magnets for
the on-disc actuators had a diameter of 2 mm for the bead release structures and a
diameter of 6 mm in the case of the mixing devices. The thickness was 1 mm in both
cases. Prior to use, the V-Cup discs have been degassed under vacuum for at least 2 h
in order to enable priming of the dead end channels [142], whereas the mixing discs
have been used without degassing. All bead release experiments have been carried
out using monodisperse polystyrene beads with a diameter of 20 µm (Microparticles
GmbH, Germany) and chips have been initially filled with PBS buffer containing 5 %
(w/v) Bovine Serum Albumin (BSA) (Sigma Aldrich, Ireland). In the case of the
mixing experiments, a colorimetric method has been used to evaluate the efficiency.
To this end, 0.2 µM Potassium Thiocyanate and 0.067 µM Iron(III) Chloride (Sigma
Aldrich, Ireland) have been used. Both solutions are initially transparent and react
to produce a dark red color upon contact. This change in color has been used to
quantify the mixing efficiency and time. Mixing efficiency was assessed by the fol-
lowing method. Using ImageJ (NIH, USA) the outline of the region containing the
educts was selected. Next, the area containing the magnetic actuator was subtracted
from this region and the standard deviation was measured and normalized using the
standard deviation measured for a completely mixed sample to assess the mixing
efficiency (i.e. a value of 1 signifies complete mixing). Experiments were performed
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on a custom made centrifugal test stand, similar to the setup presented by [175].
A computer controlled motor (Faulhaber Minimotor SA, Switzerland) was used to
spin the discs and imaging during rotation was achieved using a camera (Pixelfly
qe, PCO, Germany) attached to a motorized zoom lens (Navitar, USA) (for more
details see chapter 3 ).
5.5 Results and Discussion
5.5.1 Particle Re-Distribution and Retrieval
We implemented strategies to re-distribute particles in order to optimize conditions
and read-out for bead-based assays. Furthermore, we wanted to retrieve all parti-
cles from the V-Cup array after completion of the assays, e.g. to further analyze the
beads or cells in downstream processes or to regenerate an empty array.
Initially, we looked into ultrasonic treatment where the disc is intermittently placed
in an ultrasonic bath to re-distribute captured particles. Subsequent spinning of the
disc leads to sedimentation of the beads. Particles which have been redistributed
below the last capturing line, or do not hit an empty cup while sedimenting, will
leave the array and accumulate at the bottom of the chamber. However, since some
particles are trapped during the sedimentation step in empty cups or interstitial
locations, the cycle of sonication and spinning has to be repeated several times. The
results of these experiments are shown in the ESI (see 5.7 ). Repeated cycles of
ultrasonic treatment lead indeed to the re-distribution of the beads. After eight ul-
trasonic treatment cycles, < 10% of the original beads remained trapped in the array.
However, the repeated removal of the disc, insertion into the ultrasonic bath and
re-mounting onto the spindle motor are quite cumbersome and not readily automat-
able. To overcome the burdensome handling procedure of the disc, an integrated
particle manipulation scheme based on the above-described, magneto-hydrodynamic
actuator has been developed. A series of experiments were performed to determine
the optimum rotational frequencies for capturing mode (magnetic actuator inactive,
movement of particles solely governed by centrifugal force) and for release mode
(centrifugal force still prevails but flow induced by the magnetic actuator lifts cap-
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tured beads from the cups and prevents re-trapping). It has been found that for
frequencies above 30 Hz the system operates in capture mode while a frequency of
8 Hz has been determined as optimum for the release mode (on-disc magnets were
positioned at a distance of 27 mm from the center of rotation). Therefore, frequen-
cies of 30 and 8 Hz have been chosen to perform capturing and release, respectively.
The successful re-distribution of the beads is illustrated by the frame sequence in
Fig. 5.4, while the bead distribution over the rows of the V-Cup array over time is
shown in Fig. 5.5.
Figure 5.4: The image sequence a – c shows the capturing of 20 µm PS particles in the V-Cup
array. Although the external magnet is present, the movement of the beads is solely governed by
the centrifugal force since the residence time in the external magnetic field is too short (actuator
is off, capture mode). After capturing the particles (c) the rotation frequency is decreased to 8
Hz, resulting in a residence time in the external magnetic field which is long enough to activate
the magnetic actuator and also in a reduced centrifugal force acting on the beads. During the
compression phase, the liquid flow into the V-Cup array lifts the beads and prevents re-capture
of un-trapped beads. When the actuator leaves the magnetic field, the combination of flow and
centrifugal force leads to sedimentation of the beads without re-trapping (e). The large majority
of all initially trapped beads can be removed from the array using the magnetic actuator (f). Scale
bars 50 µm
Figure 5.5: Moving average of the bead distribution over three adjacent rows of V-Cups at different
times during the magneto-hydrodynamic bead removal process (1 denominates the radially most
inwards row). The vertical lines indicate the mean position of the beads in the array. With
increasing actuation time, the center of the bead distribution moves to the right side of the graph,
i.e. beads are successively leaving the array.
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Figure 5.6 shows the statistics of the bead release experiments. 92.6% of all
captured beads could be removed in as little as 3.5 min. This is notably faster than
the bead release approach using ultrasonic actuation which includes cumbersome
manual handling steps.
Figure 5.6: The results of the bead release using the magnetic actuator (f = 8 Hz). After 210 s,
only 7.4% of all initially trapped particles remain in the array
These results show that our integrated magnetic actuator is capable of removing
the large majority of all beads trapped in the array, and the fact that this actua-
tion scheme is solely controlled by the rotation frequency of the disc enables very
simple integration in an automated point-of-care system where a minimum of user
interaction is desirable.
5.5.2 Magnetic Mixing
To investigate further applications of the magneto-hydro- dynamic actuation, we
evaluated agitation of advection in a mixing chamber. This mixing mode might
be implemented for upstream sample preparation in a future, integrated, sample-
to-answer system for bead-based assays. For these magnetic mixing experiments,
the configuration of the disc has been chosen such that the PDMS side of the disc
with the on-disc magnets was facing towards the external magnet (magnets were
integrated such that repelling poles were facing each other). This allows the on-
disc and stationary magnets to be in much closer proximity than they are in the
configuration used for the bead retrieval where the distance between the two magnets
was larger than the thickness of the disc. The advantage of this configuration is
that the force of the magnetic actuator is higher, thus invigorating mixing. The
proximity of the two magnets also results in the fact that in this configuration the
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magnetic actuator is active even at rotational frequencies above 30 Hz but, as the
main objective here is to achieve fast and uniform mixing, this is not considered a
disadvantage in this context. Mixing experiments were performed by introducing
6 µl of each educt (Potassium Thiocyanate and Iron(III) Chloride, respectively) in
the sample loading chamber, the disc was then mounted on the spindle motor and
spun at 20 Hz to transfer the educts into the mixing chamber. After all educts
had been transferred, the motor was set to the desired frequency and the external
magnet was positioned under the on-disc actuator to start the active mixing process.
The mixing time has been measured for frequencies ranging from 5 to 30 Hz. These
experiments showed that the rotational frequency has no major impact on the mixing
time. In all cases, mixing has been achieved in < 20 s whereas pure diffusion-driven
mixing (i.e. without the external magnet) took more than 5 min in all cases. The
mixing process for a rotation speed of 10 Hz is shown in Fig. 5.7.
Figure 5.7: Graph a shows the progression of the liquid mixing in the chamber over time. Before
the external magnet is positioned below the on-disc actuator (actuator off, left side of the dashed
line),mixing is only driven by diffusion. After the external magnet has been positioned (actuator
on, right side of the dashed line), active mixing is initiated and completed in < 20 s. The sequence
b - e shows snap shots of the mixing chamber at progressive times during the mixing process. Scale
bars 2 mm.
5.6 Conclusion and Outlook
In summary, we present a novel, frequency controlled magneto-hydrodynamic ac-
tuator for bead-based centrifugal microfluidic platforms, and demonstrate its ap-
plication for the retrieval of captured microparticles from an array of V-Cups as
well as for rapid liquidliquid mixing. Due to the inertance of its moving parts, the
magnetic actuation is restricted to the low-frequency regime, and thereby does not
interfere with the sedimentation of microparticles during the high-speed capture
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phase. This solely frequency controlled activation enables the design of instrumen-
tally very simple setups, indeed the only component which needs to be added to a
standard centrifugal setup is a permanent magnet. Furthermore, the application of
this actuator to construct a mixing structure capable of mixing a total volume of
14 µl of liquid in < 20 s has been demonstrated. Our novel magnetic actuator can
readily be integrated in the disc to leverage facile automation of liquid handling on
a point-of-care device featuring bead-based assays including upstream mixing.
5.7 Supplementary Information
Ultrasonic Re-Distribution and Retrieval of Beads Initially bead retrieval using the
ultra-sonic actuation has been studied. The results of these experiments are shown
in Fig. 5.8. After 9 cycles of sonication for 30 s and subsequent spinning of the disc
at 15 Hz for 90 s, 92% of all captured beads could be removed from the array and
collected at the bottom of the capturing chamber. Although this method proved to
be efficient, it is labor-intensive, since the disc has to be manually handled to be
transferred between the ultrasonic bath and the motor for spinning. Furthermore
the ultrasonic actuation might have adverse effects on biological cells. This renders
the ultrasonic approach unsuitable for integrated point-of-care devices.
79
Chapter 5 Section 5.7.0
Figure 5.8: The graph illustrates the percentage of remaining beads in the array after each cycle
of ultrasonic treatment and spinning. After 8 cycles, less than 10% of the initially captured beads
are left in the array. The image sequence shows the array before and after cycles of ultrasonic
treatment and spinning. Scale bars are 50 µm.
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Capturing and Analysis of Cells
in an Array of V-Cups
This chapter has been published in:
R. Burger, G. Kijanka, O. Sheils, J. OLeary, and J. Ducre´e, Arrayed
capture, assaying and binary counting of cells in a stopped- flow
sedimentation mode. In Proceedings of the 15th International
Conference on Miniaturized Systems for Chemistry and Life Sciences
(µTAS 2011), 538-540
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This chapter demonstrates the application of the V-Cup array to capture cells (HeLa,
MCF7 and RPMI-8226) and perform cell discrimination based on markers displayed
on the membrane of the cells (EpCAM) as well as on intra-cellular proteins (ESR-1).
6.1 Introduction
Microfluidic systems offer a unique approach to handle biological cells and to perform
cell-based assays for biological studies as well as for clinical diagnostics. Devices for
single cell capture are of special interest since they allow to study individual cells
and their direct responses to various conditions. Single cell capture also allows to
discriminate and count individual cells in sub-populations of mixed cells. Several
devices for cell capture have been developed in the past, using, for example, capture
elements in pressure driven systems to enable cell fusion [170] or centrifugal sys-
tems with radially sloped channels and pockets in the side walls [100]. Centrifugal
microfluidic systems are especially suited for cell capturing applications since they
can take advantage of the density difference between cells and surrounding medium
to sediment cells. Furthermore, a wide range of liquid handling functions such as
metering, valving and mixing have already been shown in the past [34]. Our system
utilizes an array of V-Cup elements to capture cells under stagnant flow conditions
on a centrifugal platform, thus overcoming the typically low capture efficiency of
pressure driven systems.
6.2 Theory
The system presented here utilizes our previously introduced V-Cup array structure
for single cells capture on a centrifugal microfluidic disc (see chapter 4). In brief,
cells sediment in a chamber on the disc under stagnant flow conditions due to the
centrifugal force into an array of V-shaped capturing elements. Since the sedimen-
tation takes place with the liquid bulk at rest, i.e., in the absence of flow (lines),
the capture efficiency of this system is much higher than that of typical flow driven
systems. Pressure driven systems are typically characterized by a rather low capture
efficiency due to the continuity of streamlines which diverge around obstacles and
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hence drag cells around the capturing elements. This can be reduced to a certain
extent by introducing gaps in the capturing elements or between capturing elements
and the bottom of the chip. However, this approach adds significant complexity
to the micromanufacturing process. A sharply peaked single cell occupancy dis-
tribution can be achieved by scale-matching of the size of the capture elements to
the size of the cells (see chapter 4 ). Once cells are captured in the V-Cup array,
the reagents in the capturing chamber can be easily altered exposing the cells to a
variety of conditions (e.g., antibodies, stains or washing buffers).
6.3 Experimental Setup
All discs used for these experiments have been fabricated in PDMS (Dow Corning,
USA) using a combination of SU8 and DFR as described in chapter 3.1.1. A 30 µm
thick layer SU8 layer was used for the V-Cup array, whereas 200 µm of DFR were
used for the reservoirs.The PDMS discs were then bonded to PMMA discs and de-
gassed prior to use (for details see chapter 3) Three different cell lines were used in
this work: HeLa, MCF7 and RPMI-8226. The cells were harvested from cultures
immediately prior to the experiments. Two different assays have been used in this
work. The first is an assay to discriminate cancer cells (MCF7) from a background
of plasma cells (RPMI-8226) by detecting the surface protein EpCAM. The second
assay uses an intracellular marker (ESR-1 - Estrogen Receptor α) to differentiate
cells. The following staining protocol was used: Once captured, cell were fixed using
a solution of 4% formaldehyde (Sigma-Aldrich, Ireland) and cell were permeabilized
using a solution of 0.05% Triton X100 (Sigma-Aldrich, Ireland) in PBS Buffer. Nu-
clear DNA was then stained using Propidium Iodide (Invitrogen, USA). For the
EpCAM assay, the cells were subsequently exposed to anti-EpCAM antibody from
goat (BAF960, R&D Systems, USA) followed by an incubation with a fluorescently
labeled anti-goat antibody (F0109, R&D Systems, USA). In the case of the ESR-
1 assay, cells were first incubated with anti-ESR-1 antibody from mouse (SC-8002,
Santa Cruz Biotech, USA) and then incubated with fluorescently labeled anti-mouse
antibody from goat (A11001, Invitrogen, USA). Including the washing and blocking
steps, the liquid in the capturing chamber is exchanged 18 times during this assay.
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Images have been taken using a fluorescence microscope (IX 81, Olympus, Japan).
6.4 Results and Discussion
Identification of cancer cells among plasma cells: A population of RPMI-
8226 plasma cells has been spiked with a small amount of MCF7 breast cancer cells.
2 µl of the cell suspension were then introduced into the disc and cells were captured
in the V-Cup array. Next, the cells were stained using the EpCAM staining protocol
described above. Figure 6.1 shows the results of these experiments. MCF7 cells can
easily be distinguished from the population of plasma cells.
Figure 6.1: RPMI plasma cells spiked with a small quantity of MCF7 cancer cells have been
captured in the array (a). The nucleus of all cells has been stained with PI (b). MCF7 cells are
identified using anti-EpCAM IgG and a secondary FITC- labeled detection antibody (for better
discrimination between anti-EpCAM and anti-ERα, the fluorescent signal from anti-EpCAM IgG
has been false colored in blue)(c). All scale bars: 100 µm.
On-chip Estrogen Receptor expression analysis: In order to demonstrate
the capability to classify cells based on intra-cellular markers, a population of MCF7
cells has been spiked with HeLa cells. The mixed sample was loaded onto the disc
and cells were captured in the V-Cup array. Staining protocols were performed as
described above. Figure 6.2 shows the captured cells after staining. MCF7 and
HeLa cells can easily be discriminated.
6.5 Conclusion and Outlook
In summary, we demonstrate the capability of our centrifugal V-Cup array platform
to capture mixed populations of bio-logical cells and discriminate these based on
84
Chapter 6 Section 6.5.0
Figure 6.2: A mixed population of HeLa and MCF7 cells has been trapped in the array. Part (a)
shows a bright field image of the trapped cells, (b) a fluorescent image of all cells with PI stained
nuclei (red), and (c) the ESR-1-expressing MCF7 cells which are selectively stained (green) by a
FITC-labeled anti-ESR-1 antibody. By comparing images (b) and (c), the ESR-1- negative (HeLa)
cells can easily be identified (white circles). Scale bars: 100 µm.
either membrane proteins such as EpCAM or intracellular proteins such as ESR-1.
The arrayed display of single cells in one focal plane greatly facilitates detection and
readout. This is only the first step towards an integrated platform for cell analysis for
point-of-care applications. Future work will concentrate on applying this platform
to answer clinically relevant questions such as performing a full blood count.
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Laser-based Manipulation and
Fluorescent Detection of
Individual, Centrifugally
Arrayed Bioparticles
Parts of this chapter will be published in:
R. Burger, D. Kurzbuch, R. Gorkin, O. Sheils, J. O’Leary, M. Glynn
and J. Ducre´e, Laser-based Manipulation and Fluorescent Detection of
Individual, Centrifugally Arrayed Bioparticles. In Proceedings of the
15th International Conference on Miniaturized Systems for Chemistry
and Life Sciences (µTAS 2012)
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In this work we for the first time present a technology which pairs up fluorescence
based detection and manipulation of individual particles using optical tweezers with
our highly efficient, array-based centrifugal particle trapping in scale-matched V-
Cups under stagnant flow conditions. To the best of our knowledge, this is the
first time that centrifugal microfluidics and optical tweezers have been combined to
perform single particle manipulations.
7.1 Introduction
Centrifugal microfluidics for lab-on-a-chip applications is a field which has attracted
considerable interest in recent years, both from academia as well as from indus-
try [48]. The novel, here presented instrumental setup significantly expands state-
of-art microfluidics to sophisticated particle-manipulation and detection, thus for the
first time enabling applications involving multiplexed, bead- and cell-based counting,
ID, and cherry-picking of individual target particles. In particular the integration
of fluorescence detection comprises a seminal improvement of our preceding work,
where the disc had to be cumbersomely moved to a separate microscope [106]. Fur-
thermore we demonstrated in our previous work a magnetic actuator for the simulta-
neous retrieval of all captured particles [177]. In this work we significantly improved
the particle manipulation capabilities by adding an optical tweezers module to the
setup, thus allowing manipulation of individual particles in the array.
7.2 Working Principle
This work is based on our previously introduced V-Cup based particle capturing
platform. In brief, particles (beads or cells) sediment under stagnant flow conditions
into an array of scale matched V-Cups, where they are mechanically trapped with
a single-occupancy distribution. Earlier we demonstrated the very high (close to
100%) capture efficiency of this approach and the suitability of the system to perform
bead-based immunoassays [104]. The major novelty of this work is the integration of
an optical module which provides fluorescence detection as well as an optical tweezers
function. The manipulation of particles using a laser has first been presented by
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Askin and co-workers in 1970 [143], followed by the demonstration of the trapping
of living cells [150]. In brief, a laser beam is focused through a microscope objective
with a high numerical aperture in order to create a highly focused spot with a steep
filed gradient. Dielectric particles such as polystyrene (PS) beads or cells are drawn
towards this energy well where they are trapped. The captured particles can then be
moved by displacing the laser, thus forcing the particle to follow in order to remain
in the focus of the laser. For detailed description of the working principle in the ray
optics regime (i.e. dParticle  λLaser) see [159] and Chapter 3.3.2.
7.3 Materials and Methods
The centrifugal test stand setup consists of standard components such as a com-
puter controlled motor, camera and illumination. Furthermore it features an optical
module. This module incorporates the optical tweezers to manipulate individual
microparticles on disc using a 1-W, 1064-nm infrared laser (Roithner Lasertechnik,
Austria). The laser is focused through a 40x oil immersion microscope objective
with a numerical aperture of 1.3 (Zeiss, Germany). This setup allows a working
distance of 200 µm. The module also features a fluorescence detection part at an
excitation wavelength of 488 nm and up to six emission filters. Additionally, this
module includes a secondary camera (TXG 14f, Baumer, Germany) which utilizes
the same optical path as the laser to facilitate particle manipulation and acquisition
of fluorescent images. The whole module is mounted on a computer controlled X-Y
stage.
The microfluidic chips used in this work were manufactured in PDMS by casting on
a lithographically structured SU-8 master. Following curing, the PDMS chips were
cut to size, inlet holes were punched and the chips were irreversibly bonded to glass
cover slides (thickness #1, VWR, Ireland) using O2 plasma activation. The design
of the chips and the holder used to mount them on the test stand is outlined in Fig.
7.1.
For the experiments involving PS particles, we used FITC loaded beads with
a diameter of 12.5 µm (PS FluoGreen) and non-fluorescent beads with a diameter
of 20 µm (both from Microparticles, Germany). Cell experiments were performed
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Figure 7.1: Microfluidic chips used in this work, attached to a holder to enable mounting on the
centrifugal test stand. The insert shows the V-Cup based capturing principle.
using HL-60. The cells were fixed off-disc using 4% (v/v) formaldehyde (Sigma-
Aldrich, Ireland). Cells were then captured and subsequently stained by incubation
Propidium Iodide (PI) (4 µl/ml, Invitrogen, Ireland) for 15 min. Subsequently the
cells were washed twice with PBS containing 5% (v/v) FBS.
7.4 Results and Discussion
First, the manipulation of a captured PS particle using the optical tweezers is demon-
strated. To this end 20 µm beads were captured in the array and subsequently one
bead has been selected and translated (Fig. 7.2 a-d). The optical tweezers were
then used to re-arrange captured fluorescently labeled beads to represent the letters
BDI (Fig. 7.2 e-g).
The main application of this platform is to capture cells from a suspension to
identify and count sub populations. This has been demonstrated by introducing
a sample containing HL60 cells, capturing them in the V-Cups and staining them
with PI. The stained cells were then imaged using the integrated optical module
(Fig. 7.3). Furthermore, captured cells were then manipulated using the optical
tweezers. The displacement of a trapped cell to a neighboring cup is shown in Fig.
7.2
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Figure 7.2: Single-bead manipulation using the optical tweezers module. After selecting a bead,
the laser is turned on to trap the bead and lift it from the capturing element (a, b). The bead
is then carried to the side and can be removed from the array for downstream analysis (c, d).
Fluorescent PS beads with a diameter of 12.5 m have been captured in the array and subsequently
been re-arranged using the optical tweezers setup to display the letters BDI (e-g). Scale bars are
50 µm.
Figure 7.3: HL 60 cells have been captured in the V-Cup chip, stained with PI and subsequently
imaged using the optical module. Bright field image (a) and fluorescent image (b) of the same area.
Scale bars are 50 µm.
Figure 7.4: A captured HL60 cell is displaced from the initial capturing element to a neighboring
V-Cup using the optical tweezers module (a-d). Scale bars are 50 µm.
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7.5 Conclusions and Outlook
In summary we present a decisively improved microfluidic platform which integrates
centrifugal particle trapping, multi-color fluorescence detection and the capability
to translocate single particles using optical tweezers. After demonstrating the suc-
cessful on-disc capturing, staining, imaging and manipulation of PS beads and cells,
work is currently under way to implement a complete cell screening assay using this
platform.
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Summary, Conclusions and
Outlook
This work added novel methods for the capturing and handling of particles (such
as beads or biological cells) to the centrifugal microfluidic toolbox. The centrifugal
platform is predestined for applications involving particle handling due to the cen-
trifugal force present within the rotating system. In the past, research has mainly
been focused on developing methods to remove cells from a sample such as blood, and
to provide cell-free plasma for downstream assay steps. Only recently has research
concentrated on developing strategies to separate cells for subsequent analysis.
In Chapter 2, a comprehensive review of centrifugal microfluidic systems for cell and
particle handling was presented (note: also see Appendix A for another published
review on this topic.). Furthermore, the physical basics governing liquid and particle
behavior on centrifugal platforms were introduced.
Chapter 3 introduced the methods used for fabricating the microfluidic chips used
in this work. Masters were manufactured by photo lithography and subsequently
replicated in PDMS or PMMA. Additionally, this chapter introduced the two gen-
erations of centrifugal test stands which I designed and built during the course of
this work. Especially the 2nd generation spin stand is novel and noteworthy since it
offers unprecedented capabilities including fluorescence detection and single particle
manipulation using optical tweezers.
Chapters 4 – 7 presented the original work performed during the course of this the-
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sis. The V-Cup based particle capturing scheme which I developed, designed and
characterized was presented first (Chapter 4). This novel platform for particle cap-
turing is highly efficient, with a capturing efficiency close to 100 %. Furthermore, it
has been shown that the occupancy of each cup can be tailored such as to achieve
a sharply peaked single occupancy distribution by scale matching the size of the
V-Cups to the diameter of the particles. For a ratio of particle diameter to cup size
of 1, a single occupancy of 99.7 % was achieved. Additionally, the application of the
V-Cup array to perform bead based immunoassasys was demonstrated. Chapter
5 introduced a novel frequency controlled magnetic actuator which I designed to
retrieve captured beads from the V-Cup array. It comprises of an on-disc magnet
mounted on an elastic membrane and a stationary off-disc magnet. When the on-
disc magnet enters the magnetic field of the off-disc magnet it gets attracted, thus
compressing the chamber below the elastic membrane. The compression in turn
leads to a liquid flow through the array which lifts the captured particles from the
V-Cups. The advantage of this actuator is its simplicity since it is solely controlled
by the rotational frequency of the disc. At frequencies above 30 Hz the residence
time in the external magnetic field is too short to displace the magnet (actuator
is off) and particle movement is solely governed by the centrifugal force (capturing
mode). Below 8 Hz the residence time is long enough to displace the magnet and
create the flow (actuator is on, release mode). Furthermore, this actuator can also
be used for rapid mixing of liquids e.g. for upstream sample prep steps. In Chap-
ter 6 I conducted experiments to demonstrated the capabilities of this platform to
capture cells and perform cell discrimination assays based on intra-cellular (ESR-1)
as well as membrane (EpCAM) based markers. These experiments confirmed that
cells can successfully be captured and rather complex assays with up to 18 medium
exchange steps can be conducted. Finally Chapter 7 demonstrated the capabili-
ties of the optical tweezers setup to manipulate individual particles which had been
captured in the V-Cup array. Appendix B.1 shows a siphon based droplet mixer
which I developed. This mixer enables rapid mixing of liquids (10 µl were mixed
in less than 20 s) and also dilution of PBS buffer and human plasma has been suc-
cessfully demonstrated. This manuscript has been submitted to Microfluidics and
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Nanofluidics and is currently under review.
Outlook
The V-Cup platform developed within this work is very promising and forms the
basis of two on-going research projects within our group. The first one is focused on
implementing a 5-part differential white blood cell count on a disc. The aim of the
second project is to develop a CD4 cell count for HIV diagnostics in resource poor
settings. While it has already been demonstrated that cell capture and assaying is
possible, there still remain some challenges to overcome:
1. Removal of red blood cells such that only white blood cells enter the V-Cup
array
2. Transfer of the fluidic structures from PDMS to standard polymers such as
PMMA or PC
3. Development of a cost-effective read-out method
Removal of red blood cells Since the capturing principle is based on mechanical
trapping, for performing an absolute cell count it is necessary to ensure that the
number of V-Cups is larger than the number of cells in the sample. Blood typically
contains between 4.5 and 5.5 million red blood cells per microliter, and only between
4000 and 11000 white blood cells. Therefor red blood cells need to be removed before
forwarding the white blood cells into the V-Cup array. This could be achieved by
chemical lysis of the red blood cells or by density gradient based separation / band
extraction like the one which is currently under development in our group [8].
Transfer from PDMS to PMMA or PC PDMS is a very good material for
rapid prototyping but it is not a viable option for mass production of microfluidic
discs. For mass production polymers like PMMA or PC which are well amenable to
injection molding are more suitable. The main challenge will be to ensure bubble-free
filling of the V-Cup array since the degas-driven priming method is not applicable.
This problem could be overcome by using so-called phaseguides to ensure bubble-
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free filling even in rigid polymers [178]. Possibly, the V-Cups themselves could be
used as part of the phaseguide design.
Cost efficient read-out In particular for market- compliant point-of-care appli-
cations, it is imperative to keep the cost of the instrument low. To achieve this
ambitious goal, I believe that it would be beneficial to use off-the-shelf components,
e.g. from conventional optical disc drive technologies. For example, read-out could
be performed using a standard laser pickup from a CD or DVD drive [113,114,122]
to scan the array and detect individual cells in the cups. The highly ordered ar-
rangement of the V-Cups (and hence the captured cells) in a defined focal plane
would greatly facilitate readout. Several projects have sparked off from my work in
the group to investigate these options.
Possible future applications and limitations
Building on this technology, there are several strands which could be explored:
1. Within this work only uniform arrays have been used, i.e. all cups had the
same size. It would certainly be promising to investigate the use of heteroge-
neous arrays with varying cup dimensions to enable size filtration of particles,
i.e. small cups radially inwards and larger cups radially outwards. The idea
would be that small particle get captured in the small cups (which have to be
sufficiently small so as not to allow stable trapping of large particles) whereas
larger particles are captured in the radially outwards section of the array.
2. It would also be worth investigating the possibility to coat the V-Cups with
specific capturing probes (e.g. antibodies) to add another capturing condition
besides size. In this configuration the cups would have to be designed such
that they are smaller than the particles, i.e. no stable, purely mechanical
trapping is possible. Therefore particles would only be trapped if the hit a
cup and express the antigen which binds to the antibody immobilized on the
cup. Ultimately the cups could be replaced by an array of pillars similar to
the system presented by Toner et al. [131]. A homogeneous coating of the
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array with one antibody would certainly be no problem. However it would
be very interesting to selectively coat specific areas of the array with different
antibodies. This may be achieved by a microarray printer.
The approaches mentioned in 1 and 2 are currently being investigated by one
of the PhD students in the group.
3. Another method to tackle this immunocapture challenge could be to coat color
coded beads with antibodies (similar to the beads used for the immunoassay
in chapter 4), capture the bead ensemble in the array (at statistical positions)
and, in a subsequent step, introduce the cell suspension to be investigated into
the array. Thus the color-coded, immuno-functionalized beads would act as
capturing elements for the incoming cells.
4. The IR laser of the second generation test stand which has been used to im-
plement the optical tweezers capability could also be used for other tasks. For
example, it would be possible to use the laser to open sacrificial wax valves. By
using a different objective with a larger working distance and synchronizing
the laser with the rotation of the disc, this could even be carried out during
rotation. I believe this would be very straightforward to implement in the
current setup.
Furthermore the laser could be used to heat small amounts of liquids (this
would require that the top of the chamber is coated with an IR absorbing
material). If the heating is controlled precisely this could be used to perform
PCR within a chip. The necessary temperature cycles could be achieved by
rotating the disc such that the chamber is only heated while hit by the laser
and after leaving the impact zone the liquid in the chamber would cool down
(this setup could be similar to the Qiagen Rotor-Gene Q system). This setup
could also include a fan to achieve more rapid cooling and hence faster tem-
perature cycling.
It would certainly also be very interesting to build a system where a mixed
population of cells is trapped and stained in the V-Cup array and subsequently
one or more cells of interest are transferred to a side chamber containing PCR
mix using the optical tweezers. This chamber could then be sealed off using
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the wax valves and a PCR or isothermal amplification could be performed on
the isolated, cherry-picked cells. Detection of the PCR products could then be
performed using the fluorescence detection capabilities already implemented
into the setup.
5. The optical tweezers could be used to spike a cell sample with an exactly
known amount of cells. This could be very beneficial for testing and developing
devices for the detection of circulating tumor cells (CTCs) where it is necessary
to detect very low numbers of target cells.
Like most technologies, the V-Cup array also has some drawbacks and limitations.
The major ones are:
1. The system works best under stagnant flow conditions. Therefor it is necessary
to completely fill the array without entrapping gas bubbles. Using PDMS this
can easily be assured by degassing the bulk material, but bubble-free priming
is challenging for rigid polymers such as PMMA or PC (see above).
2. A homogeneous distribution of the particles across the whole width of the
array is essential to ensure a high efficiency trapping. Hence the inlet into
the capturing chamber should not be too narrow since under stagnant flow
conditions there is only the merely radial centrifugal force field which cannot
establish a lateral spreading.
3. It has been observed that some particles got stuck on the step at the inlet of
the V-Cup array due to the difference in height between the upstream reservoir
on top of the array (≈ 200 µm) and the cups (≈ 30 µm) themselves. This could
easily be avoided by creating a sloped transition from the reservoir to the V-
Cup array, either by using a 5-axis milling machine or greyscale lithography.
Unfortunately none of these technologies has been available during the course
of this work.
4. Since the system relies purely on mechanical trapping of particles, a sharply
peaked single occupancy can only be achieved by closely matching the size
of the cups to the size of the particles. This implies that in the case of a
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polydisperse suspension it will be difficult to avoid multi-particle occupancy or
loss of particles. This could be solved using the inhomogeneous array approach
discussed above.
In summary I believe that there is a large potential in this platform for various
applications in biological research and biomedical diagnostics. Some of the potential
applications mentioned above are currently being investigated within this group.
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Over the past two decades, centrifugal microfluidic systems
have successfully demonstrated their capability for robust,
high-performance liquid handling to enable modular, multi-
purpose lab-on-a-chip platforms for a wide range of life-
science applications. Beyond the handling of homogeneous
liquids, the unique, rotationally controlled centrifugal actuation
has proven to be specifically advantageous for performing cell
and particle handling and assays. In this review we discuss
technologies to implement two important steps for cell
handling, namely separation and capturing/counting.
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Introduction
Selective manipulation, sorting and analysis/identifica-
tion of biological cells are very important operations for
clinical diagnostics as well as for research applications.
Cell sorting technologies such as fluorescence and mag-
netically activated cell sorting (known as FACS and
MACS, respectively) are well established and have been
commercially available for decades. However, they
remain complex, expensive and limited to use in rather
sophisticated lab infrastructures. While there is a clear
need for high throughput cytometers, for example, in
centralized clinical laboratories, there is also a demand for
compact and portable low-cost devices, particularly for
applications in resource poor settings or in a general
practitioner’s office. This has led to considerable interest
both from academia and industry to investigate micro-
fluidic systems for cell sorting and analysis. The various
reviews published over recent years underpin the impor-
tance and scope of microfluidic systems for cell handling.
Andersson and van den Berg provided an outline of
microfluidic systems for cellomics [1]. Microfluidic
devices for cell handling and counting were surveyed
by Erickson and Li [2], while Huh and colleagues
reviewed miniaturized flow cytometers [3]. Recently,
the application of microfluidics for single cell analysis
has been investigated [4].
This review focuses on centrifugal microfluidics for cell
based applications. Such microfluidics in rotating systems
utilize the centrifugal, Coriolis and Euler force to trans-
port and manipulate liquids through their interaction with
microstructures. Figure 1 shows the forces experienced
by a liquid plug on a rotating disc. We will not describe
non-rotational centrifugal lab-on-a-chip technologies
which, for instance, induce centrifugal force by conven-
tional pumping around sharp bends [5,6]. Compared to
more conventional microfluidic actuation principles such
as pressure-driven flow, the centrifugal microfluidic ‘lab-
on-a-disc’ platform offers a number of intrinsic advan-
tages, especially for particle handling [7,8!!,9!!,10]:
centrifugation offers a selective, sedimentation based
transport of cells, even under stopped-flow conditions;
the underlying liquid handling scheme is very robust and
simply actuated by a conventional spindle motor, thus
eliminating the need for external pumps; the centrifugal
actuation is widely independent of fluid properties such
as viscosity, pH and conductivity, which is particularly
beneficial for handling biological samples. Lastly, the
modular nature of this approach cleanly separates the
disc containing the microfluidic network from the driving
and detection units. This allows the liquid handling chip
to be disposable, which is of specific interest for testing
potentially infectious samples.
In this review we present recent advances in cell handling
and analysis systems on centrifugal platforms with an
emphasis on:
1. Cell separation, concentration and purification.
2. Cell capture, assaying and counting.
Cell separation, concentration and
purification
A common first step in the cell analysis process chain is
cell separation, either to obtain a cell free liquid fraction
(supernatant extraction), to retrieve cellular constituents
in their entirety, or to separate specific target cells from a
background population.
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The centrifugal platform readily lends itself to cell
removal since cells typically have a higher density than
the surrounding medium and they can hence be removed
by sedimentation to yield a cell free supernatant. This is
of particular interest for assays where cell free plasma
needs to be extracted from whole blood. Zhang and co-
workers developed a system to remove the cellular com-
ponents from diluted blood using a curved channel [11].
Another blood separation system was presented by
Ha¨berle et al. [12]. In this work, blood has been pre-
separated while flowing through an azimuthally inclined
throttling channel. Subsequently the cellular components
have been collected in a first chamber while the cell free
plasma was collected in an overflow chamber. Li et al.
developed a blood separation structure comprising of two
chambers connected by an out-of-plane valve to prevent
the back-flow of cells into the plasma chamber [13]. The
authors reported a plasma purity of up to 99.9%. These
technologies for complete cell removal are rather straight-
forward to implement on a centrifugal platform. More
recently, research has been focused on the more challen-
ging task of selectively separating target cells from a
mixture of cells. On the one hand, this separation con-
centrates the target cells and thus reduces the sample
volume which needs to be handled on the miniaturized
chip in subsequent process steps. On the other hand,
upstream separation simplifies and enhances subsequent
detection of the target cells. Such a concentration step is
particularly important in cases where the target cells are
present in very low (even single-digit) counts within
large, for example, millilitre sample volumes (for
instance, circulating tumour cells in the blood of cancer
patients). Suspended cells are typically identified and/or
separated based on characteristics such as density, size,
dielectric properties or surface markers. A centrifugal
device using up to six parallel streams with different
densities for cell sorting has been developed by Shiono
and co-workers [14–17]. Another density gradient based
method to separate white blood cells and measure the cell
concentration has been presented by Schaff and collea-
gues [18]. Morijiri et al. presented a centrifugal imple-
mentation of a pinched-flow structure to separate a
mixture of beads based on parameters such as size and
density [19]. Dielectrophoretic (DEP) cell sorting which
relies on differences in dielectric properties has also been
successfully applied to cell separation on disc, using an
array of carbon [20!] or metal electrodes [21]. All the
above described methods rely on differences in the
intrinsic physical properties between different cell types.
The advantage is that this allows for a label-free separa-
tion, eliminating the need for antibodies and complex
sample preparation. However, cells often have very simi-
lar physical properties and can only be distinguished by
characteristic morphologies or surface markers. Methods
such as MACS use marker specific antibodies immobi-
lized on paramagnetic beads that bind to the target cells
and can subsequently be separated from the background
cells by applying a magnetic field. Pamme and co-workers
pioneered pressure-driven microfluidic systems using
magnetic beads for retrieving target cells from back-
ground cells [22,23!] or perform bead-based assays [24].
Recently Kirby et al. developed a centrifugo-magneto-
phoretic sorting scheme on a centrifugal microfluidic
platform to separate magnetically tagged particles
[25!!] or cells [26] from a background population. Target
cells are specifically labelled with magnetic beads. The
cell suspension then sediments under stagnant flow con-
ditions and magnetically tagged cells are deflected
towards an on-disc magnet and thus separated from the
background cells. Chen and colleagues developed a sys-
tem based on negative selection to separate MCF7 cancer
cells from a background of Jurkat cells [27]. In this
approach, magnetic microparticles have been coated with
anti-bodies specific to Jurkat cells. These magnetically
labelled Jurkat cells have then been removed from the
suspension in a multi-stage magnet setup. The authors
reported a depletion rate of 99.96% for Jurkat cells and a
recovery rate of 60 " 10% for MCF7 cells. In another
work from the same group, positive selection using mag-
netic beads was applied to separate circulating endothelia
cells from a background of peripheral blood [28]. Figure 2
shows systems for cell separation using magnetic beads.
Cell capturing and assaying
Another important step of the process chain is to perform
an assay to identify cells and present them for read out.
Specifically the capability to trap cells in spatially well-
defined locations, expose them to different environmen-
tal conditions or reagents and measure the cellular
response on a single cell level has attracted much interest.
2 Analytical Techniques
COCHBI-974; NO. OF PAGES 6
Please cite this article in press as: Burger R, et al.: Centrifugal microfluidics for cell analysis, Curr Opin Chem Biol (2012), http://dx.doi.org/10.1016/j.cbpa.2012.06.002
Figure 1
FC
FEFω
Current Opinion in Chemical Biology
Forces acting on a liquid plug in a channel of a rotating disc. Fc = Coriolis
force, FE = Euler force and Fv = centrifugal force.
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Di Carlo and colleagues presented a pressure-driven
system using an array of u-shaped cups to capture differ-
ent cell types and perform experiments at single-cell level
[29,30]. A similar, flow-based system using an array of
mechanical traps for cell pairing was presented by Skelley
and colleagues [31]. On a centrifugal platform, Kubo and
co-workers performed cell trapping in microchambers and
demonstrated the implementation of an on-disc cell via-
bility assay [32]. Another implementation of single-cell
traps on a centrifugal platform was reported by Lee et al.
[33]. Traps have been aligned along the radially outwards
wall of inclined channels. A cell suspension was then
flowed through and cells were captured in the traps.
Subsequently cytotoxicity studies have been performed
on the captured cells. Single cell traps have also been
utilized to perform on-disc polymerase chain reaction
(PCR) for the detection of Salmonella enterica [34]. Chen
et al. reported on a system comprising of a spiral channels
with integrated trapping sites for cells. Following captur-
ing, the cells were immobilized in agarose gel and peeled
off, thus generating a cell array for off-disc studies [35].
Burger et al. developed a system using an array of scale
matched V-cups to capture microbeads [36!!] and cells
[37]. Because of the purely sedimentation based trapping
Centrifugal microfluidics for cell analysis Burger et al. 3
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(a) Structure for separating particles according to size and density based on pinched flow. The working principle has been demonstrated using PS and
silica beads in different sizes. Large particles with high density are extracted via the first outlets, while smaller particle with lower densities leave at
outlets distant from the inlet. Insets I and II show the forces acting on the particles at two different stages of the separation process. The separation
results of PS and silica (SL) particles for different rotation frequencies are shown in III. With kind permission from Springer Science+Business Media
[19]. (b) Negative separation of MCF7 breast cancer cells from a background of Jurkat cells. The design of the disk and magnet setup is shown on the
top while sequence (1)–(5) show the separation process. Jurkat and MCF7 cells were incubated off-disc with magnetic beads labelled with anti-CD45
IgG to specifically bind the beads to the Jurkat cells. The suspension was then introduced in reservoir A (1). Spinning the disc transferred the cell
suspension to the outer reservoir D via reservoirs B and C, leading to a purification of the cell suspension due to the retention of the magnetically
labelled Jurkat cells in the intermediate reservoirs (2)–(4). After separation, shaking the disc spreads the MCF7 cells on the bottom of the chamber to
perform counting (5). Reproduced with permission of The Royal Society of Chemistry [27]. (c) Centrifugo-magnetophoretic separation of non-magnetic
and magnetic micro beads. The separation chamber is completely filled with PBS buffer before introducing the bead suspension in the loading
chamber. Spinning the disc leads to sedimentation of the particles into the separation chamber under stagnant flow conditions, where the beads are
exposed to the (essentially) transversal magnetic field generated by the on-disc magnets. During sedimentation magnetic beads are separated by size
(insets I and III) and non-magnetic particles sediment on a straight radial pathway into chamber II. With kind permission from Springer
Science+Business Media [25!!].
www.sciencedirect.com Current Opinion in Chemical Biology 2012, 16:1–6
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method (i.e. in the absence of flow lines) a very high
capture efficiency close to 100% was reported. This
platform has been used to perform bead-based immu-
noassays [36!!] as well as discrimination of captured cells
[37]. Very recently, Hattori and Yasuda demonstrated a
system based on double Y-shaped channels to transfer
single cells between two adjacent liquid streams, thus
effectively changing the surrounding medium and
consequently exposing the cells to different conditions
[38]. A system to measure the cell concentration of a
suspension using the optical system of a conventional CD
drive has been presented by Imaad and colleagues [39].
The cell suspension is introduced in microchannels
on a conventional data CD. The data are then read out
using a CD-ROM drive and the error rate generated due
to light being scattered on the suspended cells is mea-
sured. The authors reported a linear correlation between
measured error rate and concentration of cells in the
channels. Systems to perform cell assays are shown in
Figure 3.
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Cell capturing and assaying structures. (a) A chip comprising of reservoirs connected by a double-Y shaped channel. The set-up is shown in (I). (II) Cell
suspension is introduced in the radially inwards channel (sample inlet), while a second (cell free) medium is flowing through the radially outwards
channel (medium inlet). During rotation, cells sediment from the sample stream into the medium stream, thus allowing rapid exchange of the medium
surrounding the cells (IV) and (V). A separation efficiency of 93.5% has been reported. Reproduced with permission from [38]. (b) V-cup based cell
capture scheme. A disc containing four identical cell capturing structures is shown in (I). Cells sediment into the capturing array under stagnant flow
conditions and get mechanically trapped in the scale matched V-cup structures (II). Following capturing, the medium in the chamber can be
exchanged several times to perform immuno staining of cells. Images (III)–(V) show bright field and fluorescent images of the same array area. A mix of
RPMI 8226 and MCF7 has been captured in the array (III). DNA in all cells was then stained with propidium iodide (IV) and MCF7 cells have been
identified with FITC labelled anti-EpCAM IgG (V). Reproduced with permission from [37]. (c) Cell capturing structure comprising of an inclined channel
with capturing pockets along the radially outwards side wall (I). After flowing a cell suspension through the channel, cells are trapped in the pockets (II).
This platform has been utilized to perform cell cytotoxicity experiments. Reprinted with permission from Elsevier [33]. (d) Kubo et al. presented a
structure for the capturing of cells (I). Jurkat cells have been captured and subsequently been stained to differentiate living (green) and dead (red) cells
(II)–(VI). Reprinted with permission from Elsevier [32].
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Conclusion and outlook
The research on centrifugal microfluidic platforms for cell
and particle handling is still in its infancy compared to
commercially, fully established, technologies such as flow
cytometers and multi-well plates. Nevertheless, this ‘lab-
on-a-disc’ platform bears a high potential to provide
advanced tools for cell research as well as for diagnostic
point-of-care applications. Centrifugal platforms are espe-
cially well suited for applications involving cell handling
due to the fact that differences in densities can easily be
harnessed for separation purposes (centrifugation based
cell removal or separation using standard lab centrifuges
are well established), the very simple actuation principle
and the clean, modular separation between (disposable)
disc and drive/readout unit. Despite these advantages,
the centrifugal platform also faces unique challenges,
most notably the unidirectional flow due to the centrifu-
gal force which is always pointing away from the centre of
rotation, and the difficulty to interface the rotating disc
with the stationary instrument (e.g. for power transfer or
signal readout). However, we believe that the advantages
by far outweigh the drawbacks and, considering the
currently on-going research efforts, we believe that the
centrifugal platform has the potential to significantly
advance point-of-care diagnostics.
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B.1 Centrifugally Actuated Mixing Based on Siphon–
Induced Droplet Break Off and Phase Shifting
This work has been submitted to Microfluidics and
Nanofluidcs and is currently under review. Authors:
Robert Burger, He´le`ne Cayron, Nuno Reis, Joa˜o Garcia
da Fonseca and Jens Ducre´e
We present a novel, powerful and compact, batch-mode mixing and dilution tech-
nique for centrifugal microfluidic platforms. Siphon structures are designed to dis-
rupt continuous flows into a sequence of droplets, displaying individual volumes as
low as 100 nL. Using a passive, self-regulating 4-step mechanism, discrete volumes of
the two educts are alternatingly issued into a common intermediate chamber where
the educts converge. The joined droplet then runs down a radial nozzle where it is
advectively stirred and issued into the final receiving chamber. Upon impact onto
the liquid interface, the droplet spreads laterally, resulting in short diffusion dis-
tances. Fast and homogeneous mixing is demonstrated for various combinations of
liquids such as aqueous solutions as well as saline solutions and human plasma. The
mixing quality is assessed on a quantitative scale by using a colorimetric method
based on the mixing of potassium thiocyanate and iron(III) chloride, and in the case
of human plasma using a spectroscopic method. For instance, volumes of 5 µl been
mixed in less than 20 s. Single-step dilutions up to 1 : 5 of plasma in a standard
phosphate buffer solution are also demonstrated.
Introduction
The interest in microfluidic technologies has emerged at breath-taking speed since
their initial pioneering steps dating back mainly to the 1980s and the early 1990s
[179–183]. Initial work overwhelmingly focused on chip-based analytical separa-
tions, e.g. capillary electrophoresis (CE) or high-performance liquid chromatography
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(HPLC), and the miniaturization of individual fluidic components such as pumps
and valves through micromachining. In the recent decade an increasing number of
researchers investigated options to assemble sample preparation steps as well the
assay and detection on so-called lab-on-a-chip platforms.
Lab-on-a-chip platforms can be categorized on the basis of their underlying liquid
handling principles such as electroosmosis, pressure, peristaltics, ultrasonics and
electrowetting. Rotational microfluidic systems are a special variant of lab-on-a-
chip platforms which have thrived in the academic community as well as in the
commercial world. There are two main categories. One of them, which may be
referred to as bioanalytical screening CD, derives from commercial optical disc drive
(ODD) technology (e.g. Compact Disc, DVD). This technology takes advantage of
the high-density data storage capability as well as the favorable pricing for its main
constituents, i.e., the optical pickup unit, the spindle drive and the optical disc sub-
strates [118–120, 184, 185]. The lab-on-a-disc technology [33, 34, 48, 60] investigated
here performs a much smaller number of more complex bioanalytical assay proto-
cols in a sample-to-answer fashion. The technological precursor of these systems are
the centrifugal analyzers which became popular in the 1970s and 1980s [36] for au-
tomating a very limited number of simple assay steps on rather macroscopic sample
volumes, and readout on a centrifuge based instrument. Currently the main areas of
application are immunoassays [186–188], nucleic acid testing [39,67,189–193] and cell
sorting / identification [84, 96, 100]. These lab-on- a-disc systems make specific use
of the interplay of the frequency controlled centrifugal force and capillary action in a
surface-functionalized network of microchannels and cavities. Liquid handling oper-
ations such as valving [16,194,195], metering [38,41], mixing [43–45,47,133], pump-
ing [134, 196], switching / routing of flow [197] and sample preconditioning [67, 68]
have been successfully demonstrated.
While there is no real technological link to the first category of optical data stor-
age technology, it is still convenient to use the (outer) geometric format of a CD
for lab-on-a-disc systems. The nature of the centrifugal field implies an outbound
transport of the sample away from the central axis, so the radial space as well as
the area near the center is rather precious while more space opens up towards the
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outer perimeter. It is therefore an important design goal to reduce the inner area
occupied by sample preparation steps like mixing, which occur early in the process
chain.
This paper demonstrates a novel, spatially compact structure for mixing on a lab-
on-a-disc platform which is a critical step in the workflow of biological assays. In
contrast to macroscopic systems where mixing can be achieved by turbulence in-
ducing means such as stirring or shaking, this approach is not feasible in most mi-
crofluidic systems, mainly due to limitations on the manufacturability of actuated
moving parts and the prevalent laminar flow conditions with Reynolds numbers
typically around unity. Hence, mixing in microfluidic systems is mainly driven by
chaotic advection, i.e., the flow-driven stretching and thinning of reagent layers, and
subsequent diffusion. In general, one can categorize micromixers according to dif-
ferent characteristics [198–200], e.g. batch and continuous flow mode, laminar and
turbulent, planar and 3-dimensional geometry, low- or high-aspect-ratio structures,
manufacturing technologies or active / passive mixers. Active mixers utilize external
forces such as ultrasonic waves [201], electrowetting [202] or periodically changing
flow rates [203]. While it is hard to make a general statement, active mixers tend to
provide shorter mixing lengths, but they are typically more complicated to fabricate
and more complex to control. Their more facile fabrication makes passive mixers
preferable for disposable lab-on-a-chip devices.
Passive mixers use the hydrodynamic energy, e.g., provided by a pressure difference
created by a pump, gravity or centrifugal force, to restructure the liquid flows in
such ways that rapid mixing is promoted. Examples for passive mixing principles
are bas/relief structures incorporated in the channel walls to induce advection in a
liquid flow [204] and multi-lamination of flow [205], e.g. through split-and-recombine
strategies [206, 207]. Mixing principles using the specific effects on centrifugal lab-
on-a-disc platforms include Coriolis-force induced split-and-recombine [43], advec-
tion [44] and reciprocating flow [47, 133] as well as batch mode mixing by periodi-
cally changing angular acceleration and / or magnetic beads [45]. Also, the periodic,
centrifugo-capillary driven recirculation of flow has been utilized to mix larger vol-
umes on lab-on-a-disc devices [133].
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Interestingly, it is in some cases actually difficult to distinguish these rotational mix-
ers as purely passive or active; on the one hand, the power for the mixing processes
is drawn from the same rotational motion as the flow, i.e. in this regard it should
be passive. On the other hand, the actuation mechanism for mixing is still to a
large extent decoupled from the centrifugal force driving the flow. For instance, the
rotationally induced mixing can be implemented by driving a radial flow through
the centrifugal force while transverse stirring is agitated by the Coriolis force [43].
As these two pseudo forces are both linked to the rotation, they display a different
scaling with the centrifugal frequency and are directed perpendicular to each other.
In this paper we for the first time describe and characterize a passive, batch-mode,
siphon- based striation mixer on a centrifugal microfluidic lab-on-a-disc platform.
The novel principle dissects the centrifugally driven flows originating from two sep-
arate educt reservoirs into discrete droplets. In a first step, these droplets are alter-
natingly issued into a common chamber where the educts are contacted. Next, the
joined droplets run through the nozzle at the outlet of the intermediate chamber and
are issued as droplets into a final mixing chamber where they are laterally stretched
by their impact on the liquid interface. The mixer shows a good mixing performance
while requiring a comparatively small footprint, thus saving precious real estate on
the disc substrate.
Following this introduction, we briefly survey the hydrodynamic principle under-
lying our centrifugal striation mixer. In the subsequent experimental sections, we
describe the materials and fabrication of our mixer, as well as the methods used to
experimentally characterize its mixing performance. Finally we conclude and give
an outlook to future work.
Operational Principle
We pursue a novel, 4-step concept to create alternating lamellae for rapid mixing on
a centrifugal microfluidic platform:
1. Discretization of continuous flow by siphon mechanism into droplets
2. Contacting of educt droplets in an intermediate chamber
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3. Flow-based pre-mixing of educts in a nozzle channel
4. Mixing by droplet impact on liquid interface in the outer chamber
The droplet formation in the first step is implemented by siphon-induced flow dis-
cretization as schematically outlined in Fig. B.1. Liquid is centrifugally driven into
a retention chamber at a flow rate, Qi, scaling with the square of the rotational
frequency (Fig. B.1 a). The outlet of this first chamber is connected to a siphon.
Given that the frequency dependent centrifugal force is able to suppress capillary
priming of the siphon channel, liquid will continuously fill the chamber (Fig. B.1
b) until the liquid level rises beyond the crest point of the siphon. At this instance,
the siphon based valve yields to release the transiently stored liquid at an outgoing
flow rate, Qo (Fig. B.1 c). If the respective flow resistances of the inlet and outlet
sections of the siphon are properly chosen, i.e., Qo exceeds Qi, the retention chamber
empties and the intrusion of gas disrupts the continuous liquid column which results
in a droplet being issued into the mixing chamber (Fig. B.1 d). At this point, the
flow-discretization cycle starts over and the siphon acts again as a closed valve until
the crest point is reached.
The size of the individual droplets is determined by the aggregate volume of the
retention chamber Vc and the connected siphon up to the crest point Vs (Fig. B.2).
These volumes can easily be adjusted in the layout to deliver the desired droplet
volumes. The smallest droplet volumes can be obtained by completely eliminating
the chamber and connecting the siphon directly to the inlet channel. The droplet
volumes studied in this paper range from 100 nL to 890 nL.
In the second step, droplets emerging from the two educt feeds are dispensed
into a common contacting reservoir (Figure B.3 ). It is very difficult to identify
the exact mechanism for the phase shift. However, empirical evidence shows that
efficient mixing is always achieved. We speculate that the introduction of a droplet
into the common mixing chamber creates a slight back pressure on the other siphon
resulting in alternating droplet dispensing. The joined droplets then continue into a
single nozzle outlet where they are agitated by hydrodynamically induced advection.
Finally, these pre-mixed droplets are issued again from the common nozzle into the
common receiving chamber, where they spread upon impact on the surface of the
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Figure B.1: Working principle of the flow discretization structure. Image (a) shows a typical disc
containing 3 identical mixing structures. The insert illustrates the flow break-up principle. Under
the impact of the centrifugal field liquid flows through an inlet channel at a flow rate Qi into the
retention chamber (b) where it accumulates (c). Once the liquid level has passed the crest point of
the siphon, the valve opens and liquid exits at a flow rate Qo (d). When the chamber is empty, the
liquid column breaks and the cycle resumes (e).
Figure B.2: Relation of the droplet volume with the geometry of the retention chamber. (a)
Chamber with attached outlet siphon. (b) The chamber is eliminated to minimize the droplet
volume.
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resident mixture.
Figure B.3: Mixing structure for generating 420 nL droplets. Educt streams are discretized into
droplets and dispensed through the siphons into the premixing chamber, from where the droplets
are dispensed into the mixing chamber.
The key impact parameters of the centrifugal mixer are the statically defined
volume of the siphon and connected chamber, the flow resistances of the inlet and
outlet sections of the retention chamber and the nozzle channel, the lateral cross
section of the common mixing chamber as well as the dynamically adjustable rota-
tional frequency ω. Assuming laminar conditions in the common mixing chamber,
Fick’s law implies that the mixing time
tmix ∝ l2/D
scales with the square of the layer thickness l and the inverse of the diffusion
coefficient D. Assuming ideal, planar spreading upon impact, the layer thickness,
l, depends on the droplet volume and the lateral extension (i.e., the width and the
depth) of the mixing chamber. The mixing performance is not directly linked to
the volume flow rate as long as the time period between two subsequent droplets is
sufficiently large to allow lateral spreading. To avoid the formation of a large single
layer with long diffusion lengths at the end of the lamination process, it is important
that both educt reservoirs are depleted at roughly the same instant in time. The
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time for the delivery of the entire liquid volume
t = Veduct/Qi
corresponds to the quotient of the initial volume Veduct and the discharge flow
rate Qi, which in turn is given by the equivalent hydrostatic pressure difference ∆Pω
divided by the flow resistance of the inlet section Rhd.
Qi = ∆Pω/Rhd
The hydrostatic pressure difference ∆Pω is given by
∆Pω = ρr¯∆rω
2
with the density ρ, the mean radial position r¯ and radial length ∆r of the liquid
volume in the educt chamber. Finally, the hydraulic resistance of a square channel
can be approximated by:
Rhd =
8(1 +Ar)
2 ηl l
Ar A2
With ηl being the viscosity of the liquid, Ar the aspect ratio of the channel and A
its cross sectional area.
Experimental
Materials and Fabrication
Discs have been manufactured using two different methods, hot embossing and direct
fabrication in dry film resist (DFR).
The masters for hot embossing have been created using SU8. To this end first a
layer of SU-8 3005 (Microchem, USA) has been spin coated on a silicon wafer at
2500 RPM and subsequently been flood exposed (MA 56, Karl Su¨ss, Germany). This
layer serves to improve the adhesion of the subsequent layers and hence increase the
life time of the master. A second layer of SU8 3025 was then spin coated with a
thickness of 30 µm, baked for 15 min at 95 ◦C and structured with an exposure
energy of 240 mJ cm−2. Following a post exposure bake of 3 min at 95 ◦C a third
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layer of SU8 3050 with a thickness of 170 µm was spin-coated in two steps. After
each step the resist was baked on a hot plate at 95 ◦C for 20 min. The resist was
then structured using an exposure intensity of 300 mJ cm−2. Subsequently post
exposure bake was performed at 95 ◦C for 6 min, followed by removal of unexposed
resist in standard developer solution. The resist was then hard baked at 150 ◦C for
90 min. To facilitate demoulding of the master after hot embossing the surface of the
master was coated with a layer of Octadecyltrichlorosilane (OTS) (Sigma-Aldrich,
Ireland). The coating has been created by immersing the wafer in a solution of 400
µM of OTS in heptane (Sigma- Aldrich, Ireland) for 120 min. Subsequently the
master was sonicated in heptane for 5 min, followed by rinsing with methanol and
finally baked on a hot plate at 100 ◦C for 20 min. This resulted in a hydrophobic
surface coating with a water contact angle of approximately 108◦ and significantly
facilitated demoulding as compared to untreated masters. Discs were embossed
in 2 mm thick PMMA sheets (Radionics, Ireland) using a HEX-02 hot embosser
(Jenoptik, Germany) at a pressure of 2.85 MPa and an embossing temperature of
123 ◦C. The best pattern transfer was achieved with an embossing time of 310 s.
The total cycle time was 15 min, only. Figure B.4 shows a comparison of the master
profile and the replicated PMMA disk.
After embossing, fluidic inlets were drilled and the discs were sealed by bonding to
a PMMA disc using pressure sensitive adhesive (Adhesive Research, Ireland).
Figure B.4: Profile of SU8 master used for embossing (left) and profile of embossed PMMA mixing
structure (right).
Discs for the asymmetric mixing of PBS buffer and plasma were manufactured
using dry film resist (DFR). A CO2 laser (Epilog, USA) was used to cut the PMMA
substrates to disc shape and create fluidic I/O ports. Subsequently a layer of 120 µm
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thick DFR (Ordyl P50120, Elga Europe, Italy) was laminated onto the PMMA disc
and structured with the reservoirs and mixing structure by exposure to UV light.
The connecting channels between initial reservoirs and discretization chambers were
created in 55 µm thick DFR (SY 350, Elga Europe, Italy) laminated on a 600 µm
thick polycarbonate disc. After removing unexposed areas of DFR, both parts were
aligned and bonded by lamination at 80 ◦C.
Methods
The experimental setup used to perform the fluidic experiments consists of a com-
puter controlled motor for spinning the discs (Faulhaber Minimotor SA, Switzer-
land), a stroboscopic illumination (Drello, Germany) and a highly sensitive colour
camera (Pixelfly qe, PCO, Germany) attached to a motorized 12x zoom lens (Navi-
tar, USA). The quality of the mixing of potassium thiocyanate and iron(III) chloride
was evaluated using a colorimetric method. Subsequent to mixing, an image of the
resulting mixture was acquired using the camera of the test point setup. Using an
image processing software (ImageJ, NIH, USA), the area containing the mixture
was selected and the standard deviation of the histogram was calculated. Since the
supply reservoirs did not always empty at the same time, the area where droplets
were issued into the mixing reservoir was excluded from this analysis when it only
contained one type of educt. To compensate systematic errors due to the measure-
ment setup, the standard deviation of a reference mixture was recorded and later
used to normalize the standard deviations measured during the experiments. The
reference solution was prepared by mixing equal volumes of potassium thiocyanate
and iron(III) chloride solution using a vortex mixer. Then the same amount of ref-
erence solution used in the mixing experiments was pipetted into an identical disk
device and an image was acquired.
In experiments where plasma and PBS were mixed, a modified version of the mix-
ing structure was used (Fig. B.5 ). The mixing chamber is connected to a siphon
which in turn leads to a sample collection reservoir. After performing the mixing,
the disc is stopped to prime the siphon. The disc is then spun again and a part of
the mixture is transferred to the sample collection reservoir while monitoring the
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liquid level in the collection reservoir using the camera. The disc is stopped after a
sample of 1.5mul has been collected. This sample is then collected from the reser-
voir and stored for further analysis. The sampling step is repeated until all mixed
liquid is collected. The mixing quality of each 1.5 µl sample was then assessed using
a spectrophotometer (Nanodrop 1000, Thermo Scientific, USA). The concentration
of plasma proteins in each of these aliquots was determined by measuring the ab-
sorbance at 280 nm. A perfect mixture would display the same concentration of
proteins in all aliquots. Typically 7 to 9 aliquots were collected per mixing trial.
Figure B.5: Structure used to aliquot samples of plasma/PBS mixture.
Results and Discussions
All mixing experiments presented in this work have been carried out at rotation
frequencies between 40 and 50 Hz. The mixing quality was evaluated immediately
after mixing. At first, mixing of symmetric droplet volumes has been examined using
4 different structures which allow dispensing of different liquid volumes Vc + Vs (Fig.
2): 170 nL, 240 nL, 420 nL and 890 nL. All experiments have been performed with
5 µl of each educt and mixing has been performed in less than 20 s.
A frame sequence obtained while dispensing discrete 170 nL volumes is shown in
Figure B.6. The photos visualize the alternating dispensing of educt droplets from
the flow discretization siphons, pre-mixing and dispensing of the droplets into the
mixing chamber. A movie showing the mixing process is also available as electronic
supplementary information.
The results of the mixing experiments with potassium thiocyanate and iron(III)
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Figure B.6: The image sequences show the droplet dispensing and pre-mixing process. Educts
enter the siphon channels (a). The liquids are alternatingly issued into the common chamber with
the nozzle outlet where the educts are pre-mixed before being dispensed through the nozzle into
the mixing chamber (b – e). Scale bar is 2 mm. A movie of the mixing is provided as ESI.
chloride is shown in Fig. B.7. These results confirm that, as expected, a reduced
droplet size results in a faster and more homogenous mixing due to shorter diffusion
distances.
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Figure B.7: Normalized standard deviation of mixed aqueous solutions as a function of the droplet
size provided by the two disc-based siphons. A value of unity corresponds to perfect mixing. The
measured standard deviations were calibrated against the standard deviation of a sample processed
by a conventional vortex mixer.
As expected, decreasing the droplet volumes leads to an increased homogeneity
of the mixing. Furthermore, the mixing quality obtained with the smallest droplet
volumes is close to the reference mixture.
Based on the outcomes of these experiments, mixing structures for the dilution of
plasma have been designed. Since the smallest droplets delivered the best mixing
quality, a discretization volume of 100 nL was chosen for the plasma dilution struc-
ture. We examined dilutions of plasma in PBS in ratios of 1 : 2.6 and 1 : 5, whereas
the hydraulic resistance of the connecting channels were adjusted such that both liq-
uid reservoirs emptied at the same time. Hydraulic resistances have been calculated
based on the theory detailed above and channel parameters have been optimized
experimentally. Fig. B.8 shows the results obtained for several experiments with
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these structures. The histograms show the distribution of the protein concentration
in the aliquots. Ideally, the concentration of all aliquots would be identical. These
results demonstrate that the here proposed approach is well suitable for diluting
human blood plasma in PBS.
Figure B.8: Results of mixing experiments with blood plasma and PBS buffer for two different
mixing ratios. Histogram (a) shows the concentration distribution for a dilution of 1 : 5, while
histogram (b) displays the distribution for a mixing ratio of 1 : 2.6. The red bars indicate the
populations with the target dilution.
Conclusion and Outlook
This work for the first time exploits siphon-induced flow discretization to perform
batch-mode mixing and dilution of liquids in a compact, small-footprint structure
on a centrifugal microfluidic lab-on-a-disc platform. The here presented technology
is suitable for mixing liquids at ratios between unity and 1 : 5. Higher mixing ra-
tios may be realized through a cascading strategy. Furthermore, our structure has
proven to be suitable for mixing liquids with considerably different hydrodynamic
properties, such as human blood plasma and standard buffer solutions. Moreover,
our new mixing technique obviates surface modifications and runs at a constant spin
rate. The fact that the structures have successfully been prototyped using hot em-
bossing suggests that this mixing scheme is well amenable to large scale production
techniques such as injection moulding.
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Abstract There has been a recent surge of research output
on magnetophoretic lab-on-a-chip systems due to their
prospective use in a range of applications in the life sciences
and clinical diagnostics. Manifold applications for batch-
mode or continuous-flow magnetophoretic separations of
cells, proteins, and nucleic acids are found in bioanalytics,
cell biology, and clinical diagnostics. To ensure stable
hydrodynamic conditions and thus reproducible separation,
state-of-the-art magnetophoretic lab-on-a-chip systems
have been based on pressure-driven flow (Gijs in Microfluid
Nanofluid 1:22–40, 2004; Pamme and Manz in Anal Chem
76:7250–7256, 2004; Pamme in Lab Chip 7:1644–1659,
2007; Karle et al. in Lab Chip 10:3284–3290, 2010), which
involves rather bulky and costly instrumentation. In a flow-
based system, suspended particles are following the liquid
phase as a result of the Stokes drag, thus being fully exposed
to divergent flow lines around obstacles and pump-induced
pressure fluctuations. To eventually achieve more stable
hydrodynamic conditions, improved control of magnetic
particles, a more compact instrumentation footprint, and
integration of high-performance upstream sample prepara-
tion, this work introduces a novel two-dimensional particle
separation principle by combining magnetic deflection with
centrifugal sedimentation in a stopped-flowmode (i.e., mere
particle sedimentation). The experimental parameters
governing our centrifugo-magnetophoretic system are the
strength and orientation of the co-rotatingmagnetic field, the
rotationally induced centrifugal field, and the size-depen-
dent Stokes drag of the various particles with respect to the
(residual) liquid phase. In this work, the following set of
basic functional modes is demonstrated as proof-of-concept:
separation of magnetic from non-magnetic particles, routing
of magnetic particles based on control of the spin speed, and
size separation of various magnetic particles. Finally, a
biomimetic application involving the separation of particles
representing healthy cells from a very small concentration of
magnetic particles of a similar size, mass and magnetization
as a immuno-magnetically tagged target cell, for instance
mimicking a circulating tumor cell.
Keywords Centrifugal ! Microfluidic ! Magnetophoresis !
Separation ! Particles
1 Introduction
The isolation and identification of unique biological cells
of interest from a large population of background cells
remain a challenge in biomedical diagnostics and analysis
(Gijs 2004; Pamme and Manz 2004; Pamme 2007; Pappas
and Wang 2007). For example, the capture and isolation of
rare bioparticles such as circulating tumor cells (CTCs) or
septic bacteria, which may only be present in concentra-
tions as low as 1 cell/mL of blood in an abundant back-
ground of other blood cells, bear an obvious application
potential towards cancer screening and molecular diag-
nostics (Pappas and Wang 2007; Siegrist et al. 2009).
While larger, automated systems, such as fluorescence- and
magnetically assisted cell sorters (FACS and MACS,
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respectively), have been successful, their associated
instrumentation and operation prove to be bulky, complex,
and expensive (Pappas and Wang 2007).
Thus, the development of smaller-scale, microfluidic
cell capture and isolation systems remains of high interest.
Such systems would benefit from the commonly quoted
advantages of microfluidics (e.g., high amenability to
automation, process integration, multiplexing and parall-
elization, substantially reduced sample and reagent vol-
umes, smaller instrument footprint, portability, low costs of
ownership) while possibly gaining additional functionality
over current mesofluidic systems (Beebe et al. 2002; Manz
et al. 1990). However, proof-of-concept of such a system
will only transfer into useful applications, if it can be
integrated with upstream sample preparation (Haeberle
et al. 2006) to form a full-fledged sample-to-answer tech-
nology. In the case of rare cell detection from whole blood,
the platform utilized must also be able to process and
handle the comparatively large blood-sample volumes in a
low-loss fashion to obtain statistically representative
counts of these bioparticles (Siegrist et al. 2009).
A common, general method for biological separation is
the linking of analytes with particles/beads, followed by the
subsequent control and separation. This continues to be a
feasible approach to the problem, and has already found
widespread commercial applications using magnetic par-
ticles (Gijs 2004; Pappas and Wang 2007; ThermoScien-
tific KingFisher; Veridex). Smaller-scale systems have also
been developed, including microfluidic continuous-flow
and magnetophoretic systems (Gijs 2004; Pamme and
Manz 2004; Pamme 2006; Pamme and Wilhelm 2006).
To the best of the authors’ knowledge, all continuous,
microfluidic separation systems shown to date have been
flow-based, pressure-driven systems. However, such
implementations exhibit inherent disadvantages. Initial
particle focusing is an issue, as the microparticles tend to
follow divergent flow lines to compromise resolution.
Moreover, pressure-driven systems, while providing good
control at larger flow rates, tend to be difficult to manage at
low flow rates, which are required for microparticle control
and focusing (Ducre´e et al. 2007; Gorkin et al. 2010;
Madou 2002; Madou et al. 2006).
In an effort to overcome these disadvantages, this work
adapts a magnetophoretic system onto a rotational lab-on-
a-disc platform operating in stopped-flow mode. The cen-
trifugal, artificial gravity force propels particles through a
stagnant carrier fluid and separates/routes them according
to their density, size, and magnetic properties in the pres-
ence of a co-rotating, permanent magnet polarized in a
direction perpendicular to the centrifugal force. Apart from
the elimination of (divergent) flow lines, obvious advan-
tages are gained with the centrifugal system as compared to
common pressure-driven schemes, including the simple,
cost-efficient, low-maintenance instrumental setup (‘‘CD
player’’), the ease-of-handling of the disc-shaped substrates
(‘‘CDs’’) that do not require tubing interconnects, and the
freely programmable and inertially stabilized, jitter-free
centrifugal actuation mechanism that features a large force
range and a rotationally symmetric field for facile parall-
elization (Ducre´e et al. 2007; Gorkin et al. 2010; Madou
et al. 2006; Burger and Ducre´e 2012).
1.1 System concept, design, and advantages
In this work, a magnetophoretic system inspired by the
concepts of Pamme and Manz (2004) was for the first time
adapted onto a centrifugal microfluidic platform towards cell
separation applications. The device works by centrifugally
sedimenting particles in a stagnant carrier fluid through a
magnetic field generated by disc based permanent magnets
(Fig. 1). The novel, two-dimensional, centrifugo-magneto-
phoretic system is governed by the interplay of several
experimental control parameters and forces as follows:
rotational spin speed (controls centrifugal field), particle size
and viscosity of the carrier fluid (affects Stokes drag), particle
density (impacts sedimentation rate), and the geometry of the
separation chamber (controls, for instance, particle residence
time and magnetic field distribution). Moreover, the strength,
position, and orientation of the co-rotating permanent magnet
can also be customized.
The entire system (Fig. 2) is first primed with liquid.
Next, a particle suspension is introduced to the loading
chamber. After mounting of the on-chip permanent mag-
net, the hybrid, microfluidic disc is placed on a spin-stand
motor and rotated at various speeds to centrifugally sedi-
ment and separate/route the particles. The particles first
enter the focusing channel where they are aligned along the
wall distant to the magnet (Fig. 1). Upon leaving the
focusing channel, magnetic particles are immediately
deflected towards the permanent magnet near the opposite
sidewall of the separation chamber. Depending on the spin
speed and their size, the particles either arrive in the cap-
ture notch A (towards low RPM) or the collection reservoir
C (towards high RPM). In contrast, all non-magnetic par-
ticles sediment on straight, radial trajectories through the
separation chamber into reservoir B.
It is worth emphasizing again that sedimentation occurs
without flow; particles merely sediment through the sta-
tionary carrier fluid; therefore, eliminating impairment of
the separation resolution caused by divergent flow lines
and hydrodynamic instabilities. Thus, if these magnetic and
non-magnetic particles are mixed and introduced simulta-
neously, they can easily be spatially separated, even under
low hydrodynamic or mechanical stress (e.g., compared to
just holding a permanent magnet against the outer wall of
the vessel).
Microfluid Nanofluid
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Within the wide spectrum of possible system designs
and operational parameters, this proof-of-concept paper
reports on a specific geometrical layout that was chosen to
display several basic functional modes of the centrifugal
magnetophoretic system. In this work, silicone discs are
fabricated and tested to first show separation of magnetic
from non-magnetic particles. Next, separation of different
sizes of magnetic particles is shown, followed by routing of
a fixed type of magnetic particle to a designated location
controlled by the rotational spin speed. Finally, we present
a threefold differential separation of a mixture of non-
magnetic particles and magnetic particles of different sizes.
This particle separation may be regarded as biomimetic of
an actual sample of untagged cells, magnetically tagged
cells and excess tagging particles.
2 Materials and methods
2.1 Device fabrication
The microfluidic devices were designed in AutoCAD
(Autodesk, Inc., CA, USA) and fabricated out of poly-
dimethylsiloxane (PDMS) (Sylgard 184, Dow Corning;
#101697, Farnell, UK) using standard SU-8 soft-lithogra-
phy processes (Xia and Whitesides 1998; Steigert et al.
2007a, b). A two-level, SU-8 mold was created on a bare,
400 Si wafer by first spinning on SU-8 3050 (Microchem,
MA, USA) to a thickness of 100 lm; this first layer formed
the focusing channels and separation chambers (Fig. 2).
The second SU-8 layer was spun on to a thickness of
150 lm and formed the loading chambers. Baking, UV
exposure, and developing steps were performed separately
for each layer according to the manufacturer’s
Fω
A B
20-µm magnetic bead
1-µm magnetic bead
20-µm non-magnetic
1-µm magnetic
20-µm magnetic
20-µm non-magnetic
100µm
C
Fig. 1 a Photograph of a single centrifugo-magnetophoretic separa-
tion device on the disc with relevant features labeled. b Schematic
and magnetic model showing the separation forces present in the
system with calculated trajectories and destinations of three different
particles. The centrifugal force fx and the magnetic force fm are also
displayed, with magnetic field intensity being represented by a color
gradient. Magnetic modeling was done with the program ‘‘FEMM-
finite element method magnetics’’. The Coriolis force is not shown
but it will act opposite to the direction of rotation (i.e., pointing away
from the magnets). c Image of three-way separation of beads at the
opening of the separation chamber as outlined in the schematic. 1-lm
particles have formed ‘‘trains’’ along the field lines and are, therefore,
visible as long streaks, not individual spheres
1cm 
Fig. 2 Photograph of entire disk, showing six microfluidic chambers
with three magnets parallel to each chamber. The magnified views of
the individual chambers can be seen in Fig. 1
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recommendations. Note that each disk contains six identi-
cal separation structures.
After creation of the SU-8 mold, it was cleaned using
UV/ozone for 5 min and then silanized using octadecyl-
trichlorosilane (#O5877, Sigma-Aldrich, IE) vapors for at
least 4 h to promote PDMS release. To prepare the PDMS,
Sylgard 184 curing agent and base were mixed in a ratio of
1:5 by weight, degassed, poured over the SU-8 mold,
degassed again until all bubbles were eliminated, and then
cured in an oven at 70 !C for 1 h. The PDMS part was
removed from the mold, and holes, including the center
hole, loading holes, and permanent magnet holes, were
punched and cut out from the disc manually.
Next, stock 2-mm thick polymethylmethacrylate
(PMMA) (#824-632, Radionics, IE) was laser cut into a
standard CD format (12-cm diameter) and cleaned using
isopropanol and DI water. Sylgard 184 curing agent and
base, mixed this time in a mass ratio of 1:20, was mixed,
degassed, and spun onto the PMMA disc at 1,500 revolu-
tions-per-minute (RPM). The PDMS-coated disc was then
cured in an oven at 70 !C for 1 h. Finally, the PDMS
microfluidic device, with pre-cut holes, was manually
aligned to the PDMS-coated PMMA base. The PDMS-to-
PDMS bond was enabled by the mismatch in the concen-
trations of the curing agent (Thorsen et al. 2002), thus
forming a practically irreversible bond between the PDMS
layers. Adhesion between the spun-on PDMS and clean
PMMA disc was completely leak-proof at the spin speeds
used in these experiments.
2.2 Spin-stand instrument
To run the separation experiments, a servo-motor coupled
to a stroboscopic visualization system similar to that
already described in the literature (Grumann et al. 2005)
was used for particle flow and tracking during rotation. A
servo-motor (4490 series, Faulhaber, DE) was mounted to a
framed support, and a custom chuck was machined for
securely attaching standard discs to the servo-motor shaft.
A CCD camera (Sensicam series, PCO, DE) was placed
directly above the motor, and a combination of optical
components (Navitar, NY, USA) and controls for particle
visualization were attached to the camera to obtain a
microscopic image; the optical setup also included a
motorized zoom and focus to allow for multi-scale imaging
of features on the microfluidic device. A linear drive was
used to radially position the camera along the disc.
The camera was triggered to capture one frame per
rotation, such that a movie composed of a sequence of still
images taken at the same location on the disc could be
acquired. A custom control box was fabricated to handle
triggering between the motor, camera, and stroboscopic
illumination system; the trigger box also served to control
the circumferential location along the disc for image
acquisition. The combined action of the linear camera drive
and the trigger box provided full control to select the
desired sector of the disc to be investigated and imaged.
The stroboscopic system (Drelloscop 3244, Drello, DE)
utilized a liquid light-conductor for illumination and was
mounted above the disc and to the side of the camera. A
desktop PC (Dell, US) was used to control the spin speed
and sequences of the motor as well as for monitoring and
image acquisition. The custom spin-stand instrument
allowed for real-time movement and magnification, such
that the flow of particles through the microfluidic device
could be tracked. The optical clarity of the PDMS and
PMMA device components, the bright stroboscopic illu-
mination as well as coloring of the particles (Sect. 2.3)
provided adequate contrast for visualization.
2.3 Particle separation experimental materials
Various types of particles were sourced for characterizing
the centrifugal-based magnetophoretic system. The parti-
cles used included polystyrene particles (d = 20.0 lm;
*1.1 g cm-3; #PS, MicroParticles, GmbH, DE), and iron-
core, paramagnetic polystyrene particles of two different
sizes (d = 1.43 and 18.8 lm; *1.7 g cm-3; #PS-MAG-
S1792, #PS-MAG-S1985, and #PS-MAG-S1986, Micro-
Particles, GmbH, DE). The polystyrene particles were
yellow and the magnetic particles were red; this allowed
for easy visualization and differentiation on the spin-stand
instrument and under the bright-light microscope. Particle
sizes will be referred to as 20 lm (magnetic and non-
magnetic), and 1 lm (magnetic) for convenience.
All particles arrived as either 5 or 10 % w/v solutions.
After vortexing and/or sonication to homogenize the sus-
pensions, dilutions of each particle type were made through
a 1:10 ratio of particles to medium. The dilution medium
consisted of phosphate buffered saline (PBS) with 0.1 %
BSA. All particle mixtures were vortexed briefly before
introduction to the disc.
2.4 Biomimetic separation experimental materials
For the biomimetic cell separation experiments, red, 20-lm
magnetic particles were used to mimic cells of a similar
size, mass and iron content which are coated with several
hundred biofunctionalized 1-lm magnetic beads. Back-
ground, untagged blood cells were represented by 20-lm
polystyrene particles as they were of a similar mass as
blood cells and exhibit a different color to the magnetic
particles. Finally, a real-world analytical sample would
exhibit excess tagging particles, in this case 1.43 lm,
magnetic iron cored polystyrene particles. These were also
included in the sample to give a more realistic biomimetic
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blood sample of 20-lm polystyrene beads, 20-lm iron
cored polystyrene beads and 1-lm iron cored magnetic
beads. This sample was then processed through the cen-
trifugo-magnetophoretic system, and 3-way separation was
observed as discussed in Sect. 3.2 (Table 1).
2.5 Experimental protocol and data analysis
After assembly and fabrication (Sect. 2.1), the microfluidic
disc (Fig. 2) was primed with an excess (50 lL) of solution
using degas-driven flow (Hosokawa et al. 2004) and then
placed onto the spin-stand instrument. Nickel-plated, rod-
shaped permanent magnets made of NdFeB (3 mm diam-
eter, 6 mm long) (S-04-10-AN, SuperMagnete, DE) were
mounted on the disc. Next, 2-lL aliquots of the various
microparticle mixtures were placed in the loading chamber
and then centrifugally sedimented through the system; spin
speeds in the range of 225 RPM to 750 RPM were evalu-
ated. A spin speed of 420 RPM was found to feature
optimum separation of particles. The trajectories of the
deflected particles were monitored using the stroboscopic
imaging system described above and total number of par-
ticles trapped in each area was calculated using the theory
of random loose packing (Silbert 2010) where the captured
number of particles was large, and counted under an optical
microscope where the number was small (roughly\20) and
easily visible.
Particle deflection/separation was quantified by calcu-
lating the percentage of particles that ended up in each of
the three chambers with the 1-lm magnetic beads in
chamber A, the 20-lm non-magnetic beads in chamber B,
and the 20-lm magnetic beads in chamber C (Fig. 3).
2.6 Magnetic modeling and measurements
To initially optimize the position and properties of the on-
disc permanent magnet, we simulated the magnetic fields
for various types and positions of permanent magnets
(Fig. 1b) with the software package FEMM (Finite Ele-
ment Method Magnetics (FEMM)). It was found that
magnets producing a high magnetic field gradient would be
needed for this system, and so NdFeB magnets were cho-
sen. It was also determined that three rod-shaped magnets
(3 mm diameter, 6 mm long) placed at a distance of
approx. 2.5 mm from the side and staggered along the
length of the separation chamber would exhibit a suitable
magnetic flux density and field strength of 130 mT. Fur-
thermore, the magnetic field gradient (as a gross linear
approximation) amounted to roughly 50 mT mm-1. The
positioning of the magnets was selected by an educated
guess initially and then further optimized empirically.
Table 1 Statistical data from five runs of 3-way particle separation
Capture
area
20 lm
non-magnetic
20 lm
magnetic
1 lm magnetic
A 3 (0.02 %) 0 (0 %) 7.1 9 105 (100 %)
B 16,344 (99.93 %) 1.4 (3.7 %) 0 (0 %)
C 9 (0.05 %) 36 (96.3 %) 0 (0 %)
1mm 
1mm 
1mm 
3mm 
A 
B 
C 
Fig. 3 Images of captured particles from three separate experiments.
Capture area a 1-lm magnetic beads were deflected strongly due to
their slow sedimentation speed and 100 % trapping was observed.
Capture area b 100 % of the 20-lm non-magnetic beads were
recovered. Capture area c All 20-lm magnetic particles were
retrieved
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To validate the simulation results, the magnetic field
was also measured using a Gaussmeter (#CYHT201, Chen
Yang Technologies, DE). We measured a magnetic field
strength of 100 mT (±10 %) and a magnetic field gradient
(again as a gross linear approximation) of 30 mT mm-1,
correlating well with the modeled data.
3 Results and discussion
This work focuses on the general introduction of the fun-
damental concept of centrifugo-magnetophoretic separation.
A preliminarily optimized, fixed magneto-microfluidic sys-
tem configuration was chosen from a wide range of possible
layouts to demonstrate various basic functional modes of the
system. Experimental results from the solely particle-based
experiments are first presented, showcasing magnetopho-
retic separation capabilities of our novel system along with
considerations of the relative forces involved. Finally, the
results of biomimetic experiments are highlighted, showing
the high potential for real-world applications (Fig. 4).
3.1 Particle-based results and discussion
We start this section with a brief description of the forces
present in this system to leverage the interpretation of the
subsequently presented experimental results and functional
modes.
3.1.1 Separation forces
Particle motion in the system is governed primarily by the
centrifugal (fx) and magnetic (fM) forces, and to a smaller
extent by the velocity-dependent Stokes drag (fD). At ele-
vated particle speeds (relative to the disc), the rotational
Coriolis force (fC) also plays a role in the particle routing
mechanism (Brenner et al. 2005). Briefly, the Coriolis
force, which acts in the same plane as the disc, forces
particles in a direction perpendicular to that of the cen-
trifugal force and opposite to that of the direction of rota-
tion. In fact, for a sufficient magnitude at high
sedimentation speeds, the Coriolis force may artificially
enhance or counteract the observed magnetic deflection/
routing.
The relative strengths of the forces acting on a single
magnetic particle can be estimated based on known and
observed characteristics of the platform in combination
with the results obtained from the magnetic modeling and
measurements. The following equations describe the
magnitudes of the four forces present in the system:
fxj j ¼ mdx2 ð1Þ
fMj j ¼ vP $ vMj j % VPl0
jðB! %rÞB!j ð2Þ
fDj j ¼ 6 p g r0 v ð3Þ
fCj j ¼ 2mx v ð4Þ
500 m 
3mm 
B 
C 
Fig. 4 After introduction of a mixture of yellow, 20-lm nonmagnetic beads and red, 20-lm magnetic beads into the loading chamber, the
system was spun at 420 RPM. A complete, 100 % separation of the beads was observed
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where m is mass of the particle, d its distance from the
particle center to the center of the disc, x is the angular
frequency of the disc rotation, vP and vM are the magnetic
(volume) susceptibilities of the particle and the medium,
respectively, VP is the volume of the particle, B is the
magnetic flux density that arises from the on-chip per-
manent magnet, l0 is the vacuum permeability constant
(1.2566 9 10-6 V s A-1 m-1), g is the viscosity of the
carrier fluid, r0 is the radius of the particle, and v is the
velocity of the particle (Ducre´e et al. 2007; Pamme and
Manz 2004).
For the purposes of these calculations, a 20-lm mag-
netic particle with a density of 1.9 g cm-3 is located at the
side of the separation chamber closest to and radially
aligned with the magnet (at a distance from the center of
rotation of about 35 mm). It is worth noting that a particle
at this position experiences a maximum magnetic force,
and a measured magnetic flux density in the order of
100 mT with an approximate linear gradient of around
30 mT mm-1 was used for the calculations. The magnetic
(volume) susceptibility of the particle is assumed to be on
the order of 0.15 (dimensionless) based on previous pub-
lications, and water is the carrier fluid (Pamme and Manz
2004). At a spin speed of 420 RPM, a mean particle sed-
imentation velocity of 137 ± 12.6 lm s-1 was experi-
mentally observed using ‘‘Tracker’’ video analysis and
modeling software (http://www.cabrillo.edu/*dbrown/
tracker/) over four experiments.
Based on these assumptions, an estimation of the
strength of the forces acting on a single magnetic particle is
obtained as follows: fM = 1,500 pN, fx = 480 pN, fD = 26
pN, and fC = 0.09 pN. Thus, the predominant forces are
the magnetic fM and the centrifugal fx forces, while the
Stokes drag fD and Coriolis fC forces are less prevalent. To
better understand the increased ratio between the two
dominant forces (fM=fx ¼ 3:1) in view of the rather mod-
erate deflection angles observed, one must consider the
transient nature of the magnetic force as experienced by the
particle. While the centrifugal force is unidirectional and
high in magnitude along the entire radial length of the
separation chamber (about 20 mm), the particle experi-
ences strong, lateral magnetic-force components only when
in close proximity to the magnet; this strong magnetic force
is thus experienced throughout a radial travel distance
roughly corresponding to the width of the permanent
magnets (3 mm). These crude approximations provide a
3.1-fold higher magnitude and a 6.7-fold reduced interac-
tion interval of the magnetic force with respect to the
centrifugal force. Thus, it can be concluded that in the
time-average over the two forces, their effective impact on
the particle trajectory is comparable and can, therefore, be
utilized to fine-tune the routing of magnetic particles
through the separation chamber.
3.1.2 Separation of magnetic from non-magnetic particles
The fundamental capability of centrifugo-magnetic sepa-
ration is first demonstrated in its most simple variant, the
capture of 20-lm non-magnetic beads, 20-lm magnetic
beads and 1-lm magnetic beads in three separate capture
areas at a spin rate of 420 RPM (Fig. 3). The selective
routing of the beads to designated capture zones roots in
the specific interplay of the centrifugal force fx (1), mag-
netic force fM (2) and the Stokes drag fD (3). The non-
magnetic particles simple follow fx to sediment straight
down the channel. The 20-lm magnetic beads are addi-
tionally impacted by fM to laterally deflect them into cap-
ture area C. And finally, the 1-lmmagnetic beads are much
lighter than the 20-lm beads; therefore, they move slowly
through the centrifugal field fx, thus experiencing a greater
deflection by the lateral magnetic field fM into the capture
area A (Fig. 3).
The next stage was the separation of magnetic from
non-magnetic particles. To this end, a mixture of mag-
netic and non-magnetic polystyrene particles of similar
size (*20 lm in diameter) was processed at a low spin
speed of 420 RPM for about 20 min. The results in Fig. 4
feature an excellent degree of accuracy and exhibit 100 %
Fig. 5 Schematic of the centrifugo-magnetic principle as applied to
separating magnetically tagged cancer cells from a background of
healthy blood cells and excess tagging beads. The principle is the same as
the bead separation and shows great promise as a method of separating
cells, e.g., CTCs from a background of healthy cells (color figure online)
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separation of 20-lm non-magnetic from 20-lm magnetic
beads.
The next mixture of particles separated was 20-lm non-
magnetic beads and 1-lm magnetic beads. Both types of
beads followed the same pathway as they did when run
separately through the system (Fig. 3) with 100 % of non-
magnetic 20-lm beads captured ending up in capture area
B and 100 % of 1-lm magnetic beads captured ending up
in capture area A. The initial branching of the bead tra-
jectories upon entering the separation chamber in Fig. 1c
shows the 1-lm beads forming ‘‘trains’’ of beads as they
line up along the magnetic field lines (Melle et al. 2001)
and deflecting to the right-hand magnets, with the 20-lm
non-magnetic beads continuing radially outwards.
It should be mentioned that the Coriolis force fC (4) may
to a small extent artificially enhance the observed magnetic
500µm 
A 
100µm
C 
200µm
B 
B 
A 
C 3mm 
Fig. 6 Results of biomimetic experiments with a large concentration
of 20-lm yellow non-magnetic beads and red 1-lm magnetic beads
representing healthy cells and tagging particles, respectively and a
very low concentration of red 20-lm magnetic beads representing
tagged cancer cells. The position of the images (taken from one of the
five runs) is indicated on the schematic. The separation was done with
a very high affinity, very close to 100 %. Statistical results from the
five runs can be seen in the table above which indicates the average
number of each particle captured in each area. Percentage values are
also given. The fact that this level of separation can be achieved from
a mixed population of three samples shows great promise for applying
this system to separate cells (color figure online)
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separation. However, we selected the rotation such that fC
counteracts fM, thus preventing an enhancement of the
lateral deflection. So the experimental results obtained on
the presented choice of the centrifugo-magnetophoretic
system design with the specified control parameters pro-
vide clear evidence for capability of particle focusing and
separation.
3.2 Biomimetic separation results and discussion
The final set of experiments was performed to mimic the
realistic conditions of extremely rare CTCs suspended in
the blood stream. Typically, one CTC would be present in a
background of around 1,000,000 blood cells. Our biomi-
metic sample consisted of a very high concentration of
20-lm polystyrene beads (‘‘main blood cells’’) spiked with
a minute concentration of 20-lm magnetic beads (‘‘mag-
netically tagged rare cells’’) and a high concentration of
1-lm beads (‘‘excess, i.e., unbound magnetic tagging
beads’’). Note that at this pioneering stage of our research,
the CTC-to-blood-cell ratio chosen is still significantly
higher in our biomimetic sample than in a patient blood to
avoid problems with the otherwise required handling of
large-scale, milliliter volumes on miniaturized lab-on-a-
chip system. The final test consisted of five runs with an
average content per run of *16,300 non-magnetic beads
(20-lm, i.e., mimicking non-target cells), *37 magnetic
beads (20 lm, i.e., mimicking tagged target cells) and
*700,000 magnetic tagging beads (1 lm, i.e., mimicking
unbound magnetic tags).
These samples were separated with extremely high
selectivity (Fig. 6). It was observed over the five runs that
96.3 ± 11.2 % of the 20-lm magnetic particles (repre-
senting CTCs) were captured in the correct terminus C,
there were only a small fraction (3.7 %) of false negatives
(‘‘CTCs in B’’) and\0.1 % false positives (‘‘regular blood
cells in C’’). While this level of error is very small, it would
be an unacceptable amount of error if the system were
scaled up to handle realistic CTC concentrations. The
reason for the error was observed to be non-specific
binding of a non-magnetic bead (‘‘regular blood cell’’) to a
magnetic tagging bead and its resulting routing into
chamber C. This issue may possibly be resolved by suitable
optimization of bioanalytical immuno-binding and block-
ing strategies.
4 Conclusions and outlook
In this work, a novel centrifugo-magnetophoretic plat-
form for particle separation was conceptually introduced
and experimentally investigated. According to their
physical properties, such as size and magnetization, the
distribution of the magnetic field, and the freely pro-
grammable spin speed, the platform is capable of routing
microparticles into one out of three available outlets. For
a chosen system configuration, a set of basic functional
modes was investigated using a range of particle types
and rotational frequencies. In this proof-of-concept
study, prospective cell separation capability was evalu-
ated by biomimetic experiments utilizing particles of
similar mass, size and magnetization as target and
background cells as well as an abundance of 1-lm
magnetic tagging particles. The main advantages of the
simple and robust platform are the very stable hydrody-
namic conditions in the centrifugally enabled, jitter-free,
stopped-flow mode which is unique to the centrifugal
platform. In the future, even multidimensional cell sep-
aration may be enabled.
As established in the literature, the centrifugal micro-
fluidic platform is also well-amenable for powerful sample
preparation, including classic methods such as blood sep-
aration through centrifugation (Cho et al. 2007; Ducre´e
et al. 2007; Gorkin et al. 2010; Haeberle et al. 2006;
Haeberle and Zengerle 2007; Madou et al. 2006; Steigert
et al. 2007a, b). This suggests great opportunity towards a
full-fledged, high-performance sample-to-answer system
for a wide spectrum of applications involving a cell sepa-
ration function.
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C.2 Comprehensive Integration of Homogeneous Bioas-
says via Centrifugo-Pneumatic Cascading
This manuscript has been re-submitted to Lab on a Chip and is currently
under review
C.12
Chapter C Section C.2.0
Lab on a Chip
 
Cite this: DOI: 10.1039/c0xx00000x 
www.rsc.org/loc 
Dynamic Article Links ►
PAPER
 
This journal is © The Royal Society of Chemistry [year] [journal], [year], [vol], 00–00  |  1 
Comprehensive Integration of Homogeneous 
Bioassays via Centrifugo-Pneumatic Cascading† 
Neus Godino♣, Robert Gorkin III, Ana V. Linares, Robert Burger, and Jens Ducrée* 
Received (in XXX, XXX) Xth XXXXXXXXX 20XX, Accepted Xth XXXXXXXXX 20XX 
DOI: 10.1039/b000000x 5 
This work for the first time presents the full integration and automation concept for a range of bioassays 
leveraged by a centrifugo-pneumatic valving scheme. After sample and reagent loading, a high level of 
flow control and synchronization is achieved during the sequential movement of several liquids through 
shared channel segments for multi-step sample preparation into the detection zone. This novel, 
centrifugo-pneumatic cascading significantly simplifies system manufacture by obviating the need for 10 
complex surface functionalization procedures or hybrid materials integration as it is common in 
conventional valving methods like siphoning, capillary burst valves, or sacrificial valves. Based on the 
centrifugo-pneumatic valving scheme, this work presents a toolkit of operational elements implementing 
liquid loading/transfer, metering, mixing and sedimentation in a microstructured polymer disc. As a proof 
of concept for the broad class of homogeneous bioassays, the full integration and automation of a 15 
colorimetric nitrate/nitrite test for the detection of clinically relevant nitric oxide (NO) in whole blood is 
implemented. 40 µL of plasma is extracted from a 100-µL sample of human blood, incubated for one 
hour with the enzymatic mixture (60 µL), and finally reacted with 100 µL of colorimetric (Greiss) 
reagents. Following single loading phase at the beginning of the process, all of these steps are automated 
through the centrifugo-pneumatic cascade. Our system shows good correlation with controls up to 50 µM 20 
of nitrate, which well covers the healthy human range (4 µM to 45.3 µM). 
Introduction 
Since their inception in the 1990s, centrifugal microfluidic plat-
forms have been developed in numerous academic and corporate 
groups1, 2. By now, a comprehensive set of laboratory unit 25 
operations (LUOs) such as metering, mixing, diluting, reagent 
storage, and cell lysis has been created and exploited for 
integrating assay protocols and detection. 
Recently pneumatically assisted pumping was shown to 
overcome limitations in centrifugal microfluidics by allowing 30 
manipulation of fluids back towards the disc centre3, 4. This 
ability to pump fluids inverse to the direction of the centrifugal 
field while additionally providing a new valving mechanism 
optimizes the use of real estate on a disc which is typically scarce 
for highly integrated processing2. The technique is based on 35 
transient compression and relaxation of an air volume actuated by 
rotation. Specifically, liquids are initially driven into designated 
pneumatic chambers which trap the air. The air is then 
compressed through further high-speed centrifugation. By 
consecutively lowering spin speeds, the centrifugally induced 40 
hydrostatic pressure reduces to relax the air volume to its original 
state. If the chamber is designed appropriately, the expansion of 
the air will drive the liquids through conduits back towards the 
center of rotation. The radially inbound fluid movement can even 
occur in the presence of a reversely directed centrifugal field 45 
which points towards the edge of the disc3. 
 While various methods exist to create such counter-centrifugal 
flows, the pneumatic method ranks amongst the least demanding 
in terms of design, fabrication, actuation and instrumentation. For 
example, the use of pneumatic pumping avoids the need for 50 
hydrophilic surface modification to generate inbound capillary 
flows towards the center of the disc. Traditionally, hydrophilic 
treatments5, 6 and materials7 are necessary to enable capillary 
action as many plastics used for centrifugal microfluidic devices 
are innately hydrophobic8. Often hydrophilic modifications 55 
introduce inherent difficulties regarding fabrication and assembly 
as well as long-term stability; hydrophilization induced by plasma 
treatment fades over time, causing reduced and irreproducible 
wicking behaviour; and hydrophilic coating steps add to the cost 
and complexity of device manufacture and assembly.  60 
 Also new, active pneumatic pumping methods have been 
developed around the original concept. Variations on the theme 
include the application of pressurized air9 to disc ports or on-disc 
pressure generation through thermal energy10 and electrolytic gas 
production11. By providing external energy to the system, fluids 65 
can be driven more vigorously; however, these techniques come 
with the drawback of requiring add-ons components, e.g. 
compressed air, peripheral heating and electrical power. These 
add-ons notably raise the complexity of the conceptually very 
simple centrifugal instrumentation composed of a spindle motor 70 
and a readout unit. Furthermore, the use of such equipment 
alludes to known issues when interfacing with the rotating 
platform, e.g. contamination prone, open fluid interfaces, and, for 
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the electrolytic method, embedding (metal) electrode layers in the 
device itself. On the other hand, our here presented, purely 
pneumatic system is completely self-contained without physical 
fluid or electrical interfaces to the instrument.    
 In terms of liquid handling operations, pneumatically assisted 5 
pumping has been utilized for reciprocal fluid flows4, volume 
aliquoting12 and for priming of siphon valves3 on a disc. 
However, these previous LUOs were designed to function in an 
isolated, stand-alone fashion, i.e. centripetal pumping3 and 
mixing4 without connecting them with downstream elements. The 10 
centrifugo-pneumatic cascade presented in this work is based on 
the same pneumatic principles while additionally allowing the 
integration of a fully automated, multi-step assay which is key for 
many applications. Lately, Noroozi et al.13 also created a simple 
tool for advanced microarray studies. In their system, 15 
immunoassay reagents were introduced to a pneumatic chamber 
coupled to an area functionalized with a microarray. Modulating 
the speed of rotation initiated pneumatic pumping which drove 
the reciprocal flow. By repeatedly passing liquid samples over the 
target surface, volume usage was reduced and efficient analyte 20 
capture and washing enabled rapid processing. An adjoining 
conduit to the chamber acted as a siphon which allowed for 
removal of liquids from the array after each assay step. In 
general, while manual introduction of each assay reagent was 
necessary, the fluidic structures showed the ability to process the 25 
material and temporarily restrict and release (valve) fluids.  
 
This report introduces a network of functional structures based on 
centrifugo-pneumatic actuation that improves liquid loading / 
transfer, metering, mixing and sedimentation on a polymer disc. 30 
The main objective is to develop a pneumatically actuated 
microfluidic tool kit able to carry out the most fundamental liquid 
handling processes necessary for the a great variety of 
applications. For instance, the present colorimetric application 
concatenates a sequence of LUOs such as plasma extraction, rea-35 
gent storage, mixing and incubation. In addition, due to the im-
plementation of flow control without the need for local or global 
hydrophilic / hydrophobic coatings, microscale constrictions or 
sacrificial valves, the pneumatic cascade significantly reduces the 
complexity of manufacture and operation. Including pneumatic 40 
valving3, the novel cascade designs use such valves for serial and 
sequential release of reagents without the need for hybrid 
embedding / actuating of gating materials (e.g., PDMS restric-
tions)14, sacrificial materials such as wax15 or the use of external 
instrumentation other than the spindle motor itself. Therefore, 45 
pneumatic valving allows for a direct transfer from the prototype 
stage to production techniques, such as hot embossing or 
injection moulding.  
 As a proof-of-concept application of centrifugo-pneumatic 
cascading, a ready-to-use colorimetric assay kit for the indirect 50 
detection of nitric oxide (NO) in whole blood was fully 
integrated and automated. Nitric oxide is a fundamental 
biomarker related with several biological processes such as 
neurotransmission, tumour cell killing, immunity and 
inflammatory processes16-18. It constitutes a highly relevant para-55 
meter for fields such as neuroscience, physiology or 
immunology.  
Experimental methods 
Disc fabrication 
Standard CAD software was used for the microfluidic design of 60 
the centrifugo-pneumatic cascade. The multi-layer polymer 
substrates featuring the 120-mm diameter disc format akin to a 
conventional CD (Fig. 1) were manufactured by the following 
prototyping techniques: Initially, a CO2 laser ablation system 
(Zing 16 Laser, Epilog, USA) machines the large chambers in 65 
1.5-mm thick poly(methylmethacrylate) (PMMA) (Radionics, 
Ireland) discs. Then a standard knife plotter (ROBO Pro 
cutter/plotter, Graphtec, USA) cuts the microfluidic channels in 
86-µm thick pressure sensitive adhesive layers (PSA, Adhesive 
Research, Ireland). Utilizing established polymer lamination 70 
techniques, the PMMA and PSA layers were consecutively 
stacked and press assembled to create the final device. Figure 1 
depicts the hybrid, five-layer assembly composed of three 
PMMA discs and two interspersed PSA layers. However, it is 
important to mention that the pneumatic chambers only extend 75 
across the three central layers while the connecting 
microchannels are merely patterned in the PSA film. 
Assay and reagents 
Direct determination of nitric oxide is difficult due to its short 
lifetime, so it has to be detected indirectly by the measurement of 80 
end products like nitrate (NO3-) and nitrite (NO2-)19, 20. 
Colorimetric methods have been used for detection of nitric oxide 
levels in biosamples such as urine, culture media or even 
plasma20, 21. In this work, we integrate nitrate/nitrite colorimetric 
detection by following the protocol and using the reagents of a 85 
commercial kit (Nitrate/Nitirite Colorimetric Assay kit from 
Sigma Aldrich). This kit contains NaNO2 stock solution ([NO2-
] = 0.1 mM), KNO3 stock solution ([NO3-] = 0.1 mM), Phospate 
Buffer Solution (50 mM, pH 7.5), Nitrate Reductase 
(lyophilized), Nitrate Reductase cofactor (lyophilized), 90 
 
Fig. 1 Schematic of the hybrid assembly of the microfluidic disc which 
consists of five layers: three PMMA layers and two PSA layers. The 
chambers are defined in the central PMMA substrate and the two adjacent 
PSA layers. The first layer of PSA also contains the venting microchannel 
to allow part of the air to escape when the liquid is pushed to the pneumatic 
chamber. The second layer of PSA contains the siphon microchannel to 
concatenate the different pneumatic chambers. 
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colorimetric dye solution A (Greiss Reagent A) and colorimetric 
dye solution B (Greiss Reagent B). 
All chemical were used as purchased without further 
modification. For the calibration experiments shown in this work 
we used dilutions of food colouring ink (Goodall’s, Ireland) in DI 5 
water. The red, 20-µm polystyrene (PS) beads were purchased 
from Microparticles (Germany). Human blood samples were 
collected from a healthy volunteer into BD Vacutainer K3EDTA 
tubes (BD, USA). The blood was used within 24 hours after the 
extraction. 10 
Instrumental set-up 
Experiments were performed on a custom made centrifugal test 
stand using a computer controlled motor (Faulhaber Minimotor 
SA, Switzerland) to spin the discs22. High-resolution imaging, 
even during fast rotation, was achieved by a sensitive camera 15 
with short exposure time (Sensicam qe, PCO, Germany) and 
mounted on a motorized, 12x zoom lens (Navitar, USA). 
For the colorimetric measurements, we used the Nanodrop 2000c 
spectrophotometer from Thermo Fisher Scientific (Thermo Fisher 
Scientific Inc., USA).  20 
Results and discussion 
This section is divided in two main parts. The first part is an 
introduction to the advanced pneumatic functionality, where the 
concepts of siphoning and centrifugo-pneumatic cascading as 
well as the pneumatic tool kit are described. The second section 25 
covers the integration and automation of a standard colorimetric 
assay for nitrate/nitrite detection in whole blood. 
 
Centrifugo-pneumatically triggered siphon valving 
Valving mechanisms are key in microfluidics, in particular in 30 
centrifugal “lab-on-a-disc” systems where all on-board liquids are 
subject to the same, rotationally induced driving force. There are 
operations requiring valves that yield towards high frequencies of 
rotation, e.g. for synchronizing parallel flows on the same system. 
Common examples are hydrophobic constrictions or hydrophilic 35 
expansions which are also termed capillary burst valves. Other 
LUOs require valves to be able to sustain high centrifugal 
pressures, e.g. for controlling the release of plasma following a 
high-speed centrifugal sedimentation process. 
The most common variant of these “low-pass” valves in 40 
centrifugal microfluidics are siphons. In such siphons, a conduit 
connects an upstream chamber with a receiving chamber that is 
located more radially outward. The siphon features a crest point 
above the maximum liquid level in the upstream chamber. Once 
the meniscus in the wound siphon channel has advanced past the 45 
crest point and then below the liquid level in the upstream 
chamber, the liquid is “pulled” by the centrifugal field through 
the siphon into the downstream chamber. Siphon flow ceases 
when the upstream chamber is emptied and / or the integrity of 
the force-transmitting liquid column in the siphon is disrupted5, 6, 50 
23
.  
There are two main mechanisms to prime the siphon, i.e. to fill 
the siphon channel beyond its crest point. The first “overflow” 
mechanism employs the principle of interconnected tanks by 
adding volume to the upstream chamber until its liquid level 55 
surpasses the crest point. The second, more commonly used 
principle in “lab-on-a-disc” systems relies on the interplay 
between centrifugal and capillary force in a hydrophilic siphoning 
channel. Only at low frequencies of rotation, the capillary 
pressure supersedes the centrifugal force so the liquid meniscus 60 
can protrude past the crest point of the siphon. 
However, as common polymers are rather hydrophobic, 
hydrophilization is then either induced (transiently) by plasma 
treatment or for the longer term using coating. Both 
hydrophilization techniques increase the number of fabrication 65 
steps and thus the complexity of device manufacture. The here 
 
Fig. 2 Centrifugo-pneumatic actuation principle based on the pneumatic siphoning3. (a) The chamber is loaded at high spin speeds (6000 rpm) and air is 
trapped in the ballast chamber. (b) The trapped air is further compressed at 6000 rpm. (c) The air expands when the s[in speed relaxes to 150 rpm. (d) 
Siphon priming. (e) Sequence of centrifugo-pneumatic cascading elements on a disc. Several microfluidic features (flow breaking point, capillary valve 
and serpentine channel) playing a pivotal role in the sequence are highlighted. 
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used pneumatic siphoning structure is composed of three inter-
connected vessels: the inlet channel, the outlet siphon channel 
and a compression chamber (Fig. 2). This chamber is sealed by 
the liquid itself to entrap air ballast (Fig. 2a) which is compressed 
according to the centrifugally induced hydrostatic pressure. The 5 
liquid needs to be loaded at very high frequency (and rotational 
acceleration) for various reasons: to trap and then compress as 
much air as much as possible within the ballast compartment; to 
achieve a fast hydrostatic equilibrium between the liquid in the 
pneumatic chamber and the liquid in the siphoning channel; and 10 
to suppress the priming of the siphon during loading. In 
hydrostatic equilibrium at a given frequency of rotation, the 
(radial height of the) liquid levels in the inlet and siphon channel 
are equal and positioned below the crest point of the siphon. Due 
to the centrifugally induced pressurization, the level in the gas 15 
ballast chamber remains lower (Fig. 2b). After reducing the 
spinning rate, the entrapped gas expands (Fig. 2c), thus acting as 
a pressure-controlled pump powered by the (hydrostatic) energy 
stored in the pressure chamber during high-speed rotation. Hence, 
liquid is pushed out from the ballast chamber into the inlet and 20 
siphon channels where the meniscus is lifted beyond the crest 
point of the siphon (Fig. 2d). This siphoning mechanism therefore 
represents a merely rotationally actuated valve yielding towards 
low frequencies of rotation. An analytical description of the 
pneumatic siphoning is found in the ESI. 25 
Compared to the above described, overflow-primed siphon, no 
liquid volume needs to be added to prime the siphon. In contrast 
to the hydrophilic variant common in microfluidics, no (hydro-
philic) surface treatment of the siphon channel which tends to be 
unstable over time5, is required. Notably, the siphon channel may 30 
be reused - a feature we will deliberately exploit later in this 
paper to realize a multi-step bioassay with the pneumatic cascade.  
Centrifugo-pneumatic cascade 
Our disc-based cascade which will eventually implement the full 
process integration and automation of bioanalytical assays con-35 
sists of a series of radially aligned, centrifugo-pneumatic valving 
elements3. In order to coordinate the proper fluid communication 
between the succeeding liquid-handling elements, several micro-
fluidic features have been implemented.  
   In Figure 2e, each of the two ballast chambers is valved by a 40 
pneumatic siphon. This way, each liquid volume introduced in its 
inlets will partially occupy the ballast chamber until the 
frequency is reduced to trigger the siphon. In order to avoid that 
the liquid passes through the siphoning channel during the 
loading phase, a cut-off element for the flow is placed between 45 
the loading chamber and the subsequent radial channel. 
This break-off point gives high flexibility in the design of the 
siphoning channel as the continuity between the liquid in the 
loading chamber and the liquid residing in the pneumatic 
chamber is disrupted. The serpentine shape of the channel after 50 
the crest point of the siphon raises the resistance of the channel 
and consequently throttles the speed of flow. This way the flow 
does not possess sufficient momentum to immediately open the 
burst valve which transiently seals the intermediate chamber24, 25. 
This interposed chamber is necessary as at the high frequencies 55 
necessary to properly prime the subsequent element of the 
cascade tend to disrupt the liquid column in the siphon, leaving a 
sizeable fraction of the volume behind. So the optimum way to 
reliably transfer a volume between pneumatic modules is to fill 
an intermediate, “buffer” chamber at moderate frequencies and 60 
then accelerate the rotation to swiftly burst the capillary valves 
and fill the subsequent structure. 
Liquid handling 
We have supplemented the portfolio around the basic centrifugo-
pneumatically triggered siphon with common LUOs such as a 65 
particle retention chamber for plasma extraction from whole 
blood, an overflow restriction to enable metering and a mixer. 
The idea is to have a pneumatic tool-kit based on which, by 
configuring a set of basic components, we are able to tailor the 
sequence of LUOs in order to process integrate and automate a 70 
broad range of bioassays on a disc. The ESI contains a table 
(Table 1) with the fundamental geometrical and operation 
parameters regarding of LUOs presented below. 
Synchronous transfer of liquid aliquots 
 
Fig. 3 Principle of the centrifugo-pneumatic cascade. The cascade consists 
on the concatenation of pneumatic structures based on the pneumatic 
siphoning mechanism3. Two liquids (50 µL of red and green diluted inks, 
respectively) are moved simultaneously in the downstream direction. a) 
Air trapped in both chambers (6000 rpm). (b) Expansion of air (150 rpm) 
and emptying of both chambers. (c) Loading the second structure in the 
cascade with the first liquid (6000 rpm). (d) Re-expansion of the air (150 
rpm) and mixing of both liquids in the last chamber. Scale bars: 5 mm 
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Sequential or parallelized handling several reagents is a common 
requirement for the integration of bioassays on microfluidic 
platforms1, 26. We now focus on a general case of transferring two 
different liquids simultaneously. However, the design can be 
modified for handling an even higher number of liquids in 5 
parallel. 
  Figure 3 demonstrates the potential for concurrent liquid hand-
ling in the same fluidic pathway which represents a unique, core 
principle of the pneumatic cascade. The sequence establishes the 
simultaneous control of two liquids along the cascade (50 µL of 10 
red diluted ink and 50 µL green diluted ink). All liquids (i.e., re-
presentatives of sample and reagents) are loaded into the main 
inlet chambers before the spin protocol commences (first step). 
Next, the volumes are moved from the loading chamber to the 
main pneumatic chamber at a very high frequency of rotation 15 
(6000 rpm). Both liquids pressurize the air trapped at the 
respective ballast compartments until the spin speed is reduced to 
150 rpm (Fig. 3a). 
 Fig. 4 (a) Mixing by mirrored structures. Two liquids (50 µL of red and green diluted ink, respectively) are mixed using mirrored/parallel 
structures. (1) Trapping of air in both chambers (6000 rpm). (2) Expansion of air (150 rpm) pushing the liquids towards the mixing chamber 
(3) While maintaining a low frequency of rotation, the pneumatic chambers are emptied and the liquids moved to the mixing chamber. (4) 
After oscillating between higher and lower frequencies, the capillary valve bursts and the mixed solution proceeds towards the final 
chamber. (b) Particle sedimentation. (1) 100 µL of 20-µm PS red particles in DI water is loaded and pushed to the pneumatic chamber at 
6000 rpm. (2) Due to the high frequency of rotation, air is trapped and compressed at the pneumatic ballast while also the particles (with 
higher density than DI water) are pushed toward the bottom of the sieve where they form a pellet. (3) The frequency of rotation is reduced to 
150 rpm and part of the liquid is moved to the subsequent chamber without affecting the integrity of the particle pellet. (c) Blood separation. 
(1) 100 µL of blood is loaded and moved to the pneumatic chamber at 6000 rpm. (2) Due to the high frequency of rotation, the air is trapped 
and compressed in the pneumatic ballast chamber at the same time as the denser blood cells are pushed down to the bottom of the sieve. (3) 
Once the frequency is relaxed to 450 rpm, purified plasma (liquid phase) is moved to the following chamber and the red blood cell pellet 
remains trapped at the sieve. (d) Pneumatic metering. (1) 50 µL of diluted red ink is loaded at 6000 rpm. The excess volume is recovered in 
a waste chamber (2) Once the frequency is lowered to 150 rpm, the volume remains within the overspill chamber without further affecting 
the pneumatic actuation. (e) Volumetric valving. (1) 50 µL and 10 µL of diluted red ink are loaded into the two different pneumatic 
chambers in the cascade at 6000 rpm. (2) The spinning is slowed to 150 rpm and only the 50-µL volume is moved to the following chamber 
as in the second pneumatic chamber the volume is not sufficient to trap and compress air. (3) Ramping the frequency again up to 6000 rpm, 
the volume in is moved from the central chamber to the second pneumatic chamber, where some air is trapped and compressed in the ballast 
chamber. (4) Once the frequency reaches 150 rpm, the whole volume is pushed to the following chamber due to the air expansion in the 
pneumatic ballast. Scale bars: 5 mm 
  
C.17
Chapter C Section C.2.0
 
6  |  Journal Name, [year], [vol], 00–00 This journal is © The Royal Society of Chemistry [year] 
At this point both volumes are pushed through the siphons into 
the downstream chambers (Fig. 3b). While staying this low fre-
quency regime, both pneumatic chambers are completely 
emptied. The red ink (first liquid) is intermittently retained in the 
midway chamber by a capillary valve to allow the full discharge 5 
of the upstream chamber at roughly 450 rpm. Afterwards, the 
compress/release cycle is repeated in order to still move the red 
ink to the compression chamber where the second liquid (green 
ink) already resides. Figure 3c shows how at subsequent, high-
frequency rotations the liquid pressurizes the air compression 10 
ballast. Finally, after decreasing the frequency of rotation back to 
150 rpm, the second siphon valve yields (again) and both liquids 
are mixed in the outermost chamber (Fig. 3d).   
As it is possible to distinguish in Figure 3b-d there is a tiny 
residual volume in the structure, mainly in the microchannel 15 
communicating the different structures. In the pneumatic cascade 
shown in Figure 3, the total residual volume amounts to about 
1.2 µL of an initial loading volume of 50 µL, hence less than 
2.5%. 
  The capability to simultaneously control separately introduced 20 
liquid volumes provided in the initial loading step is highly 
relevant to the vast majority of real-world applications. This is 
because sample preparation and detection typically involve the 
handling of several liquid aliquots in parallel. Using centrifugo-
pneumatic actuation, we have shown for the first time that several 25 
volumes can even be introduced at different stages of the cascade, 
and then (partially) share the same fluidic pathway. This would 
be impossible for capillary-action controlled centrifugal micro-
fluidic systems where wetted surfaces cannot be reused after they 
have been primed5, 6. For instance, when using hydrophilic func-30 
tionalization of the siphon, once the transfer channel has been 
wetted, it cannot be re-used for opening the same siphon for 
another, subsequently introduced liquid. However, using 
centrifugo-pneumatic actuation for which the pneumatic energy 
remains stored in the compression/expansion of air in the ballast 35 
compartment, the following siphon valve can be used recurrently. 
Mixing by mirrored structures 
Mixing of two or more reagents is a fundamental process in most 
bioassays. In the micro-scale, the flow is laminar due to the low 
Reynolds numbers, so mixing by turbulence effects is hardly 40 
achievable1, 26. However, this drawback is easily overcome using 
centrifugal platforms where different approaches can be 
implemented, e.g. by using the Coriolis force1 or by rapid 
oscillations of the disc (either clockwise and counter-clockwise, 
or by alternating between two different spin speed values in a 45 
“macroscopic” chamber)2, 27.  
 In our case, we use this second approach (rapid oscillations of 
the disc), and the pneumatic actuation is used to hold the two 
liquids in previously to the mixing step in mirrored structures to 
perform the mixing at a precise desired moment. For that 50 
purpose, two mirrored pneumatic structures are placed at the 
same radial position on the disc to parallelize the liquid transfer 
to the mixing chamber (Fig. 4a). The two liquids (red and green 
diluted ink), 50 µL each, are pipetted into the loading chambers 
and expelled to the bottom of the pneumatic chamber at rapid 55 
spinning (6000 rpm) to simultaneously trap and compress the air 
residing in the ballast chamber (Fig. 4a-1). When the speed of 
rotation is slowed to 150 rpm, the air expansion in each chamber 
pushes both liquids radially inwards, thus opening the two siphon 
valves (Fig. 4a-2). The liquids proceed towards the mixing 60 
chamber where they are retained by a capillary valve confining 
the exit of the chamber. During the initial, slow filling of this 
chamber, the liquid is still inhomogeneous (Fig. 4a-3). Advective 
mixing is then induced by ramping between two different 
frequencies of revolution while staying below the threshold 65 
frequency that breaks the capillary valve. Finally, the spin speed 
is elevated to break the capillary valve and issue the mixed 
solution into the outer chamber (Fig. 4a-4). 
It is important to highlight at this point that mixing using 
mirrored structures demonstrates that the pneumatic valving 70 
principle works independently of the position of the air-
compression ballast and independent of the sense of rotation.  
Working with mirrored structures introduces the option of 
parallel liquid handling, and not just sequential operation as 
shown in Figure 3. 75 
Particle sedimentation 
Particle sedimentation, i.e. the density-based separation of par-
ticles suspended in a liquid matrix, constitutes a fundamental 
process in sample preparation, e.g. for plasma extraction from 
whole blood as an initial step of many clinical assays. Centrifugal 80 
microfluidic platforms lend themselves particularly well to fast 
particle sedimentation1, 2. Various groups have already 
successfully demonstrated a spectrum of plasma extraction 
schemes15, 28-31. 
  To enable centrifugally induced particle separation, we 85 
supplement the fundamental pneumatic module (Fig. 2) by 
another chamber designated to receive the cellular pellet (Fig. 
4b/c). The arrangement does not interfere with the previous 
pneumatic siphoning mechanism.  In the experiment portrayed in 
Figure 4b, red, 20-µm PS beads suspended in 100 µL of DI water 90 
are loaded to the inlet port. Figure 4c shows the same mechanism 
but now with the aim of red blood cell separation to form a pellet 
in the sieve. 
For that purpose, 100 µL of blood is loaded at a high frequency of 
rotation (6000 rpm). The same, 6000-rpm spin speed interval 95 
imposed for the proper filling of the siphoning structure pellets 
the cells (Fig. 4c-1). After several minutes, the entire solid phase 
is retained in the sedimentation chamber (Fig. 4c-2). Once the 
centrifugal pressure relaxes at 450 rpm, the plasma residing 
above the siphon outlet is extracted (Fig. 4c-3). As the sequences 100 
in Fig. 4b/c demonstrate, adding the sedimentation compartment 
does neither impair the pneumatic actuation nor does it 
compromise the trapping of air when compressing at high speed 
or the expansion of air when lowering the spin speed. The volume 
capacity of the sedimentation chamber must be sufficient to take 105 
up the whole solid phase. Also, the sedimentation chamber must 
exhibit a minimum length so the integrity of the pellet is not 
affected by the subsequent pneumatic pumping phase.  
Metering 
Accurate metering is pivotal for assay precision, flow control and 110 
quantification1. On centrifugal platforms, it is normally achieved 
by an overflow at the top of a geometrically well-defined 
chamber into a waste2,21. In this section, we show the adaptions of 
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the main pneumatic chamber in order to implement a simul-
taneous metering step (Fig. 4d). The excess volume is diverted to 
an overflow (small waste chamber on the left) during the air 
compression (Fig. 4d-1) where it remains during the extraction of 
the particle-free phase (Fig. 4d-2). By virtue of the centrifugo-5 
pneumatic valving principle, the left overflow chamber will 
always be filled after metering as the meniscus rises at initially 
high frequencies always above the crest point and lowers as the 
spin rate is reduced. So, for instance, enlarging the volume of the 
overflow would not interfere with the effect.  10 
The introduction of the waste chamber for metering purposes 
does not compromise the pneumatic compress-release cycle. As 
in the previous cases, this pneumatic metering chamber can be 
placed at different stages of the pneumatic cascade. 
Parallel handling of liquids by volumetric valving 15 
We now want to extend the valving (Fig. 2) to coordinate the 
transport of separate liquid volumes residing in two subsequent 
centrifugo-pneumatic siphon structures (Fig. 4e). To this end we 
make use of the fact that if the volume loaded in the pneumatic 
chamber stays below a critical level, air in the ballast compart-20 
ment will not be trapped and compressed. Hence, there will not 
be any force to push the liquid towards the siphoning channel. 
   In Figure 4e-1, the first structure is filled at 6000 rpm with a 
50-µL volume above the critical liquid level while the subsequent 
structure is loaded with 10 µL, only. This volume falls short of 25 
the volume threshold enabling the entrapment of the air ballast. 
Once the spin speed is lowered (Fig. 4e-2), the air trapped in the 
first pneumatic ballast chamber expands and pushes the liquid to 
the intermediate chamber. However, all liquid is held back in the 
second pneumatic chamber as, in absence of capillary action in 30 
the hydrophobic siphon, there is no other force to move the liquid 
radially inwards. Next, we ramp the spin speed up back to 
6000 rpm (Fig. 4e-3) in order to break the capillary valve and 
forward the liquid into the outer pneumatic chamber. In this 
chamber, sufficient volume has now accumulated to enable the 35 
centrifugo-pneumatic siphoning mechanism. Finally, after the 
spin speed is slowed back to 150 rpm (Fig. 4e-4), the entire 
volume proceeds to the final chamber. 
  This volumetric valving principle assumes a paramount role for 
the integration of reagent storage and release. It can also control 40 
incubation times at specific points of the pneumatic cascade. The 
volumetric valving principle can be understood as a frequency-
synchronized mixing of discrete liquid volumes traveling through 
the same fluidic pathway. 
Automation of colorimetric assay 45 
The level of nitric oxide (NO) is commonly determined by the 
end products of a conversion reaction, i.e. nitrate (NO3-) and 
nitrite (NO2-)20. There are several commercial kits for the 
colorimetric detection of nitrate/nitrite for use in standard well 
plates and detection by absorbance by a plate reader. In this work, 50 
we integrate and automate the full range of sample preparation 
steps, i.e. LUOS, necessary to carry out the colorimetric detection 
of nitrate/nitrite in blood using the versatility of the centrifuge 
pneumatic cascade technology.  
First, we extract plasma from whole blood. Resident nitrate is 55 
converted by nitrate reductase into nitrite. The reaction between 
nitrite and the Greiss Reagents subsequently changes the colour 
of the solution from transparent to purple. Following the manu-
facturer’s manual, the sample preparation steps for the 
nitrate/nitrite detection in blood are: 60 
 
1. Blood separation 
2. Dilution of 40 µL of plasma in 40 µL of buffer 
3. Addition of 10 µL of enzyme (nitrate reductase) cofactor 
4. Addition of 10 µL of enzyme (nitrate reductase) 65 
5. Incubation for one hour at room temperature 
6. Addition of 50 µL of Greiss Reagent A 
7. Addition of 50 µL of Greiss Reagent B 
8. Incubation for ten minutes 
9. Absorbance measurement at 550 nm 70 
 
 Based on the concept of the centrifugo-pneumatic cascade, we 
integrate all steps (from 1 to 8) in a polymeric microfluidic disc 
(Fig. 5). Note that blood sample and reagents are loaded in a 
single run prior to starting the centrifugal protocol, thus 75 
leveraging full sample-to-answer automation of the entire assay. 
This specific test requires four main sample preparation 
processes: plasma extraction, subsequent metering, incubation 
with reagents and reaction. It is important to note that previous 
tests were carried out with the kit on the lab bench to ensure 80 
functionality during early experimentation.  Once we verified the 
use of the commercial kit – we then ran systematic tests with the 
modified assay in the disc.   
 
Figure 5 displays how these four main steps are cascaded. 85 
Initially, whole (patient) blood is separated with the sedimen-
tation structure from Fig. 4c. In the second step, plasma is 
metered by an overflow structure in the intermediate chamber. In 
the subsequent chamber, the so defined plasma volume is 
incubated with reagents using the concept of volumetric valving. 90 
 
Fig. 5 Sequence of the NO colorimetric detection. (a) Before the 
starting the frequency protocol, blood and all reagents are loaded. 
Plasma is separated from red blood cells. (b) Following the protocol, 
the plasma is metered to 40 µL and incubated with the enzyme. (c) In-
cubation of plasma with 10 µL of enzyme, 10 µL of cofactor and 40 
µL of buffer for 1 hour (following the commercial protocol). (d) Reac-
tion with the colorimetric reagents to obtain a purple color with an in-
tensity depending on the initial concentration of nitrate. Scale bars: 
5 mm 
C.19
Chapter C Section C.2.0
 
8  |  Journal Name, [year], [vol], 00–00 This journal is © The Royal Society of Chemistry [year] 
The volume occupied by the enzymatic solution (enzyme, 
cofactor and buffer) is not sufficient to compress air and lift the 
liquid high enough beyond the crest point to initiate the siphon 
valving. 
However, after incubation, once the metered plasma is added to 5 
the mixture, the volume is sufficiently large to leverage a 
complete pneumatic cycle and advance to the following chamber. 
In the most outward positioned reaction chamber the Greiss 
reagents mix with the sample (see movie in the ESI for whole 
view of the complete assay).  10 
 
   The assay sequence shown in Figure 5 starts with all reagents 
loaded (with the disc at rest) through their corresponding inlets: 
100 µL of blood is loaded in the most inward loading chamber, 
10 µL of enzyme plus 10 µL of cofactor and 40 µL of buffer in 15 
the second loading chamber, and finally, 50 µL of Greiss 
Reagent A and 50 µL of Greiss Reagent B at the reaction cham-
ber (most outward position respect to the center of the disc). 
Setting a high frequency of revolution (6000 rpm), both blood 
and enzymatic mixture are propelled to their corresponding pneu-20 
matic chambers where they are retained to compress air in the 
ballast chamber (pneumatic actuation). As mentioned in 
Figure 4c, the sieve must be sufficiently long to retain all the 
blood cells (dimensions described in Table 1 in ESI). Moreover, 
to ensure a proper separation, this process needs to run for about 25 
2 minutes. 
At the same time, due to the centrifugal force, the red blood cells 
are pelleted in the sedimentation chamber (Fig. 5a) to enable the 
plasma separation. Afterwards, the frequency is reduced to 
450 rpm and the air expansion pushes the now particle-free liquid 30 
phase (plasma) into the subsequent middle chamber (Fig. 5b) 
where it is metered. This process lasts around 5 minutes at 
450 rpm. The chamber volumes are dimensioned to provide the 
amount of plasma necessary for the detection (40 µL). As 
expected, the solid fraction of the blood remains in the 35 
sedimentation sieve. Also the volume of the enzyme mixture in 
the incubation chamber is not large enough to break the 
corresponding siphon valve. 
  When the frequency elevated to 6000 rpm, the metered plasma 
(40 µL) moves to the main incubation chamber where it is mixed 40 
with the enzymatic solution (10 µL of enzyme, 10 µL of cofactor 
and 40 µL of buffer) as shown in Figure 5c. Now the extracted 
plasma is incubated with the enzymatic cofactor buffer for 
1 hour. According to the manufacturer’s recommendation, this 
step ensures that all nitrate present in the solution is transformed 45 
to nitrite. Finally, at 450 rpm, the mixture is transferred to the 
detection chamber where the pre-loaded (Greiss) reagents induce 
purple coloring with an absorbance correlating to the initial 
concentration of nitrate/nitrite in blood (Fig. 5d). 
In this proof-of principle of the fluidically fully integrated and 50 
automated bioanalytical assay, we pipette a 2-µL aliquot from the 
detection chamber to a spectrophotometer to measure the 
absorbance. Various schemes are known to integrate a detector 
unit for absorption measurements with the instrument28, 30, 32-34.  
However, we chose to focus this article on the fluidic 55 
implementation rather than instrumentation aspects.  
   For absolute quantification of nitrate/nitrite concentrations in 
blood, we calibrated with nitrate dilution series (0, 12.5 µM, 25 
µM and 50 µM) in buffer using the same, previously described 
assay structure for whole blood (Fig. 5). The assay protocol is 60 
similar to the one for the blood sample, but we injected 100 µL of 
buffer in the first loading chamber which is subsequently metered 
to 40 µL. In the second chamber, the enzyme and the cofactor as 
well as a certain amount of 100-µM nitrate solution is added, 
depending on the corresponding dilution. The incubation time 65 
again amounts to 1 hour. The product is then mixed with the 
colorimetric reagents (Greiss reagent A and Greiss reagent B) for 
10 minutes. The liquid transfer between each of the previously 
mentioned steps for the calibration curve is performed using the 
same pneumatic cycle (high frequency for air compression and 70 
low frequency for air expansion) as described for whole blood. 
Figure 6 shows the 550-nm absorbance peak values for each 
dilution aliquot. The linear correlation for the calibration points is 
high (R2 = 0.9997).  
   Based on the so obtained standard calibration curve, it is 75 
possible to quantify the absolute nitrate/nitrite concentration level 
in whole blood. As depicted in Fig. 5 for the entire process, 
100 µL of a free donor blood as well as the assay reagents were 
loaded to the disc prior to the spinning. We measured the 
absorbance for each concentration in triplicate. As shown in 80 
Figure 6, our donor presents a 7.4-µM nitrate level (the corres-
ponding value in Figure 6 corresponds with a dilution 1:2 of the 
initial plasma). The range of nitrate concentrations in healthy 
population varies from 4.0 to 45.3 µM20, so our donor enjoys a 
good health (at least regarding his nitrate levels).  85 
Summary, conclusions & outlook  
In this work, a novel centrifugo-pneumatic valving principle is 
introduced. The valving concept enables a powerful toolbox 
comprising modules for plasma extraction from whole blood, 
metering, coordination of parallel volume transfers, mixing and 90 
incubation with reagents. We successfully implemented a pilot 
assay by serial and parallel cascading of these modules on a 
centrifugal lab-on-a-disc platform. Liquid volumes can even 
share the same fluidic pathway. The centrifugo-pneumatic 
cascading obviates the need for surface treatment and hybrid 95 
 
Fig. 6() Absorbance values for the calibration points, using the 
standard reagents in the kit and following the protocol for the calibration 
curve. The error bar is calculated using the standard deviation of 3 
measurements. () Linear fit of the calibration points with R2 = 0.997. 
() Absorbance measurement on the real sample. The error bar is 
calculated using the standard deviation of 3 measurements. 
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materials integration compared to conventional valving schemes, 
thus decisively reducing the complexity of system manufacture 
and assembly. This simplicity allows an easy transfer from the 
prototyping stage to production, using techniques such as hot 
embossing or injection molding. 5 
    As a proof of concept, the liquid handling protocol of a 
commercial nitrate/nitrite colorimetric detection was successfully 
implemented in a fully automated fashion. All the reagents, 
including blood are loaded in a single step prior to the start of the 
centrifugal spinning protocol. By customizing the chamber 10 
volumes and spinning frequencies, it is evident that the here 
presented, centrifugo-pneumatic toolkit will also leverage the 
implementation of a range of other assays on whole blood. 
   For proceeding towards a full-fledged, sample-to-answer point-
of-care device, a low-cost optical detection unit can be added to 15 
the instrument. 
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This paper presents a fully integrated and automated centrifugal microfluidic platform for multi-step, 
multi-reagent enzyme-linked-immunosorbent assays (ELISAs) based on advanced flow control by a novel 
valving scheme. These dissolvable film (DF) valves are merely rotationally actuated. At rest and under 
slow rotation, the sacrificial DF valves provide permanent liquid and vapour barriers. Once a critical burst 10 
pressure, that can be individually tuned in a typical range of equivalent spin rates between 1000 RPM and 
5500 RPM, has been passed, the valves yield. This burst frequency is mainly defined by the radial 
position, geometry and volume of valve chamber and its inlet channel. We have successfully tested the 
barrier properties of the DF valves. Our novel DF valves thus also provide an advanced technique for on-
board storage and well-controllable, complete release of liquid reagent volumes. As a proof of concept, 15 
we first show that these DF valves enable the full integration and automation of a 7-step ELISA for 
quantifying nitrate and nitrite levels in whole blood within about 15 minutes. The assay protocol 
encompasses the extraction of metered plasma, the controlled release of on-board stored reagents 
(enzymes, co – factors and fluorescent labels), incubation and detection. As a second application, we 
demonstrate a liver assay panel (LAP) for the detection of four liver function biomarkers on a single disc.20 
1. Introduction 
Centrifugal microfluidic platforms have predominantly been 
applied in biomedical diagnostics, environmental monitoring and 
food safety testing1-3. A prominent advantage of these “lab-on-a-
disc” systems is their robust liquid handling which is widely 25 
independent of the sample properties. The systems also excel 
with their comprehensive repertoire of high-performance 
laboratory unit operations (LUOs) for sample preparation such as 
sedimentation, lysis, metering, decanting, aliquoting, mixing and 
reagent storage1-4. Testing procedures such as common 30 
immunoassays consist of a multi-step sequence of such LUOs. In 
order to coordinate the timing of these protocols as well as to 
allow on-board storage and gating of several liquids handled in 
parallel, a sophisticated valving strategy needs to be 
implemented.  35 
Such valving schemes are typically classified as passive or active. 
Common passive valves on centrifugal platforms are capillary 
barriers such as hydrophobic constrictions and hydrophilic 
expansions. These capillary burst valves yield once the surface-
tension mediated capillary retention mechanism is superseded by 40 
the centrifugal force at enhanced spin rates5. While conceptually 
rather simple, the range of practically achievable burst 
frequencies is quite narrow, thus severely limiting the number of 
independently controllable LUOs, i.e. assay steps, which can be 
concatenated on a disc substrate. Another frequently used passive 45 
valving scheme on centrifugal platforms is siphoning. While able 
to withstand high centrifugal frequencies, siphoning relies on the 
hydrophilicity for priming the siphon channel. Long-term stable 
hydrophilization is an issue in polymer microfabrication. It is also 
hard to selectively open a specific siphon in a parallel 50 
arrangement, so a more complex serial siphoning approach has 
been proposed6. Overall, capillary burst valves as well as 
siphoning lack the barrier properties required to suppress vapour 
spreading of on-board stored reagents during shelf life. 
Hwang et al evaluated the use of elastomeric membrane valves7. 55 
The elastomeric membrane was formed by spin coating PDMS 
onto a polycarbonate sheet. It was shown that as the rotational 
frequency of the disc is increased the membrane valves deflect, 
thus allowing liquid flow through the valve site. The ability of 
these passive valves to be merely actuated by the disc rotation 60 
gives them an edge over other types of active valves. However, a 
challenging issue is how to assure complete release of the reagent 
aliquot stored upstream of the valve as the centrifugally induced 
pressure head driving the membrane deflection vanishes with the 
depletion of the reservoir. Also the behaviour of the membranes 65 
when in contact with liquids for longer periods of time might be 
problematic. If the membranes prematurely absorb liquid, they 
may alter the elastic properties of the valve. Active valves are 
controlled by second control mechanism which is independent of 
the rotational motion. Active valving schemes often used in lab-70 
on-a-disc systems involve a sacrificial material like a polymer 
film or wax2, 3. This way valves can be actuated independently 
from transient spin rates and locations of the valves with respect 
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to the centre of rotation. The sacrificial membrane even provides 
a liquid and vapour barrier during shelf-life. However, the 
actuation of these valves may necessitate stopping the disc and 
requires additional, typically instrument-based components, such 
as strong lasers, to melt the barrier material, thus making the 5 
instrumentation more complex and costly. 
The eventual choice of the valving strategy is guided by the level 
of process integration and automation that can be pursued. The 
simplest approach is to load reagents on demand as they are 
needed in the assay protocol1. The valves in this case need to 10 
function during the rather short, minute-scale processing routine, 
only. Nevertheless, as reagents are hard to add to disc-based inlet 
ports during rotation, this method implies a stop-and-go rotational 
protocol which would involve a number of interspersed, rather 
cumbersome manual pipetting steps or advanced liquid handling 15 
automation on the instrumentation side. Furthermore, 
uncontrolled spreading of on-board liquids, e.g. through prevalent 
capillary action, is difficult to contain during the halt of the disc. 
So while this approach is feasible during development of the 
microfluidic chip, it lacks the user-friendliness and cost-20 
efficiency typically imposed on point-of-care platforms.    
The second level of process automation is to preload the sample 
and all reagents just before starting the centrifugal protocol. This 
scheme clearly enhances the ease of operation as, once the disc is 
furnished with the sample and reagents, the assay can run 25 
unattended. Also unwanted liquid spreading is suppressed as all 
on-board liquids may continuously be exposed to the centrifugal 
control force. The requirements on the involved valving 
mechanism are somewhat enhanced compared to the previous 
stop-and-go protocol as the valves need to hold back reagents 30 
during the initial sample processing phase, which typically 
involves high-frequency centrifugation. Furthermore, this 
approach still leaves issues of error prone reagent logistics and 
system setup procedures which are undesirable in a typical point-
of-care environment. 35 
Some fully integrated and automated centrifugal platforms have 
been proposed over the years1, 2, 8, 9. For example, Steigert et al3 
showed a fully automated assay protocol on a disc for the 
detection of alcohol in whole blood. The authors implemented 
passive valving (capillary and hydrophobic stops) techniques 40 
which accurately determined the level of alcohol from a metered, 
500-nL blood volume. However, while working in this simple 
assay protocol, the surface-tension based valving principle limits 
storage time of the disposable microfluidic cartridge and, even 
more, restricts the number of discrete burst frequencies required 45 
for concatenating more complex assay protocols. Similar issues 
arise in the above mentioned serial siphoning approach which 
also involves the highly reliable hydrophilization of channels 
including intermittent geometrical expansions6. 
Therefore active valves based on sacrificial barrier materials are 50 
increasingly employed for bioassay protocols on a disc2, 4, 7, 10. 
Recently, Lee et al demonstrated a fully integrated and automated 
centrifugal platform for the detection of Hepatitis B virus2. The 
authors implemented active ferrowax valves, which were 
sequentially opened using a low intensity laser light. 55 
Immunoassays and other biochemical tests from whole blood 
were carried out within minutes. Although this system is highly 
innovative, a laser is necessary to actuate the valves and wax has 
to be introduced into the microfluidic disposable, thus adding 
further complexity to the system concept. 60 
 
 
Fig. 1: I) Image of a fully assembled nitrite/nitrate assay disc platform 
showing the 8 parallel assay structures on the disc, 1 for the sample plus 7 
co-running calibration standards. II) Enlarged segment of a single-assay 65 
structure featuring blood separation (A), reaction chamber (B) and (C – F) 
reagent storage chambers. III) 3D rendered illustration of the liver assay 
panel (LAP) disc platform showing the six independent assay structures 
(Inset shows a fully assembled LAP disc) IV) Schematic of the DF 
valving technique with a sequence of sample loading, air compression, 70 
layer inversion / valve opening and reagent delivery through valve site. 
Lately, Godino et al11 have fully integrated and automated a 
multi-step bio-assay through a so-called centrifugo-pneumatic 
cascade on a lab-on-a-disc platform. Multi-liquid flow control of 
the sample and several pre-loaded reagents is achieved solely 75 
through rotational actuation of siphons, i.e. without the need for 
surface modification or geometrical microfeatures. Instead, the 
siphons are primed by the expansion of centrifugally compressed 
air pocket upon reduction of the spin speed.  While the 
centrifugo-pneumatic platform boasts very simple flow control, 80 
the open-channel structure does not provide a vapour barrier for 
on-disc reagent storage. 
We will here introduce a “plug-and-play” strategy which widely 
eliminates the need for cumbersome manual or instrumentally 
complex pipetting. For the first time, all assay reagents are stored 85 
on the disc and released on-demand by the system-intrinsic 
rotational actuation. This will on the one hand guarantee direct, 
off-the-shelf use for maximum user convenience. On the other 
hand, we will keep the complexity of instrumentation at a 
minimum as the reagents are released upon a simple change of 90 
the frequency of rotation.  
Our assay integration is based on a recently developed, 
centrifugo-pneumatic valving technique based on water-
dissolvable films (DFs)12 that provides the physical, vapour-proof 
gating of sacrificial valves while being actuated through mere 95 
passive rotation. Here we present two fully integrated and 
automated centrifugal microfluidic platforms. The first platform 
(Fig 1I) performs blood separation and sequential release of four 
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different reagents. In addition to blood separation, the second 
platform also carries out the sequential release of eight assay 
reagents (Fig. 1III). Below a critical burst pressure scaling with 
the square of the spinning frequency, liquid is kept at bay from 
the valve site by means of a flow induced air pocket above the 5 
gas sealing valve until a critical burst pressure is reached. Beyond 
critical burst frequency, the metastable inverse gas-liquid stack 
flips to its low-energy state, i.e. the heavier liquid resides farther 
away from the centre of rotation than the gas. The liquid then 
enters the pneumatic compression chamber to contact and 10 
dissolve the DF membrane and then protrude into the 
downstream reaction chamber (see Fig. 1IV). All the assay steps 
were purely controlled by automatically varying the rotational 
frequency of the disc. 
2. Materials and methods 15 
2.1 Design and fabrication of the disc platform  
We documented the details of fabricating, assembling and 
embedding DF plugs in our previous work12. In brief, the disc 
consists of 5 layers: 3 layers of 1.5-mm thick poly 
(methylmethacrylate) (PMMA) sheets (Radionics, Ireland) and 2 20 
layers of ~90-Pm thick pressure sensitive adhesives (PSA) from 
Adhesives Research, Ireland. A series of design iterations was 
assisted by the CAD software SolidWorks (Solid Solutions, 
Ireland). The optimised disc design with chambers and access 
holes was machined using a Zing CO2 laser cutter (Epilog Laser, 25 
USA). 
The chambers were tailored to the desired reagent volume. The 
pneumatic chambers are 4 mm in diameter. The exit channel from 
the blood separation chamber (Chamber A, Fig. 1II) has been 
designed so as to fundamentally prevent leakage of whole blood 30 
into the pneumatic chamber. The microchannels were defined in 
the PSA using a Craft ROBO knife cutter (Graphtec Corp, USA). 
The microchannels are 0.6 mm wide. The hybrid DF valve tabs 
were fabricated by firstly cutting 1-mm diameter through holes in 
the PSA, and then rolling the ~20-Pm DFs (also supplied by 35 
Adhesives Research, Ireland) on the PSA, in order to cut out a 
3.5-mm outline. After placing the DF tabs at the designated 
valve locations, the 5-layered discs (Fig 1I) are assembled using a 
standard hydraulic laminator.  
2.2 Biological assays 40 
We demonstrate the high application potential of this new 
centrifugal valving technique by fully automating two homo-
geneous assays through a rotational frequency protocol. The first 
assay is a fluorometric nitrate / nitrite assay (Cambridge 
Biosciences, UK), the second a colorimetric liver assay panel.  45 
One motivation of the nitrate/nitrite assay is that it has been 
shown that elevated nitrate level in infants (< 6 months old) could 
lead to shortness of breath and blue baby syndrome13. Another 
motivation is that in the event of an accident, increased nitrate 
levels in the blood plasma and some tissues may also indicate 50 
traumatic brain injury14. 
Nitric oxide (NO) undergoes a series of reactions with several 
biological fluids. The final products of NO in vivo are nitrate 
(NO-3) and nitrite (NO-2). However, their proportion in whole 
blood is small, so it is more common to determine the total NO-3 55 
+ NO-2 and then NO-2 separately; and then calculate NO-3 from 
the difference. This assay kit we used provides an accurate 
measurement of total nitrate / nitrite concentration in a 2-step 
process. The first step is the conversion of NO-3 to NO-2 utilising 
nitrate reductase. The second step is the addition of 60 
diaminonapthalene (DAN), provided as an acidic solution 
forming a product known as 1(H) naphthotriazole. NaOH 
solution is then added to the 1(H) naphthotriazole in order to 
enhance its fluorescence and to stop the enzymatic reaction.  
Measurement of the fluorescence of this compound accurately 65 
determines the NO-2 concentration. Similarly, upon addition of 
the enzyme cofactor, the total NO-2 + NO-3 content was deter-
mined. The NO-3 content was then obtained by subtracting the 
NO-2 content from the total NO-2 + NO-3 content. Both calibration 
curves were generated by following the user manual of the 70 
commercial assay protocol. A simplified schematic representation 
of this homogeneous assay is given in Fig. 2. 
 
 
Fig.2: Schematic illustration of the homogeneous nitrate/nitrite assay 75 
showing the liquid-handling protocol and actuation of the DF valves I) the 
pneumatic air compression chamber, DF tab with PSA support II) blood 
plasma separation and plasma containing NO III) valve #1 opens and 
releases the extracted plasma with NO to the reaction (rxn) chamber IV) 
valve #2 opens, delivering the enzyme (nitrate reductase) to the rxn 80 
chamber. The enzyme is involved in the “key and lock” enzymatic 
reaction with NO V) valve #3 opens, delivering the enzyme cofactor to 
the rxn chamber. The enzyme cofactor activates the enzyme, thus 
triggering the conversion of NO to NO2- VI) valve #4 opens, releasing 
DAN reagent to the rxn chamber. This reagent reacts with NO2- to form a 85 
fluorescent product VII) valve #5 opens and releases NaOH to the rxn 
chamber, which then stops the enzymatic reaction and also enhances the 
fluorescence VIII) the reaction equation of the nitrate / nitrite formation 
chemistry. 
In a homogeneous immunoassay, the antibodies, antigens and 90 
labelled antigens are mixed. The unbound and antibody-bound 
marked antigens can be distinguished by a change of activity of 
the marker when coupled. In this assay, the nitrate reductase 
reagent reduces the nitrate in the plasma to nitrite, when they are 
mixed. After this reduction reaction, the enzyme cofactor cross-95 
links with the nitrite and makes it an active enzyme which is 
fluorescently tagged by the DAN reagent. Addition of the NaOH 
solution enhances the fluorescence and the analyte is ready for 
detection. This reaction equation is given in Fig. 2VIII. A read-
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out is then performed off-chip on a fluorescence analyser 
(NanoDrop 3300 Fluorospectrometer, Thermo Scientific, 
Ireland). The excitation wavelength was set at 360 nm – 365 nm, 
and emission wavelengths at 430 nm.  
A vital motivation for integrating the LAP on this new platform is 5 
a recent report that shows a marked increase in medication-
induced liver toxicity15. It was also suggested that the death risk 
of patients taking antiretroviral medicines due to drug toxicity 
was similar to that from AIDS itself. In this work, we have 
integrated this common LAP on our DF–based centrifugal 10 
microfluidic platform (see Fig. 1III). A range of four bio-markers 
is run concurrently for monitoring liver function: Albumin 
(ALB), alkaline phosphatase (ALP), total (TBIL) and direct 
(DBIL) bilirubin. A conventional assay kit was purchased 
(Randox Life Sciences, UK), the volumes downscaled and the 15 
protocol optimised for our DF–based lab-on-a-disc platform. To 
comply with the assay kit, blood samples were collected in serum 
vacuum tubes. 
2.3 Testing of the lab-on-a-disc platform 
For the nitrate/nitrite assay, the microfluidic discs are designed to 20 
concurrently run eight simultaneous tests (see Fig. 1I), e.g. seven 
calibration standards, and one biological sample. All samples and 
reagents are pre-loaded on the disc before taking it to the 
centrifugal test stand. The disc also holds 70 Pl of assay buffer 
and whole blood in chambers A and B, respectively. 10 Pl of 25 
nitrate reductase, enzyme cofactor and DAN reagents are loaded 
into chambers C, D and E, respectively, and finally 20 Pl of 
NaOH solution is loaded in chamber F.  
For the LAP comprising of four concurrent assays, the calibration 
curves for the assays are obtained from different discs. A 50-Pl 30 
aliquot of whole blood is loaded into each of the four blood 
separation chambers. These separation chambers have been 
designed so as to release 10 Pl of serum through the DF valve site 
into the reaction chambers.  
The centrifugal test stand, which has been fully described in 35 
previous work12, 16 comprises of a computer-controlled motor and 
a stroboscopic light for imaging a chosen area on the disc during 
rotation. The steps involved in these assays are sample metering, 
blood separation, plasma metering and extraction, sequential 
reagent delivery, mixing and, again, reagent delivery. The 40 
centrifugal force provides the pumping pressure for the liquid 
reagents. 
2.4 Centrifugo – pneumatic actuation of the DF valves 
The normally-closed DF valve follows a centrifugo-pneumatic 
principle12. While the disc is at rest, liquid reagent in the reservoir 45 
is restrained by a combination of the capillary and surface tension 
forces at the entrance of the microchannel. Rotation at the angular 
velocity Z  induces a pressure head 
 2ZUZ rrp ' '  (1) 
(see Fig. 1IV) where ȡ is the liquid density, Ȧ is the angular 50 
velocity of the rotating disc, ݎҧ ൌ ሺܴ୫ୟ୶ ൅ ܴሻȀʹ is the 
characteristic distance of the liquid element from the centre of 
rotation, while ߂ݎ ൌ ܴ െ ܴ୫୧୬, is the radial height of the 
liquid column. The advancing meniscus stops as 'pȦ is balanced 
by pressure in the valve chamber 55 
 
0
0 /1
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VV
pp
'
  (2) 
as obtained by Boyle’s law. In equation (2), p0 is the ambient 
pressure, V0 is the (full) chamber volume and ǻV is the gas 
volume reduction due to the protruding liquid meniscus17. 
The meniscus in this metastable, inverted-layer configuration is 60 
stabilized by the surface tension. As the centrifugal pressure head 
'pȦ (1) increases, the liquid plug can proceed farther into the 
compression chamber, thus making it more difficult for the 
surface tension to sustain the “hanging” liquid volume 'V. At the 
so-called burst frequency, the liquid plug disrupts to invert the 65 
metastable liquid-gas configuration. Liquid thus penetrates 
unimpeded into the pneumatic chamber to dissolve the DF and 
hence fully open the valve. 
 
Fig. 3: Graph demonstrating: Decrease in burst frequency as (a) the radial 70 
position of the DF valve on the disc platform increases, (b) as the volume 
of the compressed air increases (2) and (c) as the exit channel length 
increases (2). 
 
For a given, rotationally induced pressure head
 
'pȦ (1), the 75 
distance the plug can protrude into the compression chamber (and 
the displaced air volume 'V ) until 'pȦ (1) balances the counter 
pressure p (2)  increases with the dead volume of the chamber V0. 
In other words, the fluidic capacitance defined by volume change 
'V induced by a given pressure change p (2) increases with
 
V0. 80 
As the “burst” is induced towards increasing 'V, the burst 
frequency tends to shrink with increasing chamber volume V0.  
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3. Results and Discussion 
3.1 Rotational automation of bio-assays 
All valves are initially in a closed state until their individual 
centrifugal critical burst pressure is reached, at which the valve 
yields and liquid is pumped onward for further processing. The 5 
measurements in Fig. 3 verify the three main experimental impact 
parameters on the burst frequency:  
a) Mean radial position r of the liquid plug (and thus also the 
valve) on the disc. According to (1), the centrifugal force 
increases with the radial distance from the centre of rotation, thus 10 
the valves which are located more radially outward are slated to 
be actuated first (Fig. 3a). 
b) Volume of the pneumatic chamber V0. According to (2), the 
larger the volume of the compressed air, the lower the centrifugal 
burst pressure as illustrated in Fig. 3b. 15 
c) Exit channel length, L (see Fig 1III). According to (1), 
extending the length of the liquid plug acting on the pneumatic 
chamber will decrease the burst frequency, and thus the burst 
pressure of the DF valve as shown in Fig 3c. It should be noted 
that at increased channel lengths (e.g. 22.5 mm), the DF valve 20 
actuation became unstable. 
 
Consequently, the rotational burst frequency as the central control 
parameter for all (liquid bearing) valves on the centrifugal 
platform can be specifically tailored over a wide range. Figure 4 25 
for the first time demonstrates the spin protocol of a fully 
integrated, merely rotationally actuated, 7-step bio-assay 
protocol. Each valve is colour-coded in order to highlight the 
time course of the rotational burst frequency and the pressure 
head as deduced from (1). The plot in Fig. 4a references the 30 
pressure heads of each valve (1) to their respective burst 
pressures. The sequential crossing of the horizontal (y = 1)-line, 
corresponds to a valve opening, i.e. the point where p (1) exceeds 
the critical pressures pi,crit of each valve i.  
Figure 4a demonstrates the sequential actuation of the DF valves 35 
1 to valve 5 to fully integrate and rotationally automate the 
homogeneous nitrate/nitrite bioassay including blood separation, 
plasma extraction and sequential release of four different 
reagents. Figures 4b shows the absolute pressure heads as a 
function of the spin protocol expressed in terms of rotations per 40 
minute (RPM) displayed in Fig. 4c. 
The first step is to meter the whole blood sample, by spinning the 
disc at 600 RPM for 1 min, leaving 65 Pl of blood in chamber B. 
The disc is then spun at 1200 RPM for 3 min to sediment the red 
blood cells and separate plasma. After this plasma separation 45 
step, the rotational frequency is increased to 2100 RPM in order 
to open valve #1, thus releasing 10 Pl of plasma into chamber B 
(reaction chamber), which has already been preloaded with 70 Pl 
of assay buffer (see Fig 1ii & Fig. 2). The enzyme in chamber C 
is released into the reaction chamber at 2700 RPM, while the 50 
cofactor is added to the same chamber at 2850 RPM. At this stage 
the assay requires an incubation step to sufficiently mix plasma + 
assay buffer + enzyme cofactor + nitrate reductase. To this end 
the disc was alternatingly spun in a clockwise and anticlockwise 
sense of rotation at an amplitude of 600 RPM for 3 min18.  55 
Upon increasing the rotational frequency to 3300 RPM, the DAN 
reagent was released from chamber E into the reaction chamber. 
Subsequently, NaOH was added to the same reaction chamber at 
a frequency of 3900 RPM from chamber F. The NaOH solution 
terminates the enzymatic reaction and also amplifies the 60 
fluorescence signal. 
 
 
Fig. 4: A graph demonstrating for each DF valve: a) ratio of the pressure 
to the burst pressure b) rotationally induced pressure heads and burst 65 
pressures indicated as horizontal lines and c) corresponding rotational 
burst frequencies. The crossings of the same-coloured horizontal lines an 
(a) and (b) illustrate the sequential opening of the valves. 
 
The procedure for the nitrite assay is very similar. In this case, 70 
only 10 Pl of the DAN reagent and 20 Pl of NaOH are used. The 
DAN reagent and NaOH solution are sequentially released into 
the reaction chamber while the disc spun at 2700 RPM and 
2900 RPM, respectively, after which 3 minutes of on-disc 
incubation is carried out by using the vigorous, “shake-mode” 75 
mixing at ±600 RPM. 
A schematic representation of the liquid handling procedure and 
the image frame sequence of this process are detailed in Fig. 5A – 
B. In order to enhance the contrast, coloured food dye was used 
for this demonstration. The full video of this centrifugally 80 
automated immunoassay with all assay reagents including blood 
separation and plasma extraction processes can be found in 
ESI.1. As a proof-of-concept for the LAP platform, we were able 
to run four assays in parallel – ALB (1 reagent), ALP, DBIL (2 
reagents each) and TBIL (3 reagents). All assay reagents and the 85 
blood samples are preloaded into their respective chambers (Fig 
1III).
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Fig 5: A) Nitrate/Nitrite assay platform – schematic representation of the blood plasma separation and sequential reagent delivery B.i) frame sequence of 
the DF valving technique demonstrating pre-loaded reagents and fresh whole blood sample ii) metering iii) blood plasma separation iv) valve #1 opening 
and plasma extraction v) valve #2 opens after 10 mins vi) valve #3 opens after 13 mins vii) valve #4 opens after 16 mins viii) valve #5 opens after 19 mins 
and then detection C. i) Liver assay panel platform - schematic representation demonstrating the sample loading ii) blood sep. iii - iv) sequential reagent 5 
release at 40-mm and 20-mm radii, respectively. D - E) frame sequence of ALB and TBIL assays. 
The disc has been designed such that the reagents delivered 
simultaneously are placed at the same radius (Fig. 5C). A 
schematic representation and frame sequence of the disc 
operation are given in Fig. 5C – E. Briefly, the disc is spun at 10 
600 rpm for 5 min for blood separation, after which the disc 
rotation is increased to 2100 rpm for another 2 min to release the 
assay reagents located at the 40-mm radius. After ramping up to 
3000 rpm, serum is released into the reaction chamber. 
Incubation is then advectively enhanced by spinning the disc in a 15 
clockwise and anti-clockwise direction between r600 rpm for 
3 min. The rotational frequency is then increased to 3600 rpm and 
spun for another 2 min to release the reagents located at the 20-
mm radius. At this stage of development focusing primarily on 
the microfluidic assay integration, colorimetric detection is 20 
carried out off-chip on a UV-Vis analyser. At a later stage, 
common techniques for on-chip absorption measurements may be 
implemented through known concepts3, 19.  
 
3.2 Assay results 25 
As this paper focuses on the fluidic automation aspect of a multi-
step assay protocol, we decided to leave separate issue of the 
integration of an optical detector onto the instrument to a later 
stage. For now the final detection steps are carried out off-chip on 
the NanoDrop Fluorospectrometer and NanoDrop UV-Vis 30 
spectrophotometer (both Thermo Scientific, Ireland) for the 
nitrate/nitrite assay and the LAP panel, respectively. A 2-Pl 
sample of the end product is taken from the disc-based reaction 
chamber, placed on the NanoDrop pedestal for analysis. 
As shown in Figure 6I, the unknown concentration of nitrate and 35 
nitrite in the blood of two anonymous donors has been 
determined. A fresh whole blood sample was obtained and used 
on the same day. The control assay was initially carried out on a 
96-well plate, and later implemented on the automated disc 
platform. For blood donor A, the levels of nitrite and nitrate are 40 
8.7 PM and 20.7 PM respectively. For blood donor B, the nitrate 
and nitrite levels are 5.4 PM and 10.7 PM, respectively. These 
levels of nitrite and nitrate are well within the normal reported 
clinically relevant range of 1.3 – 13 PM for nitrite and 4 PM – 
45.4 PM for nitrate20. As further shown in Fig. 6I, the high R2 of 45 
the linear regression indicates a good correlation between the data 
obtained from the standard well plate and that obtained from this 
innovative automated disc platform. The calibration curves for 
the LAP on the DF–based centrifugal platform are given in 
Fig. 6II. For validation purposes, this liver assay was also carried 50 
out on whole blood from the same donor on the same day on a 
well plate and in a local hospital. The results detailed in Table 1 
demonstrate a 6.8% CV between the three test platforms. 
 
Table 1 Comparison of liver assay on different platforms 55 
 Well plate Disc platform Hospital Normal range
ALB (g/L) 48.8 ± 3.1 48.1 ± 3.7 43 35 - 50 
ALP (U/L) 113.7 ± 7 112.7 ± 9 109 30 - 130 
TBIL (µM) 6.4 ± 0.5 7.5 ± 0.9 5 5 - 24.0 
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Fig. 6: Calibration curves for I) (a) Nitrate and (b) nitrite assays obtained from a standard 96-well plate and the automated disc platform showing the good 
correlation between both results. The highlighted region is the normal range of nitrite and nitrate levels for adults, and the results obtained using this assay 
from two anonymous blood donors (A & B) are also indicated on this graph. II) Calibration curves for the ALB, ALP, DBIL and TBIL. Control tests and 
whole blood sample result from an anonymous donor is also shown. 5 
 
3.3 Reagent storage with the DF valves 
In order to validate the potential of the DF barriers for reagent 
storage, liquids have been placed in the chambers, and the disc 
was enclosed in a heat seal bag and stored in the fridge at ~4 ˚C 10 
for a period of 7 days (ESI.2). The aim is to assess the integrity 
of the valving technique after this storage period. After 7 days of 
storage, the disc was taken out, examined and spun on the spin 
stand. It was observed that liquid droplets had leaked into the 
pneumatic chamber of the section of the disc without the 15 
centrifugo-pneumatic DF valves, while the sections with DF 
valves remained sealed. 
4. Conclusion and Outlook 
Leveraged by the broad range and sharp definition of burst 
frequencies, we have for the first time integrated and automated a 20 
comprehensive, 7-step bioassay protocol including plasma 
separation and the sequential release of 4 on-board stored liquid 
reagents by our novel, merely rotationally actuated DF-based 
centrifugo-pneumatic valving scheme. We experimentally 
verified that the DF valves yield at a well-defined burst pressure 25 
which can be tailored over a wide range of equivalent spin rates 
by the radial position of the valve on the disc, the volume of the 
entrapped air in the pneumatic compression chamber and the 
geometry of their inlet channel.  
As a pilot application, we chose the detection of nitrate/nitrite and 30 
a liver assay panel starting at clinically relevant concentrations in 
whole blood. The results were in good quantitative agreement 
with the same assay carried out on a regular well plate and in a 
clinical lab. 
Regarding the potential use of DF valves for on-board storage of 35 
liquid reagents, we successfully validated the vapour-barrier 
properties of the DF valves. Further studies are to be undertaken 
in order to test and optimize the long-term stability of the DF 
valves which might be further enhanced, e.g. by optimizing their 
formulation or common (surface) treatments. Future work will 40 
focus on integrating and parallelizing a range of multi-step assay 
protocols based on this novel, rotationally controlled centrifugal 
valving scheme and integrating the on-chip readout. 
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